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Dansk resume 
Experimentel undersøgelse af sporstruktur-teoriens anvendelse ved beskrivelse 
af fysiske detektorers effektivitet ever for hej-LET stråling. 
Projektet indebarer måling og beregning af cien relative effektivitet af hej-
LET stråling (LET = Linear Energy Transfer) over for gamma- og elektron strå-
ling af to fysisk-kemiske detektorer, dye film og alanin. De eksperimentelle 
malinger er sammenlignet med teoretisk beregnede vardier udført pc. grundlag 
af en sporstruktur-model for tunge ioner, der oprindeligt er udviklet af Pro-
fessor Robert Katz, University of Nebraska, USA. 
Gennem arbejder af R. Katz og medarbejdere er det blevet påvist, at nej-LET 
stråling er et relativt begreb, som afhsnger af uadskillige parametre for 
strålingens art og detektorens strålingsfølsomhed. Strålingen beskrives ved 
partiklens elektriske ladning og hastighed, mens detektorens felsonhed be-
skrives ved en akvivalent sterrelse af det strålingsfelsomme element i detek-
toren og ved størrelsen af der. karakteristiske DJ7-dosis, som er den dosis, 
hvorved 63? af detektorens maksimale respons er opnået. Sporstruktur-modellen 
beregner den relative effektivitet af hej-LET stråling ved at antage, at 
forskellen på hej-LET og fx gammastråling skyldes den inhomogene dosisforde-
ling omkring sporet af den tunge partikel, og at denne partikel påvirker 
detektoren gennem sekundær elektroner, delta-stréler, udsendt fra partikel-
sporet. 
Som en del af beregningsgrundlaget iidgår en eksperimentel måling af detekto-
rens dosis-respons karakteristik fer gamma- eller hoj-energi elektronstrå-
ling. Denne karakteristik sammen mec den beregnede dosisfordeling omkring en 
enkelt partikels spor omregnes til en fordeling i aktiveringssandsynlighed, 
der ved en integration over hele sporets diametrale udstrakning giver et 
aktiveringstværsnit. Partikelsporets laterale udstrækning i detektoren opde-
les i en række tynde segmenter, for hvilke et middel-aktiveringstvarsnit 
beregnes. Herefter beregnes et totalt tværsnit for partiklen i hele detek-
toren som et vigtet gennemsnit af aktiveringstvarrsnittene i forhold til den 
afsatte dosis i segmenterne. Aktiveringstvarrsnittet er et udtryk for detek-
torens strålingsfølsomhed over for den pågsldende type stråling. 
I det foreliggende arbejde er modellen anvendt pa to typer detektorer, dye-
film og alanin, der benyttes som dosimetre i hej-dosis området fra ca. 1 Gy 
til 1 MGy. Dye-fiim cosimetret består af en nylon matrice, hvori er indlejret 
pararosanilin, der ved bestråling bliver farvet. Mængden af dannet farvestof 
males i et spektrofotometer og er et udtryk for den tilferte dosis. Filmen 
fremstilles kommercielt i tykkelser på nominelt 5~ og 50 nm. Alanin dosi-
metret er en aminosyre i fast form, som ved bestråling danner et yderst sta-
bilt radikal. Radikaludbyttet, der er et mål for dosis, bestemmes ved elek-
tron spin resonans spektroskopi. Alanin er et kommercielt tilgængeligt og 
billigt materiale. 
Dye-filmen er undersegt i et LET-oærade fra 2- til 6700 MeVcmVg, hvilket er 
middel LET i detektoren, med følgende typer af stråling: €0Co Y-straling, 
10-MeV elektroner, 3- og 16-MeV protoner, 10-MeV a-partikler, 21-MeV 7Li 
ioner, 42-MeV l*M ioner og 64-MeV " 0 ioner. Alanin er undersøgt i et LET-
område fra 2- til 20200 MeVcnVg, middel LET i detektoren, med følgende typer 
af stråling: "Co Y-stråling, 4- og 16-MV bremsestraliing, 6-, 10-, og 20-MeV 
elektroner, 6- og 16-MeV protoner, 20-KeV o-partikler, 21-MeV 7Li ioner, 
61-MeV "0 ioner og 80-MeV **S ioner. 
Der er i dette arbejde indført forbedringer i den af Katz foreslået bereg-
ningsprocedure. Der er således indført en eksponentiel rækkevidde-energi 
relation for sekundær elektronerne samt et forbedret udtryk for disse elek-
troners stoppeevne (stopping power). Dette har betydning for beregning af den 
radiale dosisfordeling omkring sporet af den tunge partikel og i bedre over-
ensstemmelse med publicerede eksperimentelle data. Der er endvidere ændret i 
beregningen af "extended target dosis" og således i beregningen af aktive-
rings tvær snittet, som er blevet opdelt i et udtryk for tværsnit i "core" og i 
et udtryk for tværsnit i "track". "Core" betegner det strålingsfølsomme ele-
ment, som tænkes ramt centralt af den indkomne ion, mens "track" betegner den 
del af mediet uden for core, som dækkes af sekundær elektronerne fra en 
enkelt ion. Dei strålingsfølsomme element betragtes som en cylinder med aksen 
parallelt med ionens spor. Denne beregningsprocedure tillader på en nem måde, 
at også excitationsenergier fra sekundær elektronerne og den afsatte energi 
fra Auger elektronerne medregnes i dosisfordelingen, hvilket især har betyd-
ning for detektorer, som er følsomme over for excitationsenergier. Endvidere 
har en tilpasning af udtrykket for ionens effektive ladning betydet større 
overensstemmelse mellem beregnet stopping power for ionerne og publicerede 
eksperimentelle data. Disse ændringer har tilsammen medført en bedre overens-
stemmelse mellem beregnede og eksperimentelle værdier for ionernes relative 
effektivitet. 
Arbejdet har vist, at dye-filmen har sublinear dosis-respons karakteristik, 
og er således ikke en ideel detektor for sporstruktur-modellen. Resultaterne 
er dog gode og inden for den eksperimentelle usikkerhed, sålange filmen er en 
tynd detektor i forhold til ionens rækkevidde. Stoppes ionen imidlertid nelt 
i filmen, er overensstemmelsem mellem beregnede og eksperimentelle værdier 
mindre god. Forsøg med nedbremsning af litium- og ilt ioner i en sta>. af 
tynde film har vist, at beregningerne er i relativ stor uoverensstemmelse med 
eksperimentelle data i området omkring ionens Bragg-peak, d.v.s. for energier 
under 1 MeV/amu. Resultater med alanin dosimetret, som er en ideel detektor 
for modellen, er meget tilfreasstillende, også selvom ionerne stoppes helt i 
detektoren. Dette viser, at beregningsmodellen giver gode resultater, når 
detektoren er ideel, men at modellen delvis mangler evnen til at regne på 
systemer, som ikke er i fuld overensstemmelse med kravene til en ideel detek-
tor. 
Det foreliggende arbejde viser, at modellen på trods af visse mangler er 
velegnet til at beregne den relative effektivitet og til at forudsige dosis-
respons for en fysisk-kemisk detektor bestrålet med tunge ioner. Andre arbej-
der har vist, at modellen er velegnet til beskrivelse af cellulare systemers 
response på dosis fra tunge ioner og fra neutroner, hvorved modellen får 
betydning ved stråleterapi med høj-LET stråling og i helsefysiske sammen-
hænge, især da effekten af små doser kan beregnes. 
Modellen benytter på visse områder unødvendigt grove tilnærmelser, fx ved-
rørende vinkelfordeling af sekundær elektronerne og Poisson fordelingsfunk-
tionen for aktiveringssandsynlighed som fjnktion af dosis. Disse tilnærmelser 
bør ændres, hvorved modellen vil opnå en større fleksibilitet og give bedre 
resultater. Som helhed betragtet er modellen baseret på et sundt grundprincip 
og er den eneste beregningsprocedure, der på nuværende tidspunkt er i stand 
til at forudsige den relative effektivitet for hej-LET stråling. 
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1. INTRODUCTION 
Genera1ly radiation dosimetry concerns the use of low-LET radiation of fast 
electrons, x-ray or Y-ray photons for which the absorbed dose is a sufficient 
description of the radiation field in terms of response to the radiation ac-
tion. In the case of high-LET radiation of, e.g., neutrons or heavy charged 
particles a completely different situation exists. The radiation field within 
the absorbing medium now consists of different kind of radiations, such as 
primary and secondary ions, secondary electrons and electromagnetic radiation 
all of which will interact differently with the medium and thus contribute to 
the total radiation action in a very complex way. The result is that the 
measurement of absorbed dose no longer suffices to describe the effect we are 
seeking, as the correspondence between absorbed dose and its effect is with-
out immediate coherence. 
A few models based on microdosimetric consideration^ have been put forwaro in 
order to correlate experimental data from high-LET irradiations of biologi-
cal1 t2)
 and physico~chemical3~6) systems with calculations. The aim has been 
to predict the radiation effectiveness as a function of the linear energy 
transfer, LET, of high-LET particles. In this work LET is equivalent to LET«. 
The delta-ray theory of track structure originaly developed by Katz7~12) 
seems to be a promising model, which at present is the only theory being able 
to predict a relative effectiveness of high-LET radiation for most physical 
and chemical radiation-sensitive media, once a few parameters obtained from 
low-LFT radiation are known. For biological systems additional parameters 
obtained from experiments with high-LET radiation must be known as well. 
The present work deals with the theoretical model of Katz et al., which pre-
dicts the radiation effectiveness of heavy charged particles and as such •'he 
dr>se-response relationship once certain characteristics are known about the 
absorbing medium irradiated with low-LET radiation. The model is investigated 
experimentally as well as theoretically and the procedures of calculating the 
radial d03e distribution have been improved. The procedure of calculating the 
dose to the core is different from the one used in the original work of Katz. 
The conceptual theory will shortly be outlined in an introductory manner in 
order to facilitate a general survey before a detailed description is given 
in the following section. The track structure theory is fundamentally based 
- 12 -
upon the observation that track effects in different detector systems indi-
cate that secondary and higher-order electrons, ejected from the path of an 
energetic heavy charged particle, are chiefly responsible for the radiation 
effects. Radiation effects of, e.g., Y-rays and high-energy electrons are as 
well caused by low-energy electrons generated through interactions of the 
primary radiation with Lhe medium. But while the dose imparted by high-energy 
photons and electrons, low-LET radiation, is homogeneously distributed in the 
medium, the dose from heavy charged particles, high-LET radiation, is highly 
inhomogeneously distributed around the path of the individual emerging parti-
cle. Hence, by taking these observations into account the theory proposes 
that the difference in radiation effect between low- and high-LET radiation 
is due to differences in dcoe distribution, and that the response of a detec-
tor to high-LET radiation can be calculated from parameters of low-LET radia-
tion. The problem then of determining the effectiveness of high-LET radiation 
concentrates on finding the dose distribution around the particle track and 
on determining the dose-response characteristic of the detector from experi-
ments with low-LET radiation. 
The track structure theory assumes that any detector consists of radiation 
sensitive elements in the shape of cylinders or spheres, the size of which is 
characteristic for the individual detector. The radiation sensitive element 
responds to the average dose absorbed in the element in accordance with a 
probability Junction fitted to mimic the dose-response curve for low-LET 
radiation. This function is convoluted into the function of radial dose dis-
tribution thus forming a function of radial distribution of probability for 
the radiation effect surrounding a single particle. Hence, to consider the 
total effect from a particle at all distances from the particle's path, an 
integration of the probabilities must be made over the detector volume being 
affected by the secondary electrons generated by the particle. This integra-
tion yields the total cross section for an effect which, when normalized to 
the total energy deposited by the particle, leads to the radiation sensitiv-
ity of a detector to high-LET radiation. The radiation sensitivity of a de-
tector to low-LET radiation is given by the reciprocal of the characteristic 
D37-dose obtained from the low-LET dose-response curve, where D 3 7 is the dose 
at which 63% of the maximum achievable response has been obtained. The rela-
tive effectiveness of high-LET radiation to a detector is then obtained by 
the ratio between the radiation sensitivities for high-LET radiation and 
low-LET radiation. 
- 13 -
The shape of the low-LET do3e-response curve is of great importance for de-
termining the dose response for various types of high-LET radiation. If th* 
dose-response curve for low-LET radiation is purely exponential, the dose 
response for any ionizing radiation will be exponential as well, and the 
effectiveness relative to low-LET radiation will, according to the theory of 
Katz, never exceed unity. In biological systems the dose-response curve ob-
tained for low-LET radiation mainly exhibits a shoulder. This is why the 
shape of the dose-response curve may be different for high-LET radiations and 
the relative effectiveness may become greatpr '.han unity. 
In the following section 2 the concept of relative effectiveness of ionizing 
radiation is described as is the 6-ray theory of track structure used in 
theoretical treatment of the radiation detectors dealt with in this work. 
Section 3 describes the radiation detectors, and section H the experimental 
equipment. Section 5 describes the procedures of measuring the dose-response 
functions and the uncertainties involved in these measurements. Sec'ion 6 
deals with the experimental and theoretical results, parts of which are al-
ready published13_20). in section 7 the results are discussed, and finally in 
section 8 concluding remarks summarize arguments for and against the therry 
in its present state and outline alternative suggestions for a future trend 
towards the ideal model. Section 10 is an appendix, wi;ich includes detailed 
calculational procedures and a description and listing of the Algol computer 
program "REINT" used in the present calculations of relative effectiveness. 
Published and submitted articlesl6-20) are attached to this work. 
2. DESCRIPTION OF THE TRACK STRUCTURE THEORY 
2.1 The concept of relative effectiveness of radiation 
When speaking of the response of a medium to ionizing radiation of various 
kinds we use a concept called the relative effectiveness, RE, or (in the case 
of biolog:cal systems) relative biological effectiveness, RBE, and express it 
as a function of the linear energy transfer, LET. The relative effectiveness 
of high- to low-LET radiation is defined as the ratio of the doses of the 
radiations being compared, which produce the same response under identical 
target conditions21t22). Different biological systems display a marked varia-
- Hl -
tion in their RBE-LET characteristic with the value of LET for maximum RBE 
varying by an order of magnitude from one system to another, Fig. 1. Further-
more, cells show initially an increr »e in RBE with increasing LET followed by 
a decrease at very high LET, whereas bacteria systems like most physical and 
chemical radiation detectors display a monotonic decrease in relative effec-
tiveness with increasing LET and with RE always equal to or less than unity. 
High-LET radiation is often arbitrary defined as a radiation quality having 
LET well above that of electrons. But in view of the above mentioned it 
should rather be defined as a radiation quality that in a given medium re-
sults in a radiation effectiveness relative to that of high-energy photons 
and electrons differing from unity. This definition, however, may include 
electrons below 500 eV as being defined as high-LET {.articles (see the fol-
lowing section 2.2). 
As a fast heavy charged particle slows down in a medium the LET increases to 
a maximum at the far end of the particle range, the Bragg peak, whereafter 
the LET decreases again. The relative effectiveness is a function of LET and 
particle velocity and depends further on the stopping medium. For most phys-
ico-chemical media the relative effectiveness, RE, decreases monotonically 
with increasing LET. But as the stopping particle beyond th° Bragg peak has 
lost most of its energy and only moves very slowly, RE d' "reases with de-
creasing LET. Hence, RE is a double-valued function of LET. For biological 
systems, however, where the survival curve as a function of dose has a shoul-
der at low doses due to the repair mechanism, the relative biolog-ical effec-
tiveness, RBE, at first increases monotonically with LET to a maximum and 
then decreases monotonically for increasing LET. As for physico-chemical 
media biological systems as well show a decrease in RBE beyond the Bragg peak 
of the penetrating particle. Thus RBE is a multi-valued function of LET for 
biological systems. 
Even where it is merely a question of correlating dose and response propor-
tionately the situation quic'<ly gets complicated, since one must correct for 
the particle type, energy- and slowing down spectrum of the penetrating 
particles, as well as for the type of medium. The use of RE or RBE as simple 
conversion factors for calculating the response of a given dose is not a par-
ticularly useful method and in most cases it will give the wrong result. 
- 15 -
2.2. The action of low- and high-LET radiat" on 
The response of ionizing radiation on physical and chemical radiation detec-
tors as well as on biological systems results from excitations and ioniza-
tions from secondary and higher-order generations of electrons, which are 
ejected from the atoms and molecules of the medium by the incident primary 
radiation. The energy deposited in the medium causes bond rupture, radical 
formation, and physicc- and chemical changes, which are detectable in differ-
ent ways. 
It has been known for a long time that the differences in observed effect 
mainly arises from the time scale with which the secondary electrons are 
generated and their spatial distribution, ana to a much lesser extent from 
the nature of the events themselves21*) (eg. radical formation, breaking of 
DNA), as long as the energy of the primary radiation remains above 10 keV. 
Gamma-ray photons and high-energy electrons distribute their energy homogene-
ously in the medium because of multiple scattering (Compton processes) and 
the relatively long range of the secondary electrons, the maximum energy of 
which based on the definition can be half of that of the primary electrons. 
Heavy charged particles essentially move in straight lines losing only a 
small fraction of their energy per collision; they distribute their energy 
very inhomogeneously in the medium through the ejected low-energy electrons, 
the 6-r?ys. The maximum energy and range of the 6-rays, however, are only 
small fractions of that of the primary particle. 
The t^ack of a heavy ion is constituteo. by a core of clusters, which consist 
mainly of very low-energy Auger electrons, excited atoms and ions, and a 
penumbra of more energetic 6-rays clearly separated from the core. The energy 
of the heavy ion is transferred mainly through inelastic collisions with the 
atomic electrons of the medium generating ionizations and excitations25). At 
partiole energies below 10 keV/amu (atomic mass unit) elastic collisions 
begin to have some influence and are dominant at energies below 1 keV/amu, 
where the energy is dissipated mainly through displacement of the atoms of 
the medium and through vibrational motion25f26) xne $-rays deposit their 
energy through coulomb interactions by ionization and excitation of the mole-
cules of the medium. 
The response of various detectors to different kinds of low-LET radiation, 
e.g. electrons and photons of different initial energy spectra, has been 
widely studied by many investigators8.9), and differences in response seem to 
- 16 -
be relatively infrequent in physico-chemical media. For many physical detec-
tors the dose-response function is approximately linear at low doses and 
saturates exponentially at high doses, and the response is a single-valued 
function of dose within a large range of initial photon and electron ener-
gies. Detailed Monte Carlo calculations21*) of slowing-down spectra and yields 
of different kind for electrons in water at initial energies from 1 keV to 1 
MeV have shown that the energy spectrum of electrons at energies less than 1 
keV is essentially independent of the initial energy of the primary electron. 
Further, the number of interactions per unit energy deposited is essentially 
independent of the primary energy. This may lead to the conclusion that dif-
ferences in relative effectiveness for different radiations cannot be as-
cribed to differences in secondary electron spectra, as long as the primary 
energy of the electrons is above 1 keV. Recent investigations, however, have 
shown that secondary electrons generated by x-rays of energy below 1 keV are 
more efficient in producing effects in some biological systems2?t28) than are 
electrons of higher energies. Observations2^) of Auger electrons in some 
amino a?ids have revealed a lowered efficiency as compared with electrons of 
higher energies. It must be noted here that high-LET irradiation of biologi-
cal multihit systems, see section 2.3, may lead to an RBE above unity, 
whereas the RE of one-hit systems always is below unity. As a first approxi-
mation, however, the effect of electrons and photons is considered to be the 
same for all energies. The effort then has been concentrated on calculations 
of the energy distribution around a heavy charged particle and on relating 
this dis>~ibution in energy to a distribution In induced effect, which pri-
marily concerns generation of radicals. 
2.3 The stochastic process of radiation action 
As present work comprises investigations of two radiation detectors for which 
the radiation action can be considered as single-hit processes, the theoreti-
cal considerations will be concentrated on single-hit processes. A "hit" is 
defined30)
 a s a quantized interaction which implies that one event under con-
sideration takes place in the sensitive element of the medium and initiates 
an effect. It is assumed that the medium consists of identical sensitive ele-
ments, which may be either atoms or molecules embedded in a more or less 
passive matrix acting as an energy transfer medium. Once the sensitive ele-
ment has been activated it will in principle stay activated despite being hit 
several times. The amount of excitation and ionization energy deposited by 
secondary electrons is taken to be a measure of the density of hits in the 
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hits in the irradiated medium. 
The radiation action may be considered as a stochastic process, i.e. a suc-
cession of randocr events, and can thus be described in terms of a probability 
for activation of a sensitive element. The probability function describing 
the fractional number of sensitive elements being hit can be expressed by a 
Poisson distribution30) as 
P - 1- exp(-D/D,7) 2-1 
where D is the average dose deposited and D37 is a characteristic dose for 
the medium corresponding to each element receiving one hit on the average. 
D,7 is the dose at which 37% (or 1/e) of the sensitive elements are not being 
activated by the radiation. If the medium is uniformly irradiated to the dose 
D, then the average number of hits per sensitive elements is D/D,7. The nor-
malized dose-response of a one-hit detector follows the expression given by 
eq. 2-1. 
Acceding to the definition30) an ideal one-hit detector has the following 
properties: a) a linear dose-response up to doses comparable to D,7, the 
characteristic dose; b) absence of dose-rate effects since the sensitive 
element may be activated by a single electron, and fading or recombination is 
disregarded; c) in a double-logarithmic plot all dose-response curves will be 
!»50-lines at low doses no matter if the radiation is low- or high-LET; and d) 
the relative effectiveness, RE, will decrease nonlinearly with increasing 
z2/02, and LET, and be multi-valued, i.e. exhibit more values of RE for the 
same value of LET. The relative effectiveness of a medium will be uniquely 
described only through a combination of z2/(J2, or LET, and 6, where z and $ 
are the effective charge and relative velocity of the penetrating ion, re-
spectively. Throughout this work z is to be considered as the effective 
charge of the moving ion. Further, for a one-hit detector where activation 
may be brought about by a single electron passing through the sensitive ele-
ment, RE must always be less than or equa.'. to unity. This will be shown in 
the following section 2.4. 
One-hit detector response has been shown to have quite general applicability 
to various kinds of ionizing radiation detecting systems9,31#32). One-hit 
response is found in many systems and includes a) enzyme and virus inactiva-
tion7), b) single-strand breaks in DNA9), c) free radical production in, 
e.g., the ferrous sulphate Fricke dose meter33) and several amino acids32)> 
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d) colour center formation in cobalt gla--s and in dye film3*), scintillation 
counters9), sor.e peaks in thermoluminescent dose meters9), and e) photo-
graphic emulsions9,35). in these systems the detector response is character-
ized by two macroscopic parameters, namely the characteristic DS7-dose ob-
tained for high energy photons or electrons, and the radius ae of the radia-
tion-sensitive element. In all cases the response to dose declines with 
increasing values of LET of the incident radiation, is multivalued and non-
linear in LET, the latter becoming more pronounced for the more sensitive 
radiation detecting systems, i.e. for decreasing characteristic D,7-dose. As 
the one-hit response to beams of photons or electrons is interpreted as an 
observed effect after passage of a single electron through the sensitive 
element, then some physical detectors (e.g. most glow peaks in TL dose rae-
ters36) and some nuclear emulsions9,37)) and biological cells9,3D require 
the passage of more than one electron through the sensitive element site in 
order to create an observed effect. The sensitive element site of these sys-
tems consists either of several targets each of which have to be hit once 
(eg. inactivation of a cell nucleus), or the element must be hit several 
times (e.g. TL dose meters) before the effect is observed. A single-hit 
multi-target system or a multi-hit system may in a certain dose range be 
described by eq. 2-1 raised to the power of m, where m is a quantized number 
reflecting the number of targets in the sensitive element site, or the number 
of hits necessary to achieve an observed effect. Such a system has a supra-
linear dose-response characteristic with m being the slope of the linear part 
of the double logarithmic curve. These systems will not be dealt with in this 
work. 
The size of the sensitive element is to a certain extent a fitted parameter, 
which can be more precisely determined once a few dose-response data from 
high-LET irradiation of the medium are known. An approximate estimate, how-
ever, may be derived from greatly simplified calculations from target the-
ory30)? which, from a knowledge of the radiation sensitivity of the medium 
and the mean energy necessary to create an ion pair, determines the volume of 
the sensitive element considered as a sphere. This will be dealt with in 
section 7.3- For a physico-chemical detector the approximate size of the 
sensitive element may simply be the size of the sensitive molecule. The 
structure, however, of the sensitive element may not necessarily be clearly 
defined, but only considered as a target for the radiation. 
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2.'-i Activation cross section and RE 
The dose deposited to the sensitive elements of the medium after irradiation 
with heavy charged particles is calculated by grouping these elements into 
volumes which lie along iso-dose contours as cylindrical volumes whose axis 
is the path of the ion. Such an iso-dose shell is shown in Fig. 2. According 
to the track structure theory tv; elements between these shells will respond 
to the local dose deposited there by the generated 6-rays, as if the elements 
were part of a larger system uniformly irradiated with low-LET radiation to 
the same do3e. In other words the dose-response characteristic, which is ex-
perimentally obtained for the medium irradiated with low-LET radiation, is 
used to correlate the calculated dose in the shells with a produced effect. 
Thus the dose-response obtained for low-LET radiation is convoluted into a 
calculation of dose from the 6-rays to give a distribution in effect. 
The probability that a sensitive element is activated by an ion is given by 
the Poisson distribution function of eq. 2-1 as 
P(z,B,t,a0,D,7) - 1- exp(-F(z,B,t,a0)/D37) 2-2 
where P(z,B,t,a0,D,7) represents the fraction of sensitive elements of radius 
a0 activated by the incoming ion, and whioh ar«, lying between adjacent cylin-
drical shells at a distance t from the track axis, z is the effective charge 
of the ion, 6 its velocity relative to tnat of light, and D,7 is the charac-
teristic dose of the medium. lKz,B,t,a0) is the average dose deposited in the 
sensitive element at a distance t from the track axis, and is found from a 
calculation of the dose distribution around the ion's path. 
To find the total effect produced by a single particle or a beam of particles 
with effective charge z and velocity $, an integration of P(z,B,t,a0,DJ7) 
must be perforated over all distances t from the axis of the ion's path to the 
maximum range of the 6-rays. This integration yields the total activation 
cross section o (z,B,a0,DJ7), which is the probability that a single particle 
activates a single sensitive element in a medium containing one such element 
per unit area perpendicular to the path of the particle. The cross section is 
expressed as 
ftmax 
o(z,8,a0,D,7) - J 2irP(z,e,t,a0,D,7)tdt 2-3 
t-min 
The upper limit of integration, tmaX( which is the maximum range of the 
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6-rays, will be determined in section 2.7. The lower limit of integration. 
tmin> nay be defined as a distance froa the track axis at which there still 
is a physical entity with which the 6-rays can react, and at which there will 
be evidence for reasonable calculations of the dose deposition. From these 
considerations we have chosen an integration cut-off at 10 _ I C m, while other 
investigators38) have been using a cut-off at 10"12 m (see section 2.7). 
The sensitivity of a medium towards low-LET radiation is given by 1/D17, 
while the sensitivity towards high-LET radiation is defined30) as the ratio 
of the total cross section to the average energy deposited by the moving ion. 
This leads to 
sensitivity to low-LET radiation: ky « l/D17 2-4 
sensitivity to high-LET radiation: kj .
 0 / E 2~5 
where E is the average energy deposited per unit path length in a unit den-
sity material. This energy may be obtained from the collision stopping power 
of the moving ion, which for a heavy charged particle at energy above 10 
keV/amu is equal to LET., with the definition of the relative effectiveness, 
RE, in mind an expression for RE can thus be derived from the radiation sen-
sitivities (eqs. 2-1 and 2-5) of the radiations involved. 
RE - kj/ky - oDJ7/E - kpoD,,/LET 2-6 
For D 3 7 in Gy and LET in MeV/m the conversion constant k equals 6.24« 1 0 " 
MeVGy~,kg~l. p is the mass density of the medium in kg/mJ. 
When considering a thick medium in which the ion either loses a major part of 
its energy or is brought to a complete stop, a track segment calculation is 
performed. The RE for the ion in the medium is found from an integration over 
the path of the ion, and the RE for each segment of integration is weighed 
with the energy deposited in the segment in proportion to the total energy 
deposited. Thus the individual segment RE's contribute to the total RE pro-
portionately to the energy lost with a certain effectiveness. 
Considering eq. 2-3 one find that the cross section depends both on parame-
ters of the medium, a0 and D,7, and of the penetrating ion, z and 0. This 
makes it evident that particle and medium parameters are not separable vari-
ables when speaking about the relative effectiveness of a radiation field. 
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2.5 Effective charge of heavy ions 
A heavy charged particle passing through a stopping aediua changes its charge 
state continuously due to electron capture and loss processes in interactions 
with the atonic electrons of the medium. Bohr39) proposed that the probabil-
ity of capture or loss of an orbital electron by an ion is determined by the 
ratio of the ion velocity in the medium to the orbital velocity of the elec-
tron of the ion. On this background several authors have established improved 
analytical expressions for a quantitative determination of the effective 
charge of the ion as a function of its velocity. Much of this work is based 
on empirical considerations and fitting of parameters through measurements of 
stopping power, resulting in expressions valid for a certain range of ion 
energy and atomic number. In general the published expressions for the effec-
tive charge are independent of the atomic number of the medium and contain 
only parameters of the penetrating ion. 
A few analytical expressionslO-45) have been investigated showing rather 
large deviations at energies below 1 MeV/amu, Fig. 3. At higher energies, 
where the ion is alæost stripped of all its electrons, a better agreement was 
found. In t'iis work four different analytic expressions, as given by Zieg-
ler'iS), have been used to determine the effective charge of protons, o-parti-
cles, lithium ions, and all other kinds of heavy ions. These expressions are 
fitted with numerical results of theory and various experiments and cover the 
energy range from 0.2 to 1000 HeV/amu. The expressions for the effective 
charges are as follows: 
Protons: 
-p - 1- exp(-0.2El/z - 1.2»1C-*E - 1.143*10"SE2) 2-7 
o-par tides: 
z0/zp - 2Y[l- exp(-0.7l»l»6 - 0.l429»lnE - 0.01562(lnE)a • 
2.67»10-,(lnE)» - 1.325»10-,(lr,E)*] 2-8 
Li-ions: 
zLi/zp - 3v[l- exp(-0.7138 - 2.797'10~*E - ^.3W^^(rtEa)] 2-9 
where 
Y - 1 • (7'10-» • 5-10-*Za)exp[-(7.6 - lnE)a] 
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other ions: 
Zi/zp - Z,[l- (exp(-A))-(1.03* - 0.1777«exp(-0.08l1«,))] 2-10 
where 
A « 0.1772El/».Zl-V> • 0.0378 sin(0.2783«E'/».z1-*/») 
E is the particle energy in keV/amu, Z, and Z, are the atoaic nuabers of the 
particle and medium, respectively. 
In this work the above expressions have been used at energies down to 
1 keV/aau, but the validity of the expressions have to some degree been 
tested by comparing experimental stopping power data of o~ par tides and lith-
ium ions with data generated by means of proton stopping power and effective 
charge calculations down to an energy of 10 keV/amu. This will be dealt with 
in the following section 2.6. The application of the procedure of effective 
charge is rather problematic since there are different effective charges to 
discriminate from. This is further discussed in section 7.1. 
2.6 Stopping power of heavy ions 
The collision shopping powers of the ions in the media under investigation 
were calculated from published proton stopping power data'tå) and the expres-
sions for effective charge described in section 2.5 as 
S(z,e) - S(2p,B).(zVz^) 2-11 
S(z,6) is the stopping power of tht icn with atomic number Z moving at a 
velocity g relative to that of light, S(zp,ø) is the stopping power of a 
proton moving at the same velocity, and z and Zp are the effective charges of 
the ion and proton, respectively, calculated from eqs. 2-7 through 2-10. 
The two media under investigation are compounds constituted from hydrogen, 
carbon, oxygen, and nitrogen, and the bombarding ions have been protons, 
o-particles, 7Li-, '"N-, '*0-, and "S ions. The proton stopping power data 
have been obtained through an interpolation procedure from tabulated data45) 
with 1 keV as the lowest energy. The stopping power data of o-particles have 
been obtained by means of proton data and eqs. 2-8 and 2-11, except for 
a-particles in hydrogen where eq. 2-10 was found to fit better with expert-
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cental results*?) in the energy range of 10 to 150 keV/amu. The stopping 
power data of lithiua ions have been obtained by means of proton data and 
eqs. 2-9 and 2-11, except for lithiua ions in hydrogen where eq. 2-10 was 
found to fit better with experimental results^, 19) in the energy range of 10 
to 200 keV/amu. The stopping power data of oxygen-, nitrogen-, and sulphur 
ions have been obtained by means of proton data and eqs. 2-10 and 2-11. 
In the theory of track structure it is assumed that only excitation- and 
ionization processes give rise to activation of a sensitive element, whereas 
elastic nuclear collisions do not. In the computation of the amount of energy 
lost by inelastic electronic collisions and for determination of the actual 
slowing down of the particles, the stopping power due to nuclear collisions 
has been calculated as well. In the calculations of heavy charged particle 
stopping powers the energy lost by radiation has been neglected. The follow-
ing formulat5,50) has beer ised in the calculations: 
Snucl. - 3n•5.098.10,Z,.AI.Z2.A2-,•[U.•A2>U,2/,•Z2*/>)'/*]-, 2-12 
s„ - 0.5(ln(1•E))(e•0.107l8•E•.,7S,,*^, 
e - 32.53•10*.E•AI.A2•[Zl•Z2•(AI•A2)(Z,2/»•z22/»)»/*]-, 
where sn and e are the reduced stopping power and reduced energy51), respec-
tively. With E in HeV/amu the nuclear stopping power S n u c l > is expressed in 
MeVcmag~>. The proton stopping power data includes only inelastic collisions, 
so that the total stopping power is the sum of the collision and nuclear in-
teractions. The nuclear interactions become significant at energies below 10 
keV/amu. 
For particles penetrating complex media, e.g. compounds, the normally used 
method has been to employ simple additivity of the stopping powers of the 
constituent elements for the penetrating particle at a given energy. This 
method is based on Bragg's additivity rule52), which states that the stopping 
power of a compound medium is the sum of the stopping powers of the constitu-
ent elements weighted by their relative abundance in the medium. From this 
formulation an expression for stopping power of a compound medium may be 
given by 
comp - f[ ) ni'Si 2-13 
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where N is the number of atoms or molecules per unit volume in the medium, 
and nj and Sj are the number of atoms per unit volume and stopping power of 
the i'th element in the compound, respectively. Deviations from this rule may 
occur due to chemical binding of atoms into molecules and the physical phrse 
of the stopping medium, but it is generally assumedSS.S1*) that these effects 
have little influence on the average energy loss. The largest deviations, 
however, in actual stopping power from that obtained from eq. 2-13 may occur 
at energies in and below the transition region, i.e. below approximately 0.2 
MeV/amu, and for organic media containing hydrogen. For organic media the 
measured and calculated stopping power may deviate as much as 50H53) at the 
lowest energies. 
2.7 The radial dose distribution around a heavy ion 
Calculation of the radial dose distritution D(z,B,tra0) around the path of a 
penetrating ion is one of the basic functions in the track structure theory. 
This function relates the inhomogeneous distribution of absorbed energy to a 
distribution of radiation effects, an integration of which over the whole 
irradiated volume expresses the average response of the medium. Extensive 
measurements of cross sections for 6-ray production in ion-molecule interac-
tions have been made and various models for calculating the radial dose dis-
tribution have been proposed7,56-59). 
In this work the energy and angular distribution of 6-rays ejected, when the 
ions undergo ionizing collisions with the atoms and molecules of the medium, 
are fundamentally based on the Rutherford scattering formulation, where the 
electrons of the medium are considered as free and the binding energies are 
neglected. The number distribution differential in energy of the 6-rays is 
calculated from Bethe theory55), and the energy distribution calculations for 
the 6-rays are based on fitted parameters from published range-energy rela-
tions for electrons below 10 keV. Some assumptions have been made, and sim-
pxi.fications are introduced for ease of calculation and in order to reduc 
the computer time for track segment calculations, which are very time consum-
ing. These assumptions are: 1) 6-ray calculations are continuous instead of 
stochastic; 2) energy deposition by 6-rays alone have been considered; 3) the 
Bethe formulation for the 6-ray energy distribution is used also for energies 
below electron binding energies, where the Bethe theory clearly contradicts 
experimental evidence and present theoretical predictions60), and U) the 
6-rays are assumed to be ejected perpendicular to the ion's path. Apart from 
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smaller differences due to the chemical composition of the medium, there 
exists fairly good agreement between the absolute electron energy distribu-
tion found from the Bethe formulation and experiments61~63) at electron ener-
gies down to 100 eV. According to the Bethe theory of 6-ray distribution most 
of the electrons are emitted at large angles with the direction of the inci-
dent ion but with low energies, whereas a diminishing number of electrons of 
high energy are emitted in the forward direction, e.g. the maximum angle 
being 90° for zero energy and 0° for the maximum electron energy (see Appen-
dix I). Recent investigations^) of angular distribution of 6-rays produced 
by protons of 0.3 to 2 MeV show that electrons ejected with low energy (< 50 
eV) are nearly isotropically distributed especially for high-energy protons. 
As the energy of the primary ion increases the angular distribution becomes 
peaked at an angle of approximately 45° with the incident direction, and at 
the maximum obtainable energy the electrons are preferentially ejected in the 
forward direction. It has further been shownG'*) that the spectrum of 6~ray 
energies does not depend on the specific chemical composition of a low-Z 
medium for 6-ray energies above 30 eV, but only on the electron density. That 
these approximations are plausible appear from the following, where a com-
parison is made of calculated dose distributions with experiments and distri-
butions obtained from continuous slowing down calculations involving stochas-
tic processes. 
From the above considerations an expression for the radial dose distribution 
around the path of a penetrating ion is derived for which a detailed descrip-
tion is given in Appendix 1. The dose distribution calculations have been 
performed first, by means of a linear (projected) range-energy relation for 
the 6-rays as used by Butts and Katz7) in their original work, and secondly 
by means of a power-law range-energy relation, which is a superior fit to 
experimental data. A comparison of these two calculations and the influence 
on the final data of relative effectiveness are described in an article18) 
attached (section 12). The linear relation r - k^-'u with r equal to the 
range and u equal to the energy leads to a dose distribution formula given by 
D(z,a.t> - n ; . f ; . p 4 , . [i-!max] 2-1* 
This formula is in the track structure theory called the point target dose 
distribution and describes the dose to sensitive elements of infinitesimal 
size as a function of the effective charge z and relative velocity g of the 
ion and of the distance t from the path of the ion. N is the number density 
of electrons of charge e and mass m in the medium of density p, and tmax » 
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ki*P_1 ,<JJmax is t n e maximum range of the 6-rays. un,ax * 2mc2B2(1-B2)~I is the 
maximum energy of the 6-rays. 
The power-law relation r = k^'w01 leads to a point target dose distribution 
given by 
««.•.» • i? • F • • • i • h • li- iJu' 
and a maximum range of the 6-rays given by 
W = j ' ka • o>max - j ' k2 • (2mc282/(1-62))a 2-16 
where a = 1.67 and k2 - 5.2»10~10 kgm~2eV~a are found by fitting to published 
data. Many range quantities have been defined either from experiments65*72) 
or from theoretical approaches?3~76), where the experiments have dealt with 
projected range or transmission range, and theoretical path lengths have been 
derived from Monte Carlo calculations of a continuous slowing-down approxima-
tion model. In Fig. 4 are shown published data of mass-range as a function of 
energy for electrons in water as well as the fitted power-law curve used in 
this work. The published data, which are obtained for various low-Z materi-
als, are corrected for electron density by r^Q = r m e d i u m.(A m e d i u m/A H 2o)' 
(Zfj o/zmedium)» where A and Z are atomic mass and atomic number, respective-
ly. 
The radial dose distributions calculated from eqs. 2-11 and 2-15 have been 
tested by comparison with experimental data??) and continuous slowing down 
model calculations??) for 12 MeV 79Br ions in a tissue-equivalent unit-den-
sity gas (Rossi-type). The results are shown in Fig. 5 and in Table I. The 
percentage deviation of calculated values using eq. 2-1U from those experi-
mentally obtained varied from +267 to +7$ with root mean square deviation of 
39? over the range of distances from the ion path of 0.5 to 70 nm. ResuHs 
obtained by using eq. 2-15 varied from +77 to -36$ with a root mean square 
deviation of 12$. It should be noted, however, that according to the refer-
ence 77 a too low energy deposition is observed in the experimental case at 
very small distances (< 1.35*10"9 m) from the ion's path. This could be due 
to an increase in W-value at lower radii and/or to a lack of charge equilib-
rium in the ionization chamber with which the energy deposition was measured. 
The authors77) assume that 60$ of the total energy should be deposited within 
the stated range in contradiction to a measured value of 23$. Accuracy of ex-
perimental data was not stated. 
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Radial dose distribution calculations by means of eqs. 2-14 and 2-15 have 
further been compared with experimental data and continuous slowing down 
model calculations for 1 MeV protons in a tissue-equivalent unit-density 
TE-gas. The data were read from published57) curves.The results shown in Fig. 
6 show calculations of eq. 2-15 to confirm with results obtained fron the 
continuous slowing down approximation, but disagree with the experimental 
data to a higher extent than the comparisons made in Fig. 5 with the bromine 
ions. The root mean square deviation is 141 of calculated values from eq. 
2-15 compared to experimentally obtained values. The accuracy of the experi-
mental data was not stated. 
The radial dose distribution calculations from eq. 2-15 have been compared to 
experimental data78) for 0.262 MeV/amu lZ7l and 2.4 MeV/amu '*0 ions. The 
ratio of experimental-to-calculated doses as a function of the distance from 
the particle track is shown in Fig. 7. In the experiments the effective 
charge was calculated from the formula of Nikolaev and Dmitriev*'''). The for-
mula given by Ziegler45) gives almost identical z for 2.4 MeV/amu "0 ions 
but about 10$ lower z for , 2 7I. This difference has been corrected for in the 
calculations shown in Fig. 7. The larger discrepancy for the 2.4 MeV/amu "0 
data is due partly to the experimental data being approximately 20) too high 
due to too high an assumed value for W as discussed by Baum et al.78). w is 
the energy required to create an ion pair. Below 1 nm experimental data are 
too low due to lack of charge equilibrium. 
Radial dose distributions in water calculated from eq. 2-15 agree with pub-
lished theoretical data56) for 2 NeV/amu C-ions, 8 MeV/amu Ne-ions, and 90 
MeV/amu Fe-ions with a root mean square deviation of 10, 8, and 6%, respec-
tively, over the range of distances from 0.3 to 10s nm. Results are shown in 
Table II. The root mean square deviations for the radial dose distributions 
calculated by means of the linear range-energy relation are 29, 22, and 14), 
respectively. 
In the calculation of the activation cross section o for a medium, an average 
dose deposited in the sensitive element must be used. As described in section 
2.4 .he medium is assumed to be made up of sensitive elements in the shape of 
cylinders with radius equal to a0, and with the axis of symmetry parallel to 
and positioned at a distance t from the ion's path (Fig. 8). Though different 
parts of the cylinder experience different doses in the strongly varying 
field around the ion's path, the dose-response is determined by the average 
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dose delivered to the element. This dose is called the extended target dose 
and is given by 
— i
 ft+a0 
D(z,6,t,a0) - ^ j D(z,B,t).A(t,a0)dt 2-17 
where A(t,a0) is a geometry function determined by the shape of the sensitive 
volume element (Fig. 9). For a cylinder this function is given by 
A(t,a0) - 4 Arctg • CaJ-(t0-t)2]/[<t0+t)2-a5] for (t0+t) > a0 
2-18 
A(t,a0) « 2TT for (t0+t) <_ a0 
wnere t is the variable distance in the calculation of the extended target 
dose to the sensitive element, the center of which is placed at a distance t0 
from the ion's path. In the computer calculation of the extended target dose 
t0 is used for ease as the variable distance from the ion's path to the cen-
ter of the sensitive element, whereas t is kept as the variable distance 
within the sensitive element, (see Appendix 1). 
The extended target dose distribution calculations from eq. 2-17 are shown in 
Fig. 10 for the 64 MeV " 0 ions investigated in this work and for an infini-
tesimal thick segment cf the dye film. It is characteristic that the dose 
distribution profiles have a flat top extending to a distance from the ion's 
path corresponding to the radius a0 of the sensitive element. The ion's path 
?s assumed to penetrate the sensitive element at its center, and the plateau 
of the? dose distribution profile equals the average dose to that element, 
which is considered separately from the rest of the medium. The total energy 
of the 6-rays with energy large enough to have ranges greater than a0 is cal-
culated by an integration of the point target dose profile (eq. 2-15) from 
the distance t - a0 to the maximum range tmax of the 6-rays. This distance 
from a„ to tmax is called the track. The energy deposited in the central 
element, the core, can then be calculated as a subtraction of the energy 
deposited in the track by the 6-rays outside the central core from the total 
energy deposited by the penetrating ion. The total energy is found from the 
collision stopping power. From this procedure of calculating the dose to the 
central core excitation energy deposited by the penetrating ion is taken also 
into account, whereas the energy to the track is due only to 6-rays. 
The dose distribution profile of a heavy charged particle may be divided 
schematically into three concentric zones as shown in Fig. 11. The central 
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zone is characterized by an area of high energy density where saturation of 
activation is dominant. A large part of the particle energy may be deposited 
within this area, but the contribution to the total effect is negligible 
because the area is comparatively small. In the intermediary region surround-
ing the central area saturation diminishes .The energy density is high and 
may be above the characteristic D37-dose, which means that the dose-response 
is subliiiear. Finally, there follows a large peripheral zone with low energy 
density where the dose-response is linear. The total effect of activation 
will be determined by the distribution of energy among these three zones, 
where low effectiveness is highly probable in the central and intermediate 
zones leading to a decreased total effectiveness of the ion as compared to 
the effect for the same absorbed dose from low-LET radiation. 
Looking at the dose distribution profile in Fig. 10, the effectiveness of 
radiation from a heavy charged particle may be explained qualitatively from a 
horizontal line drawn at a dose equal to D J 7. If this line lies above the 
plateau of the extended-target dose profile, the average integral dose rela-
tive to the characteristic dose, D/D,7, will always be less than 1 for all 
sensitive elements affected by the ion with only a small loss in effective-
ness. This leads to RE * 1. If the horizontal line is below the plateau, 
D/D37 will be greater than unity with resulting saturation and waste of en-
ergy in a part of the sensitive elements. This leads to RE < 1. A Taylor 
expansion of the exponential term in the expression for P(z,g,t,a0) (eq. 2-2) 
shows that for values of D « D 3 7 the cross section (eq. 2-3) to a good ap-
proximation is given by 07 • D/D37, which leads to a value of RE (eq. 2-6) 
equal to unity. 
2.8 Why experimental testing of the track structure theory? 
The track structure theory was originary developed to predict dose-response 
characteristics and radiosensitivies of enzymes and viruses irradiated with 
high-LET radiation. The theoretical work by Katz has mostly been tested 
agai-.ct experimental data derived from the work of other investigators. Ex-
cept for investigations with biological systems the theory has been tested 
against the following experiments with: enzymes and viruses7), photographic 
emulsions31»35,37t80), etchable tracks in dielectrics8l), thermoluminescent 
dose meters5,6,36,82), the radiochromic dye tilm^it^), radical formation in 
amino acids83.81<), the Fricke dose meter32), and Nal scintillators?). Since 
very few of these experimental investigations were carried out over a suffi-
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ciently broad spectrum in LET or z and B, it has not been possible to make a 
detailed test of the predictions of the theory. 
In order to test and improve the theory in details the theoretical work could 
with advantage be followed up by systematic experiments designed to test 
certain parameters and procedures of calculation. Conversely, experimental 
data could give rise to improvements in theory, because the experiments were 
performed only in order to yield information about a certain detector in the 
context of the development of the model. 
3. THE RADIATION DETECTORS 
3.1 The radiochromlc dye film 
One radiation detector used in this work is the nylon-based FWT-60 dye film, 
commercially available from Far West Technology Inc., 330 Kellogg, Goleta, 
California, USA. This thin radiochromic dye film dose meter contains a leueo-
cyanide, hexahydroxyethyl pararosaniline cyanide [C,H„N(CaHH0H)2]3C-CN, which 
is transformed into a coloured state, the dye, by absorption of energy from 
ionizing or exiting radiation. The radiochromic leucocyanide, 10-15% by 
weight, is dissolved in a nylon matrix (C12H22N202)n. Upon irradiation the 
C-CN bonds are heterogeneously broken and the triarylmethane groups become 
the highly coloured carboniurn ion. This reaction takes place upon irradiation 
with particle energies exceeding the C-CN bond strength which is about 3.8 
ev85). 
The dye has a broad absorption band in a part of the visible spectrum with a 
maximum at 604 nm. In this work the response to radiation is mostly measured 
at the wavelength of 510 nm, which is on the edge of the absorption peak, and 
expressed as an increase of optical density per unit film thickness, AOD/rnm. 
The dose meter is supplied in pieces of 1x1 cm2 with an approximate thickness 
of 55-um. For some of the experiments a very thin FWT-60 film has been used 
with a thickness of 5 um, but with the same material and content of leuco-
cyanide. These very thin films have been measured at 60t nm. 
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A thorough investig?Lion, described in details in a published articled) 
attached in section 12, has been made of the problems involved in using a dye 
film dose meter for precision dosimetry. This investigation includes: the 
optical absorption spectrum at various dose levels and radiation qualities, 
kinetics of build-up and fading of coloration after exposure to high and low 
doses, the saturation dose-response level, bleaching at very high doses, 
comparison of dose-response after irradiation in air and vacuum, dose rate 
effects at high doses, and temperature dependence of the dose-response. These 
investigations of the dye film were a necessary supplement to previous inves-
tigations85-98). 
The light absorption spectrum of the dye film irradiated with low- and high-
LET radiation (Fig. 12) shows that irradiation with different radiation 
qualities to the same medium-range light absorption level causes the same 
shape of the spectrum. This shows that the formation of dye is independent of 
how the energy is deposited in the film, either by homogeneously distributed 
ionizations and excitations as from Y-ray photons and fast electrons or by 
highly inhomogeneously dii <<ributed 6-rays from high-LET particles, or by 
excitation alone as from UV-light. 
The leucocyanide does not change into the coloured state immediately upon 
irradiation, but intermediate species are formed with an absorption maximum 
at Ml 2 nm. These rather short-lived species decay and the blue coloured dye 
is formed with an absorption maximum at 604 nm (Fig. 13). The build-up of 
coloration takes place within the first 10-20 hours after irradiation. There-
after a decline in response is observed until about 100 hours after irradia-
tion (Fig. 14). The rate of build-up is dose and dose-rate dependent and the 
build-up depends further on the content of oxygen and water in the film mate-
rial during irradiation. Despite these differences in the time-course of 
build-up no significant difference in dose-response was found, if the read-
ings of response were made at the time for maximum coloration. Neither did 
irradiation in vacuum versus that in open air influence the final response. 
The wavelength of 494 nm is an isosbestlc point99) (Fig. 13) which is stable 
in time within the first 24 hours after irradiation and thus independent of 
build-up of colour. The sensitivity, however, of the film to irradiation is 
reduced by a factor of 2.5 as compared to measurements at 510 nm. The manu-
facturer of the film recommends measurements at 604 nm for Y-ray and electron 
doses below 30 kGy and at 510 nm at higher doses. These wavelengths of meas-
urements have been used as well in order to compare our findings with the 
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ones of other investigations. 
Previous investigations87-89) have shown the film to be dose rate independent 
at low to medium doses except at very low dose rates96,97), < i Cy s"1. The 
present work shows (Figs. 15 and 26) differences in saturation optical den-
sity, which may be due to dose rate effects at high doses. This effect is 
discussed in section 7.2. 
The dependency of dose-response on temperature during irradiation of the dye 
film has been monitored at the spectrophotometer wavelength of 510 run. The 
temperature effect was found to be dependent on dose having an average in-
crease of 0.6X/°C anl C.9%/°C for the dose levels of 10 and 100 kGy in the 
temperature interval of 20 to 50°d9) (Fig. 16). 
For purposes of calculating the effective charge and stopping power of 
charged particles penetrating into the dye film, equivalent atomic number and 
atomic weight for the compound material have been found to have the values of 
5.94 and 11.77, respectively. The equivalent molecular weight My and average 
number of electrons per molecule ne have been found to be 261.2 and 112.6, 
respectively. My and ne are used in the calculation of the radial dose dis-
tribution due to 6-rays ejected from the path of a heavy charged particle, 
and the constant C - 2nNe"/mc2, used in section 2.7 and in Appendix 1, gets 
the value of 1.S^S-10~'2• p joule/m for the dye film, p - 1.13-103 kg/m1 is 
the mass density of the dye film. The above values are calculated for the dye 
film consisting of 10% dye and 90$ Nylon 66 by means of Bragg's additivity 
rule52). 
The radiation sensitive element is the leuco dye molecule, the radius of 
which is approximately 10"' m. The energy deposited in the molecule will 
migrate within the molecular structure and break the weakest bond, which is 
the C-CN bond. This means that an interaction process involving energy depo-
sition above i certain threshold will turn the leuco dye into the coloured 
state independent of where the event takes place within the molecule. 
The dye film must be handled and kept in dark as it is sensitive to daylight 
and fluorescent light. Normal handling procedures may be made in incandescent 
light. 
Dose-response curves of the radiation qualities under investigation will be 
dealt with in section 6.1. 
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3.2 The alanine radiation detector. 
Commercially available purified crystalline amino acid L-o-alanine has been 
investigated for use in radiation detection. The chemical composition of 
alanine (CH3-CHNHj-C00H) is close to that of tissue, thus providing similar-
ity to biological systems in absorption of radiation energy. The microcrys-
talline powder is compressed into pills, 4.5 mm in diameter by 2 mm in thick-
ness, with 5% by weight cellulose (C6H,005) added as a binding material36). 
The cellulose binding material was found to have a negligible effect on the 
ESR signal after irradiation to doses above 10 Gy. The covalent bonds of the 
amino acid formed by a pair of valence electrons with opposite spin offer a 
zero magnetic momentum. Ionizing radiation exposed to the system causes a 
rupture of „hese bonds resulting in two paramagnetic species each having an 
unpaired electron. Through a series of reactions these species are converted 
into a free radical which is highly stable in time and may be detected by 
means of electron spin resonance (ESR) spectroscopy100,101). This radical has 
the chemical composition of (CH3-CH-CO0H). By this measuring technique the 
free radicals may be detected qualitatively as well as quantitatively and 
represents a measure of the amount of energy imparted to the material!02). 
The spectrum of alanine irradiated with low- and high-LET radiations (Fig. 
17) shows that irradiation with different radiation qualities to the same 
ESR-signal causes the same shape of the spectrum. The formation of the de-
tected radicals is thus independent of how the energy is deposited, either 
homogeneously distributed as from "Y-rays and fast electrons or inhomoge-
neously as from 6-rays ejected by the passage of heavy charged particles. 
In this work the ESR signal is not measured until 5 minutes after irradiation 
at which time the radical formation in the alanine has stabilized. No build-
up of radicals has been observed after exposure to low or high doses at room 
temperature, nor has fading of the ESR signal been observed for doses below 
the D37-dose, even 1-1/2 year after irradiation. At doses above the D37-dose 
fading increases with dose to approximately 20$ at saturation dose measured 7 
months after irradiation. A detailed investigation of fading has not been 
performed in this work, but other investigators83,84,103-106) claim that no 
fading occurs over several years for L-oralanine irradiated to medium-range 
doses and stored at room temperature and under normal laboratory humidity 
conditions. 6ne investigatoH07) has found DL-o-alanine to fade by approxi-
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mately 18% up to 100 hours after irradiation, whereafter the ESR signal was 
constant for at least 700 hours. The irradiation dose, however, was not 
stated. 
Previous investigations103*106) have shown L-a-alanine to be dose-rate inde-
pendent even at high doses (350 kGy) to a maximum dose rate of 10* Gy s"1. 
l'nis work confirms these findings at doses below the DJ7-dose, but shows, as 
also observed107) for 2,0Po a-particles, a decline in the ESR signal at satu-
ration coses for irradiation with heavy charged particles of increasing LET. 
This effect is ascribed to a high ionization density caused by either a high 
dose rate in the track of a heavy charged particle or crossing tracks107). 
The same authors, however, observe a change in the hyperfine structure of the 
ESR signal for irradiation with 210Po a-particies, which we do not 
observe at irradiations with heavy charged particles. At saturation we find a 
- 10% increase in the ESR signal for irradiation with 10-MeV electrons with a 
dose rate of 5*107 Gy s*1 compared to irradiation with "Co Y-rays with a 
dose rate of 14 Gy s~'. 
The dependency of dose-response on temperature during irradiation of L-o-
alanine has been thoroughly investigated103~106)f and it has been found that 
the ESR signal increases linearly with irradiation temperatures between -10°C 
and +90°C. The increase in ESR signal is 0.18%/°C at doses below 10" Gy and 
0.31%/°C at a dose level of approximately 105 Gy. The temperature during ir-
radiation and measurement have been kept at room level in ; is work, and this 
is why the temperature effect has not been taken into account. 
Dose-response curves of the radiation qualities under investigation will be 
dealt with in section 6.3. 
The alanine dose meter pills have been manufactured in the Accelerator De-
partment at Risø and kept under normal humidity and room temperature condi-
tions and in the dark during storage. This is in regard to both unirradiated 
and irradiated samples. An influence of daylight or fluorescent light to the 
ESR signal before and after irradiation for normal handling procedures of the 
dose meter has been found to be undetectable. 
For calculating the effective charge and stopping power of charged particles 
penetrating into the compressed alanine pills, equivalent atomic number and 
atomic weight for the compound material have been found to be 6.49 and 12.91, 
respectively, fine equivalent molecular weight M^ and average number of elec-
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trons per molecule ne have the values of 92.65 and 49-9, respectively. The 
constant C « 2wNeVmcl used in section 2.7 and in Appendix 1 for calculation 
of the radial dose distribution around the ion's path attains the value of 
1.32l«10~,2»p joule/m for alanine, p - 1.21*10* kg/m* is the mass density of 
the alanine pill. Th?se values are calculated for a compound consisting of 
95} pure alanine and 5% cellulose by means of Bragg's additivity rule52). 
The radiation-sensitive element, which is the target for the present ESR 
spectroscopy, is the carboxyl-amino group of the L-o-alanine system; its size 
is approximately 10"* m. The energy deposited in the alanine macromolecule 
generates several radicals108). Hence, it is assumed that the imparted energy 
is able to migrate within the molecule and the generation of the stable, 
dominant radical is independent of where the event takes place within the 
macromolecule. 
4. IRRADIATION FACILITIES 
tt.l '"Co Y-ray source 
The Y-ray irradiations have been carried out at the Risø 3.7'1011* and 
1.1 •10l- Bq 60Co facilities109) both of which are calibrated with Fricke do-
simeters with G(Fe+++) - 15.6 H O ) . The dose rate of the S^'IO1- Bq facility 
was T» Gy s"1 and 1 Gy s"1 for the 1-1-10*- Bq facility. 
Irradiations of dye film and alanine were carried out under the same irradia-
tion conditions as was the calibration, namely in a nylon container of wall 
thickness of 1 cm ensuring electron equilibrium. The dose calibration is 
accurate to within ± 21. 
k.2 Electron linear accelerators 
Irradiations with fast electrons have been carried out on the Risø 10-MeV 
electron linear accelerator111) in a bent beam and straight ahead beam mode. 
The bent-beam mode is accurately dose calibrated for single step doses of 
maximum 5'10" Gy, whereas the straight-ahead beam mode is uncalibrated but 
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can be used for irradiation of s ingle-step doses to any dose level and under 
different environmental conditions. 
In the bent-beam mode (Fig. 18) the samples to be irradiated are placed in a 
tray on a conveyor belt and transported to the irradiation zone, which is a 
10-MeV electron beam scanned in the transverse direction of the conveyor belt 
movement. The beam is pulsed with 200 pulses per second each having a pulse 
length of 1 ws. The dose rate in the pulse s 5-107 Gy s"1. The dose to the 
sample is controlled through the speed of the conveyor. The energy of the 
electrons is determined by the current in the bending magnet. Maximum dose 
given to the sample at each run is 5*10* Gy as higher doses will cause exces-
sive heating (2.5°C per 10" Gy in water). The samples are irradiated ir. open 
air. The radiation field is calibrated by water calorimetry112-1l4). ^h« 
water calorimeter is a 1.5-cm thick petri dish filled with water, the tem-
perature increase of which is measured with a built-in thermistor. The calo-
rimetric body is encapsulated in styrofoam in order to prevent heat exchange 
with the surroundings. 
Irradiations of dye film and alanine in the bent beam mode were carried out 
in a Perspex block of the same thickness in kg/m2 as the calorimetric body, 
and the samples were placed in the block at a depth corresponding to average 
dose in the water calorimeter. This depth was determined from the depth-dose 
curve of 10-MeV electrons in water (Fig. 19). 
In the straight-ahead beam mode the samples to be irradiated were placed in a 
chamber connected to a beam tube of the accelerator beam-handling system 
(Fig. 20). This chamber was also used for irradiations on the tandem Van de 
Graaff accelerator. The chamber is separated from the accelerator vacuum sys-
tem by a 0.2-mm aJuminum foil window allowing the chamber either to be evacu-
ated or filled with a gas at different temperatures. The electron beam is 
pulsed with a pulse rate of 25 pulses per second and a pulse length of 4 ys. 
The electron energy can be controlled in an energy-analyzing spectrometer 
connected to the beam-handling system. 
Before the electron beam enters the irradiation chamber it is dispersed in 
the vertical plane by a doublet quadrupole magnet. A spreading of the beam in 
the horizontal plane occurs in the switching magnet of the beam handling 
system due to energy inhomogenelty of the electron beam leaving the accelera-
tor, A double set of beam-defining slits are mounted in front of the sample 
in order to collimate the beam. This collimator set-up is constructed such 
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that the breasstrahlung generated by the stopping electrons in the slits is 
attenuated appropriately. The dispersed and colliaated beaa produced a homo-
geneous irradiation field in which the target was placed. To ensure homogene-
ity an irradiated film was scanned across the irradiated area by Beans of a 
scanning spectrophotometer. Host of the electrons penetrating the target 
sample were picked up by a Faraday cup chus diainishing the influence froa 
back scattered electrons. As the pulse-to-pulse variation of the current in 
the beaa is saall (< 1.8}). the energy fluence is proportional to the nuaber 
of pulses which are counted tor dosiaetry purposes. The dose calibration is 
performed by comparing the sample response for a given number of pulses with 
the dose-response of the same kind of sample irradiated in the bent-beam mode 
to a dose of less than 2*10* Gy. The dose rate in the straight-ahead beaa 
aode corresponds to the dose rate in the bent beam-mode. 
The dose calibration in the bent-beam aode is accurate to within ± 2%, while 
the dose in the straight ahead beaa mode is accurate to within approxiaately 
± «»*-
For intercomparison of doses given at the Rise linear accelerator and doses 
given at the University Hospital in Herlev, irradiations were performed with 
a 4-MeV and a 20-MeV radiation therapy linear accelerators. These accelera-
tors are pulsed operated as well with a pulse repetition rate of 300-600 
pulses per second and a pulse length of 2 us giving a dose rate of 80 Gy s-1 
in the pulse. The homogeneously irradiated area is 10 cm«10 ca. 
The dose calibration was performed in a Perspex phantom with an ion chamber 
placed at the maximum of the depth dose curve. The ion chamber was then re-
placed by the samples fixed into the proper position in a small block of 
Perspex. The dose calibration is within ± 2%. 
t.3 Tandem Van de Graaff accelerator 
The ion-beam irradiations were carried out on the tandem Van de Graaff ac-
celerator at the Niels Bohr Institute. This accelerator has a maximum termi-
nal voltage of 9-MV with a stability of the final beam energy exceeding 10-
keV independent of the kind of particle with atomic mass less than approxi-
mately 16. The energy and charge state of the accelerated ions were kept 
constant after a 90° analyzing magnet which was controlled by nuclear mag-
netic resonance detection. The average dose rate for most of the experiments 
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was approximately 10* Gy s~*. and unlike the linear accelerator the bean 
current in the Van de GraafT accelerator is continuous dc. A layout of the 
accelerator and tue beaa handling systea is shown in Fig. 21. 
The experimental equipment, aounted on to beaa tube 7. was an aluainua cham-
ber in direct connection with the vacuus of the beaa handling systea. The 
equipment was designed and constructed in cooperation with Hads Hille at the 
Accelerator Departaent. In front of the equipaent was a vacuua valve for 
closing off the beaa tube, when the chaaber was opened for change of target 
saaples. An oil diffusion puap together with a roughing puap were used to 
evacuate the chaaber to a pressure of 10~* Pa before opening the valve. 
To ensure beaa hoaogeneity on the irradiated area, the particle beaa was 
dispersed by a magnetic field froa a triplet quadrupole aagnet. Subsequent 
colliaation was carried out by two sets of thin collimators constructed and 
positioned such that secondary electrons and scattered ions originating froa 
the slit edges were prevented froa reaching the target. A pair of slits, 3»3 
BB 2, was later changed to slits having an aperture of 1 »6.6 am*, with the 
largest dimension in the vertical plane. To liait effects arising froa secon-
dary electrons escaping froa the Faraday cup, a magnetic field of 0.5 T per-
pendicular to the beaa axis was applied at the entrance to the cup. The 
strength of this field was determined froa the magnetic rigidity of the sec-
ondary electrons of maximum energy and the dimension of the Faraday cup open-
ing. Additionally an electron shield ring with a potential of *5 kV was 
mounted between the target saaple and Faraday cup. 
The absorbed dose in the sample was calculated from particle fluence and 
stopping power values. The particle fluence was determined froa an integra-
tion of the ion current to the Faraday cup, and the energy and charge state 
of the ions were measured in the analyzing spectrometer of the beam-handling 
systea. During the irradiation three target saaples were mounted around the 
periphery of a rotating wheel carrying them through the beam path. When the 
samples were in the beaa path the integration or the current from the Faraday 
cup was interrupted, thus avoiding corrections for the change in charge state 
of those ions penetrating the target and uncontrolled interruptions of the 
beam for total absorbing targets. Further, corrections are avoided for parti-
cle number attenuation, scattering froa tne film edges, large-angle scatter-
ing, and secondary electrons escaping froa the back side of the detector. The 
interruption was controlled by cutting off the light path in an optical cou-
pler by another wheel running synchronously to the wheel on which the target 
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samples were scunted (Fig. 22). The wheel was rotated with approximately 200 
rpa which made the intervals between irradiation of the samples and measure-
ment of the beam current very short, thus diminishing the influence from 
fluctuations in beam current with time. Irradiation of three samples at each 
run prevented random spread in measured response of the irradiated sample and 
in the measured charge. 
The electric charge, Qbeam. transported by the ion beam into the irradiation 
chamber is obtained from a measurement of integrated current to the Faraday 
cup, charge O^p, as 
Qbeam * Qcup
 2 T - p+ - p 'Ucup *""1 
where
 T is the pulse length in terms of radians of the signal from the opti-
cal coupler, and p»* is the number of pulses per revolution of the wheel 
(Figs. 22 and 23). The ratio of particles hitting the target sample to those 
entering the irradiation chamber is l/2*r, where 1 is the width of the colli-
mating slit and r the radial distance to the target center when the target 
sample is mounted on the rotating wheel. 
The particle fluence • hitting the target sample was determined by 
« . ^»P H-2 
k'-n-e'h^wr 
where n is the charge state of the ions, e the charge of the electron, and h 
the vertical dimension of the collimating slit. From measurement of the size 
of the irradiated area on a film fixed at the target sample position, beam 
divergence was found to be negligible. The absorbed dose in the sample was 
then calculated from the track average electronic stopping power in the sam-
ple Sav and the particle fluence • as 
1 Sav»Qcup 
D -
 r S a v * - k.k'.n.e.h.2ir.r *"3 
with k - 6.24*10>2 MeV kg~lCy~> as a conversion constant. A detailed deriva-
tion of the dose calculation is given in Appendix 3. 
The charge measurements have an uncertainty of 2% found from repeated meas-
urements of an integrated discharge current from a 1.5 V battery through a 
200 NO resistor. This discharge current is of the same order of magnitude as 
the beam current into the Faraday cup. The current meter was a "Keithley 
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Instrument 414A Picoammeter", the output of which was 1 volt for full scale 
deflection. The integrator was a "Dymec Integrating Digital Voltmeter, Model 
2401Bn, the integration of which could be stopped by a +5 volt input pulse 
and the integrated signal stored during stop. 
5. PROCEDURES OF DOSE-RESPONSE MEASUREMENTS 
5.1 Measurements on the dye film 
The response cf the irradiated film samples was measured by means of a scan-
ning spectrophotometer!15) with a nigh spatial resolution. Variations in the 
optical density, either due to variations in film thickness or inhomogeneity 
in the radiation field, can thus be detected very precisely by the scanning 
technique. The effective slit height and width is 50»10 um determined by the 
dimensions of the analyzing light beam on the surface of the film sample. 
Special care has been taken to avoid interference of the light reflected from 
the film surface and to take scattering of the transmitted light into ac-
count. The output from the spectrophotometer is plotted on an x-y recorder, 
and the complete read-out system has a very short rise time ensuring photo-
metric measurements of light changes occurring over small distances. The 
complete instrument is calibrated to an optical density of maximum 3.5 by 
means of a photographic step tablet supplied by the U.S. National Bureau of 
Standards. The light-absorption spectra, as shown in Figs. 12 and 13, were 
carried out on a Pye Unicam SP8-400 spectrophotometer. 
In Fig. 24a is shown a scan across a whole film sample homogeneously irradi-
ated with Y-rays. Small spikes on top of the optical density signal are due 
to film irregularities, dust, and electrical noise. In Fig. 24b a scan across 
the whole film sample irradiated with 16-MeV protons is shown. The irradiated 
area is in the middle of the scan and the optical density signal on both 
sides of the irradiated area is the background optical density of the unirra-
diated film. In situations where the irradiated area on the film is inhomo-
geneously irradiated, the maximum optical density for a certain part of the 
area was used, and the measured dose was corrected accordingly. This proce-
dure, of course, easily involves inaccuracies, but was applied only at satu-
ration doses where the maximum optical density is of interest and where the 
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optical density is a slow function of dose. At lower doses the optical den-
sity reading of an inhoraogeneously irradiated fil« was averaged by an inte-
gration technique by means of a planimeter. 
The thickness of each film sample was carefully measured by means of an elec-
tronic gauge unit. To prevent a random inhoaogeneity in the film casting 
being decisive, the thickness was measured at different places on the irradi-
ated area. 
The film response to radiation is expressed as an increase of optical density 
per unit film thickness, AOD/mm, measured at the spectrophotometer wavelength 
of 510 run for the 55-urn thick film and at 604 nm for the 5-ym film. 
5.2 Uncertainty in dose-response measurements on the film 
The uncertainty on dose-response data for the dye film consists of a random 
uncertainty and a systematic error. The overall uncertainty at 95% confidence 
level as defined by The International Atomic Energy Agency! 16) j S calculated 
from 
U - «f Xx! • 1.13 Ix? 5-1 
j J i 1 
where xj is the random uncertainty and xj is the estimated maximum systematic 
error of the individual data points. For the 55~ua and the 5_um thick dye 
film these figures are as follows: 
Random uncertainty: 
measurement of optical density 
measurement of background optical density 
measurement of film thickness 
charge measurements of high-LET irradiations 
55 urn 5 un 
t 5% 
± 2% 
± 1* 
± 2% 
± 10S 
± 101 
± 2% 
± 2% 
- 1,2 -
± n 
± 1$ 
± 13E 
± 2$ 
± 1? 
± 1? 
Systematic error: 
dose calibration 
spectrophotometer calibration 
stopping power of hign-LET irradiation (E > 0.4 MeV/amu): 
inaccuracy on stopping power data due to compound 
material : ± 10$ ±10* 
The inaccuracy on stopping power data is only relevant for those ions not 
fully absorbed by the medium. For ions totally stopped in the medium the 
imparted energy equals the kinetic energy of the ion. 
The overall uncertainty on a 95$ confidence level on dose-response measure-
ments for low-LET irradiations of the 55~um film is 
U = /52 + 2 2 + 1 + 1.13(22+1) = 6$ 
and for high-LET irradiations of the 55-um film with ion energies above 400 
keV/amu and including inaccuracy due to compound material 
U = A 2 + 22 + 1 + 22 + 1.13(1 + 1 + 102) = 12.2$ 
The overall uncertainty on a 95$ confidence level on dose-response measure-
ments for low-LET irradiations of the 5~um film is 
U - /102 • 102 + 22 + 1.13(2* + 1) - 14.5$ 
and for high-LET irradiations of the 5*um film with ion energies above 400 
keV/amu and including inaccuracy due to compound material 
U - /102 + 102 + 22 • 2 2 + 1.13(1 • 1 + 102) = 18$ 
The dose calibration of the 60Co Y-ray source1°9) and the 10-MeV electron ac-
celerator1^ »113) is accurate to within ± 2$ and the precision at a 95$ con-
fidence level of the response interpretation is ± 5.5$ for the 55-um film 
determined from the uncertainty of the individual measurements involved in an 
experimental data point. 
Ine accuracy of the particle fluence data is difficult to determine, because 
a contamination of the ion beam with secondary electrons and scatter of the 
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ion charge state, due to collisions with the beam defining i. it edges, may 
introduce a systematic failure though precautions against tNese sources of 
error have been taken. The precision at a 95$ confidence level of the meas-
urements including statistic scatter amounts to ± 5.3$ for the 55~um film 
irradiated with ions, but the accuracy of the dose determination depends on 
the tabulated proton stopping power data and the influence from the calcula-
tion procedure of heavy-ion stopping power and of a compound material. The 
uncertainty on the proton stopping power data ranges from 1 to 15%, highest 
for the lower energies 45~47), and the uncertainty on the heavy ion stopping 
power in a compound material is of the same order of magnitude^ 154)p 
The precision of the experimental RE for particles penetrating the 55~um film 
is 13.6$ calculated as the root mean square of the precisions on the low- and 
high-LET dose-response characteristics. The precision on the theoretical RE 
is 11.7? calculated as the root mean squ?.re of the precision on D37 and the 
uncertainties on stopping power data. For particles penetrating the 5~um film 
the precision on experimental and theoretical RE is 23.1? and 17.6%, respec-
tively, determined ab above and for energies above 400 keV/amu. At energies 
below 400 keV/amu and for particles penetrating the 5~um film the precision 
on experimental and theoretical RE is 25.2? and 20.3$» respectively. 
5.3 Measurements on alanine 
The ESR spectra were all recorded at room temperature using a Varian E 3 
spectrometer operating at the frequency of 9.395 GHz and at a constant micro-
wave power level of 8 mW. For those samples homogeneously irradiated to doses 
above 10s Gy, the microwave power level is set at 11 mW in order to achieve 
an optimal ESR signal. The magnetic field setting is 340 mT, the field scan-
range is 25 mT, and the magnetic modulation frequency and amplitude are 100 
kHz and lO-" T, respectively, for all measurements. The receiver gain for 
detection of the microwave absorption signal, the scan time, and the filter 
time constant are changed in accordance with the signal strength in order to 
have a proper size of the signal on the x-y recorder. Attention must be paid 
to the detector bias current, which strongly influences the recorded signal. 
This bias current is before any measurement adjusted to exactly 200 yA. The 
temperature and humidity conditions in the laboratory are continuously moni-
tored and registered. 
- 4i4 -
The alanine pills are placed on top of a vertically mounted quartz tube; on 
lowering the tube the pill is placed accurately and reproducibly in the ESR 
cavity. Before and after a series of measurements the ESR spectrometer sensi-
tivity is checked by introducing a calibrating pitch into the cavity on top 
of the quartz tube. This standard pitch consists of a stable-free radical, 
2.2 diphenyl-1-picrylhydrazyl (DPPH), contained in a sealed quartz tube. 
The ESR measuring technique performs the first derivative of the paramagnetic 
microwave absorption signal by scanning a magnetic modulation signal. The 
detected and amplified microwave signal is recorded on the x-y recorder as 
shown in Figs. 17 and 25. Despite the large dose range there is only a small 
difference in the shape and width of the spectra in Fig. 25, showing that 
possible secondary reactions are negligible. 
A double integration over the total scan range of the recorded ESR signal 
yields the area under the microwave absorption curve. This area is directly 
proportional to the concentration of free radicals, and can be related to an 
absolute concentration through a known standard such as the DPPH or other 
stable radicals. As the shape and width of the spectrum are constant at these 
signal strengths of interest, a measure of the peak-to-peak value of the 
highest peaks will be proportional to thd double integrated spectrum and thus 
proportional to the number of free radicals. In this work the peak-to-peak 
value of the largest peak measured in millimeters serves as the measure for 
the number of radiation-induced free radicals. 
A single pill does not fill the ESR cavity completely. This is why the weight 
of the irradiated part of the pill must be taken into account in the evalua-
tion of the dose-response. For those pills being fully penetrated by the 
radiation the total weight of the pill is used. The weight of the irradiated 
fraction of a pill is determined by the calculated range of the radiation 
being completely stopped in the pill. 
Due to the existence of a small number of unpaired electrons in the unirradi-
ated alanine and to the signal-to-noise ratio of the ESR spectrometer, there 
is a lower detection limit, which at present corresponds to an absorbed dose 
of 2 Gy from a low-LET /"adiation source. 
The response for alanine to radiation is expressed as an increase in ESR 
signal measured in millimeters per unit mass of irradiated alanine, AESR/m. 
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5.1* Uncertainty in dose-response measurements on alanine 
The uncertainty in dose-response data for alanine consists of a random uncer-
tainty and a systematic error. The overall uncertainty at 95% confidence 
level, as defined by The International Atomic Energy Agency116), is calcu-
lated from eq. 5-1 in section 5.2. The data to be used for the alanine pills 
are the following: 
Random uncertainty: 
measurement of ESR signal 
measurement of weight 
charge measurement of high-LET irradiations 
± 0.3? 
± 0.2% 
± 2% 
Systematic error: 
dose calibration 
ESR spectrometer calibration 
stopping power of high-LET irradiation (E > 0.1 MeV/amu) 
inaccuracy in stopping power data due to compound 
material 
± 2% 
t 1* 
± 1* 
± 10% 
The overall uncertainty at 95% confidence level on dose-response measurements 
for low-LET irradiation of alanine is 
U = /0.32 + 0.22 + 1.13(22 • 1) = 2.4% 
and for high-LET irradiations of alanine with ion energies above 400 keV/amu 
and including inaccuracy due to compound material 
U = /0.32 • 0.22 + 22 + 1.13(1 + 1 + 102) * 10.9% 
Uncertainties in the *°Co Y-ray source strength, the 10-MeV electron accele-
rator, and the proton stopping power data are described in section 5.2. 
The accuracy of the particle fluence data is difficult to determine, because 
a contamination of the ion beam with secondary electrons and scatter of the 
ion charge state due to collisions with the beam-defining slit edges may 
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introduce a systematic failure though precautions against these sources of 
error have been taken. The inaccuracy in storing power data is only relevant 
for those ions not fully stopped in the medium. For ions stopped in the me-
dium the imparted energy equals the kinetic energy at the ion. The response, 
AESR/g, and the average dose, energy imparted per unit mass, are both in-
versely proportional to the penetration depth of the ion and as such depend-
ent on the stopping power calculations. This uncertainty, however, influences 
only the position of the actual data point on the dose-response curve at low 
doses but not its position relative to that of low-LET radiation, i.e. the 
experimental relative effectiveness is unaffected by the precision on stop-
ping power data. At saturation doses the level of response will be inversely 
proportional to the weight, and hence dependent on the penetration depth and 
stopping power. This leads to a precision of 2.3J on the dose-response char-
acteristics for high-LET particles determined as a total random uncertainty 
at 95% confidence level. The precision of the experimental RE is 3-351 calcu-
lated as the root mean square of the precisions on the low- and high-LET 
dose-response characteristics. For the 16 MeV protons the precision of the 
experimental RE at 95% confidence level is 11.1t. 
The theoretical evaluation of RE makes use of both the characteristic D37-
dose obtained from the low-LET radiation and the stopping power of the ions, 
and is as such subject to uncertainties from these two factors. The precision 
on the theoretical RE is 10.31 calculated as the root mean square of the 
precision on D,7 and the uncertainties on stopping power data. 
6. RESULTS 
6.1 Dose-response and relative effectiveness of the 55~um thick dye film 
Dose-response characteristics of the dye film have been obtained for the 
following radiation qualities: *°Co Y-rays, 10-MeV electrons, 3- and 16-MeV 
protons, 10-MeV o-particles, 21-MeV 7Li-, H2 MeV '"N-, and 6H-MeV IS0 ions 
covering a range in initial LET of 2-5^30 MeVcmVg corresponding to an aver-
age LET In the film of 2-67M0 MeVcmVg. The dose-response characteristics 
measured at the wavelength of 510 nm are shown in a double logarithmic plot 
in Fig. 26. Each data point consists of measurements of at least three irra-
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diated samples, and the bars indicate the uncertainty at 95} confidence 
level. 
All curves are parallel at low doses with the same slope up to approximately 
AG~)/mm » 10, but the saturation optical densities are different. At doses 
below 5*10* Gy the curves for the low-LET radiations, i.e. '"Co Y-rays and 
10-MeV electrons, are identical, but the maximum optical density per unit 
film thickness is considerably higher for the 10-MeV electrons than for "Co 
Y-rays. These observations have been confirmed by other authors94). Accord-
ingly the D,7 values are 3-3*10* and 1.7-105 Gy, respectively. The saturation 
optical density per unit film thickness for the 42 MeV 1HN- and 64 MeV "0 
ions is the same as for the 10-MeV electrons, whereas the saturation optical 
density per unit film thickness for the 3" and 16-MeV protons and the 10-MeV 
a-particles is between the saturation optical density per unit film thickness 
fo.- '°Co Y-rays and 10-MeV electrons. 
The parallel displacement of the curves relative to the curves for S0Co 
Y-rays and 10-MeV electrons reflects the relative effectiveness, RE, of the 
different radiation qualities. For determination of RE only the linear part 
of the curves in the double logarithmic plot should be used. 
The slope of the curves in the double logarithmic plot is approximately 43° 
indicating sublinearity of the dose-response. This indicates that the Poisson 
distribution function, eq. 2-2 in section 2.4, should be modified with an 
exponent m • 0.94 in the theoretical evaluation of RE though this exponent in 
the hit theory conceptually is a quantized number. The dose-response curves 
for ttie dye film are fitted by the expression 
AOD/mm = (A0D/mm)max.(i- exp(- D/D,,))0«^ 6-1 
for which variations in maximum optical density and D37 are not taken into 
account, but m * 1 is used in the theoretical calculations of RE. 
Because of sublinearity the relative effectiveness of the different radia-
tions can be found with higher accuracy from a change in the initial slope of 
the dose-response curves plotted in a linear scale, Fig. 27. The difference 
between the two sets of results is Insignificant as long as RE is measured at 
the linear part of the log-log curves. Experimentally obtained values of RE 
based on the linear plot are shown in Table III, together with theoretical 
values based on the track structure theory as outlined in section 2 using the 
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Poisson distribution function as expressed in equation 2-2. Theoretical RE-
values based on D 3 7 equal to 1.7*10* Gy and 3-3*10* Gy are also compared in 
Table III. For the heavy charged particles the 55-um dye film is investigated 
here for a thick detector (with the exception of 16-MeV protons), i.e. the 
bombarding particle is either stopped or has lost a considerable amount of 
its initial energy in the detector, hence the measured REs are average val-
ues. The calculated RE has to be an average value as well and is obtained by 
dividing the 55~um thick film into a number of segments, and for each segment 
average values of z, 8, o, and RE are determined. The number of segments used 
must be large enough for the RE to converge. 
The uncertainty in stopping power data influences the determination of ab-
sorbed dose to the film and consequently the dose-response characteristics of 
the ions and measured RE. The measured RE decreases with increasing stopping 
power. The influence on the theoretical RE from uncertainties in stopping 
power is most noticeable at those values of stopping power causing an RE much 
less than unity. A 10% increase in stopping power causes a 2% decrease in 
theoretical RE for the 16-MeV protons, 6% for the 3~MeV protons, and 10$ for 
the 64-MeV "0 ions. A comparison between experimental and theoretical RE is 
then unaffected by the uncertainty in stopping power data for small RE. 
Two different range-energy relations for low-energy electrons have been used 
in the radial dose distribution calculations: linear relation, as used in the 
work of Katz et al., and a power-law relation as described in section 2.7. 
The power-law relation is used in the calculations leading to the results 
presented here. The two sets of results are shown in Table IV and detailed 
described in a published article^*) attached to this work. 
The relative effectiveness of the investigated particles in the dye film has 
been calculated as a function of the size of the sensitive element, a0, in 
the range from 10"10 to 10~7 m, and with D 3 7 equal to 3.3*10' Gy (Fig. 28). 
In the calculations the characteristic dose, DJ7, for 10-MeV electrons is 
used, since the dose rates for the heavy particle beams and the 10-MeV elec-
tron beam are comparable (see section 3.1 and Fig. 15). By comparing the re-
sults with experimentally obtained RE-values it is found that a0 • 1.3»10~' m 
is an optimum value. The calculated values, however, are within the experi-
mental uncertainty of the measured values by using a sensitive element size 
of a0 - 10"' m, except for the results of the nitrogen ions. a0 • 10"' m has 
subsequently been used in all calculations for the dye film. 
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It is seen, however, that the results for the nitrogen ions deviate from the 
general picture by having a calculated RE, which deviate from the measured RE 
by more than the experimental uncertainty. In contrast to the other investi-
gated radiations the nitrogen ions were completely stopped in the film, thus 
including the Bragg-peak with 6-rays of very low energies. As the theory of 
6-ray distribution and absorption to a certain extent is untenable at the 
lowest energies, larger differences between experiments and theory must be 
anticipated. Further, the theoretical assumption of equivalence of the slow-
ing down spectrum of electrons from low-LET radiation and the 6-ray spectrum 
of low-energy electrons generated by the penetrating ion may be invalid. 
6.2 Stacked thin-film experiments 
With background in the results presented in the foregoing section 6.1 it was 
decided to investigate the slowing down of heavy charged particles in a thick 
detector consisting of a stack of 5~vim thick dye film samples of the sane 
material as the 55 pm ones^O). By measuring the individual samples after 
irradiation and calculating the absorbed dose to each element by means of 
average stopping power and particle fluence, the difference between measured 
and calculated RE was registered at different energies of the slowing down 
particle. 
The dose-response characteristics of the 5-ym thick FWT 60-20 radiochromic 
dye film to low-LET radiations of ,0Co "r-rays and 10 MeV electrons are shown 
in Fig. 29, measured at the spectrophotometric wavelength of 604 nm. At doses 
below 3*10" Gy the response is identical for the two radiation qualities, 
while at higher doses the response to 10-MeV electrons is higher than to ,0Co 
Y-rays. This is in correspondence with observations made for the 55 pm thick 
film measured at 510 nm. The low-LET dose-response curves of the 5—ym and 
55-Mm thick films measured at 604 and 510 nm, respectively, are parallel, but 
the sensitivity in terms of AOD/mrn per unit dose is increased by a factor of 
approximately 6.5 for read-out at 604 nm. The D,7-dose for 10-MeV electrons 
is 3.?*10s Gy. 
The average absorbed dose in the thin dye films irradiated in stacks with 21 
MeV 7Li- and 64 MeV **0 ions is shown in Figa. 30 and 31 as a function of 
depth and ion energy. Curve number 1 shows the dose determined from the meas-
ured optical density and the low-LET calibration curve for electrons in Fig. 
29. For comparison, the dose calculated from the stopping power and particle 
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fluence is also shown (curve number 2). The error bars indicate 95% confi-
dence level on experimental values. The penetration depth calculated from the 
continuous slowing down of the ions taking nuclear stopping into account is 
107- and 77-um for 3~MeV/amu 7Li- and 4-HeV/amu " 0 ions, respectively. The 
measured range determined as the depth at the center of the last film in the 
stack giving a response significantly different from zero is 108- and 73-um 
for 7Li~and ,s0 ions, respectively. 
Theoretical values of the relative effectiveness (RE) of the two ion beams 
with respect to 10-MeV electrons have been calculated using D J 7 = 3-3*10* Gy 
and a radius of the radiation sensitive element, ae, equal to 10~* m. Experi-
mental and theoretical values are shown in Figs. 32 and 33 for the two ions 
as a function of the average LET in the individual stacked dye film, and 
indicate deviations between experimental and theoretical RE values at low ion 
energies. For ease of comparison the ratio of calculated to experimental RE 
values is given in Fig. 34, both for 7Li and " 0 ions as a function of the 
specific energy of the ions. The solid lines indicate the 95* confidence 
level for a ratio of unity independent of the energy. 
Due to the longer penetration range of the 7Li ions a 53~iim thick dye film 
was interspersed in the beginning of the dye film stack irradiated with 21-
MeV 7Li ions. The measured and calculated RE value for this film agreed with-
in 5% with the results presented in section 6.1 taking a slight change of RE 
into account as due to a difference in stopping power values used in the two 
investigations. Similarly for the first 53 um of the stack irradiated with 
" 0 ions the experimental and theoretical RE agreed both with previous data 
and with each other within 5%. 
The two parameters in the theory, D 1 7 and a,, have been varied from the 
stated values of 3-3*10* Gy and 10"' m, respectively. A reduction of D J 7 will 
lead to a decrease in calculated RE values. The decrease in RE will be 
slightly lower at high specific energies (> 2 NeV/amu) than at low energies 
(< 1 MeV/amu), but the difference was not sufficient to obtain a significant-
ly better correlation between experiment and theory than shown in Fig. 3*t- By 
changing the size of the sensitive element a0 it has not been possible to 
obtain better overall agreement between theory and the present experimental 
results. 
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6.3 Dose-response and relative effectiveness of alanine 
Dose-response characteristics of L-o-alanine have been obtained for the fol-
lowing radiation qualities: *°Co Y-rays. k- and 16-MV x-rays, 6-, 10-, and 
20-MeV electrons, 6- and 16-MeV protons, 20-MeV a-particles, 21-MeV 7Li-, 
64-MeV I,0-, and 80-MeV ,2S ions covering a range in initial LET of 2-20201 
MeVcm'/g. Response expressed as change in ESR-signal per unit weight of irra-
diated alanine as a function of absorbed dose is shown in a double logarith-
mic plot in Fig. 35. For those particles completely stopped in the sample the 
weight of irradiated alanine is found from the calculated penetration depth 
in the continuous slowing down approximation. The calculated range is relied 
upon for the dose calculations, since it very accurately corresponded to the 
measured range for 21-MeV TLi- and 61-MeV "0 ions in the FWT 60 dye film as 
shown in section 6.2. Each data point consists of measurement of three sam-
ples irradiated simultaneously under the same irradiation conditions and 
measured individually in the ESR spectrometer. The bars indicate uncertainty 
at 95% confidence level. 
All curves are parallel up to a level of approximately AESR/g « 0.5, where 
saturation sets in for those particles having the lowest response at satura-
tion. As for the dye film measurements the saturation AESR-response is dif-
ferent for the used radiation qualities, but in contradiction with the dye 
film the saturation level is in general a decreasing function of the LET of 
the penetrating particle. For the 10-MeV electrons, however, the saturation 
response is above that of S0Co Y-rays. This is ascribed to the big difference 
in dose rate for the two radiations, as a pronounced fading (approx. 6% in 20 
hours) of the saturation response is observed after irradiation with the 10 
MeV electrons. The same amount of fading of the saturation response has been 
observed for the ion irradiations, why all measurements of the saturation 
response is referred to a response immediately after irradiation. Dose-re-
sponse characteristics for the 4- and 16-MV x-ray and for the 6- and 20-MeV 
electron irradiations have been performed only at doses, £ 200 Gy, because of 
a "low" dose rate, 80 Gy s-1, of the radiation therapy linear accelerators at 
the University Hospital at Herlev. The radiation sensitivity, however, of 
alanine for these radiations is the same as the one obtained with *°Co 
Y-rays. These radiations all fully penetrate the alanine sample. 
The parallel displacement of the curves relative to the curves for 60Co 
Y-rays or fast electrons reflects the relative effectiveness, RE, of the dif-
ferent radiation qualities. As the saturation ESR-signals are changing with 
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the radiation quality, only the linear part of the log-log plot curves should 
be used. The slope of the curves is exactly **58 indicating linearity at dcses 
below D,7 and that alanine niaic an ideal one-hit detector with regard to the 
shape of the dose-response curve. Experinentally obtained values of RE are 
shown in Table V together with theoretical values calculated from track 
structure theory as described in section 2. The power-law range-energy rela-
tion for the secondary electrons has been used in the calculations. 
The 0.2 cm thick alanine pill is a thick detector which, except for the 16-
MeV protons, completely stops the investigated heavy charged particles. The 
penetration depth of the 80-MeV **S ions is 4»10-s m, i.e. only a small frac-
tion of the alanine pill is irradiated. The measured RE is an average of a 
whole spectrum of RE-values generated as the particle slows down in the me-
dium. The calculated RE must be an average as well, and is obtained by divid-
ing the range of the particle in a number of segments and for each segment to 
determine average values. As the particles are completely stopped in the 
detector and the calculations of RE around the Bragg-peak are uncertain, a 
relatively big divergency between measured and calculated RE-values is an-
ticipated. 
The relative effectiveness of the investigated particles in alanine has been 
calculated as a function of a0, the size of the sensitive element, in the 
range from 10~10 to 10~7 m and with D J 7 - 1.05*10* Gy (Fig. 36). By comparing 
the results with measured values it is found that a0 » 3*10~* m is an appro-
priate size which then is used for the results shown in Table V. In the cal-
culations the calibration curves for *°Co T-rays and 10 MeV electrons have 
been used giving a characteristic D,7-dose of 1.05*10* Gy. 
7. DISCUSSION 
7.1 Radial dose distribution and effective charge 
The power-law range-energy relation of low-energy electrons (eq. A1-4) leads 
to a radial dose distribution (eq. 2-15) around the ion's path in reasonable 
agreement with published data56,57,77,78). 
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The radial dose distributions calculated from eq. 2-15 are compared with 
experimental data for 0.262 MeV/amu i i 7I- and 2.1 HeV/amu ;*0 ions~o) in Fig. 
7, and for 0.563 MeV/amu 7'Br ior.s77) in Fig. 5 and Table I. The large dis-
crepancy for the 2.4 MeV/amu l*0 data is partly due to the experimental data 
being approximately 20% too high due to an overestimate of W, the iiean ion-
ization energy, as discussed in reference 78. Below 10~* m experimental data 
of the iodine and oxygen ions are too low due to lack of electron equilib-
rium, which might also be the case for the bromine ions. It is observed that 
the calculated values obtained from eq. 2-15 otfiliate around the experimen-
tally obtained data as do the data for the bromine ions calculated in a con-
tinuous slowing down approximation77). The same observations are made when 
comparing calculated data fros eq. 2-15 with data found in reference 56, see 
Table a . The disagreement below 1G~* m, which corresponds to an electron 
energy of 50 eV, may as well be due to a possible underestimate of the range 
in eq. A1-4 and to uncertainty in the Bethe energy district)on formula, eq. 
A1-3. at low energies60-6J»). These discrepancies, however, at low electron 
energies have a limited influence on the calculation of RE, because of the 
splitting of the dose to the central core and the dose to the track as de-
scribed in section 2.7, and because the contribution to dose in the track 
from electrons of lowest energy is small. 
The radial dose distribution formula 2-15 includes the effective charge of 
the incident ion, which as well is used in the published experimen-
tal?,77,78)
 a n a theoretical56-58,77) data. The referenced experimental data 
make use of an effective charge based on a formula of Nikolaev et al.tl), 
which for bromine, iodine, and oxygen ions yields an effective charge of 
14.7, 16.1, and 7.03 compared to an effective charge from Ziegler^), eq. 
2-10, of 9.8, 8.8, and 7.1, respectively. Calculated data in references 56 
and 58 make use of an effective charge of Barkas^O), which yields 10.2, 8.8, 
and 7.2, respectively. A comparison of the effe?,"'ve charge calculated from 
different formulas is shown in Fig, 3-
The uncertainty about the effective charge of the heavy ion is the major 
cause of divergencies when comparing results of, e.g., the stopping power and 
dose deposition of ejected 6-rays. The usual assumption in the formulas of 
effective charge is that the probability of attachment of an electron to an 
ion is a function of the ion velocity relative to the orbital velocity of the 
electron when bound to the ion39). The expressions for effective charge in 
references 40-44 are based on this assumption. 
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Despite the frequent application the procedure of using the effective charge 
is rather problematic11?), since there are several effective charges to be 
discriminated in this context, e.g. effective charge for stopping power cal-
culations, charge distribution after passage of the ion through a medium, and 
effective charge for emission of secondary electrons. The effective charge of 
an ion is not necessarily a parameter based on a sound physical background, 
but rather a parameter fitted to describe differences in the interaction 
between different ions and media for the same ion velocity. The effective 
charge as defined by Ziegler45) is based upon a fit of a numerous number of 
experimental stopping power data to a general formula describing the stopping 
power of an ion by means of an expression for the effective charge and the 
proton stopping power data. At ion energies, however, above approximately 1 
MeV/amu 3q. 2-10 can be rewritten into a term similar to that referenced in 
40 and 41. 
The empirical expression, eq. 2-10, has been used in this work because of 
being a versatile description of effective charge independent of the kind of 
ion and stepping medium, a-particles and lithium ions form an exception. The 
expression, however, has been developed in order tT describe stopping power 
of a penetrating ion and may not necessarily describe accurately the effec-
tive charge to be used in the expression for dose deposition from 6-rays 
ejected by the ion. 
The good agreement between calculated and experimental dose distributions 
indicates that the various approximations involved in calculations in this 
work have only a minor effect. The angular distribution has been observedol-
"64)
 t o t,e nearly isotropic for low-energy 6-rays, while higher-energy 6-rays 
are ejected preferentially in the forward direction. This observation is 
equivalent to an increase in dose close to the ion's path relative to the 
calculations. For the very low-energy (< 50 eV) 6-rays the chemical composi-
tion of the target material plays a role in the ability to stop and scatter 
t*ie 6-rays. This is why a theory describing energy distribution in a pure 
material will be inaccurate in any event. This uncertainty, however, in en-
ergy distribution of these very low-energy electrons has only a small impact 
on the dose distribution. An underestimate of the range of low-energy 6-rays 
implies a too high calculated dose close to the track. The reasonable agree-
ment between the calculated dose distribution in this work and published 
experimental data indicates that these effects mentioned here taken together 
to a certain extent cancel each other. 
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7.2 Dose-response of the dye film 
The experimental results in Fig. 26 show that the dye film is not an ideal 
detector with a dose-response characteristic in accordance with eq. 2-2. The 
response is slightly sublinear and does not have a constant saturation level 
for the different investigated radiation qualities. This may be due to sev-
eral factors. It has been observedHS) that saturation occurs long before all 
the latent event sites in a medium have been converted into free radicals, 
e.g. coloured state of the dye molecules. The concentration of leucocyanide 
molecules in the film is 1.1 »10*' m-J, which corresponds to an average dis-
tance between these molecules of approximately 2.5-1CT' m when the molecules 
are considered as spheres. The distance between coloured dye molecules at 
saturation dose is approximately 4.5*10-* m because the measured saturation 
optical density is only 20% of the theoretically achievable value. This means 
that the coloured dye molecules are not stabilized closer together than about 
4.5*10-' m in the film material. Radicals trapped in organic solids are re-
ported'! 9) to stabilize not closer together than approximately 10~" m, which 
is very close to our findings. Thus, it might seem that saturation in the dye 
film arises by the interaction of dye molecules that are closer to each other 
khan a certain minimum distance, and furthermore, any interaction between 
nearest neighbours would be expected to be independent of the type of radia-
tion. Considering Fig. 12, showing the light absorption spectra of the film 
irradiated to about the same level of coloration by Y-rays, UV-light, and 3 
NeV protons, it is found that different radiations lead to the same shape of 
the spectrum and as such to the production of the same radical species. As 
the dose-response characteristics for the different radiations show the same 
shape as well, it would seem probable that the same mechanism of saturation 
would be present. Figure 26 shows, however, large differences in the level of 
saturation optical density, which then could be explained by dose-rate ef-
fects. 
The content of leuco cyanide in the film is approximately 10$ by weight (in-
formation from manufacturer). With an extinction coefficient of approximately 
107 I mol*'or1 85,120) a theoretical saturation optical density at the wave-
length of 604 nm is calculated to have an 0D - 120 for a 50 urn thick film. 
Such a high optical density cannot be measured at any spectrophotometer. From 
measurements, however, of the 5 um thick film at 604 nm. Fig. 29, a satura-
tion optical density of 2.25 is obtained, which for a 50 m thick film corre-
sponds to an 0D » 22.5. This is a factor of approximately 5 below the theo-
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retical value, corresponding to that only 20% of the leucocyanide molecules 
are converted into the coloured dye at saturation. At a 10$ content by weight 
the concentration of leucocyanide molecules is 1»1023 molecules/kg if they 
are homogeneously distributed in the film. With an estimated average energy 
deposition per event, event size, of 60 eVl21), the number of event sites per 
kg of film is 2.1 -1023 at a saturation dose of 2 MGy. This consideration 
leads to that all existing leucocyanide molecules experience 2 hits in aver-
age if all the energy is absorbed by the leucocyanide molecules and, that the 
maximum obtainable optical density theoretically should be achieved. If the 
energy is homogeneously distributed on both leucocyanide and nylon molecules, 
calculations show that only 20J of the existing leucocyanide molecules are 
hit once at a dose of 2 MGy. If this is the case, no saturation in dye forma-
tion would be observed in the investigated dose range. 
The chemical reactions leading to the final dye formation have not yet been 
established in detail. It has been shown, however, in section 3.1 that the 
reaction leading to the dye formation takes place in two steps, the latter 
being fairly slow19,93). An intermediate product may react with the primary 
radicals and ion3 in an as yet unknown fashion and simultaneous bleaching may 
compete slightly with the dye formation. The bleaching may be due to an ef-
fect which anneals the otherwise-formed coloured cnrbonium ion122) resulting 
in the sublinearity and bleaching above saturation doses. Another possible 
explanation for sublinearity and premature saturation is the destruction of 
latent colour centers123~126) and of already-formed colour centers'!27,128) by 
the radiation. Likewise, the nylon matrix may be seriously deformed at the 
high doses employed, and if this deformation takes place at the same time as 
irradiation proceeds, the effectiveness of the irradiation may change as 
well. 
Attempts^) to accomplish linearity by adding a dose-response curve for 
bleaching to the dose-response curve for co?our formation fail. This is be-
cause the saturation optical density and bleaching as a function of dose are 
not constant for different radiation qualities and dose rates (Figs. 26 and 
15). A detailed investigation, however, of the mechanisms controlling ths dye 
formation and bleaching effects is beyond the scope of the present work. Any 
of the suggested mechanisms seem to be possible as an explanation for the 
premature saturation effect and r-'blinearity at low doses. The rather strong 
dose-rate dependency of the saturation optical density may be related to the 
relatively low rate constant for the second-order process together with an 
annealing effect. 
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The difference in saturation optical density can be due to dose-rate effects 
at high doses. Previous publications97) and investigations in this work, 
section 6.1, have shown the film to be dose-rate independent at low to medium 
doses except at very low dose rates, < 1 Cy s-1 96). The dose rate for '°Co 
"Y-rays is 1U Gy s_1, but 5«107 Gy s_1 for the 10 MeV electrons. The dose rate 
for the ions expressed as an average dose rate calculated from absorbed dose 
and irradiation time is approximately 10s Gy s"1. Taking the highly inhomoge-
neous dose distribution for high-LET particles into account by considering an 
average dose rate .n microvolumes around the ion path, a more appropriate 
dose rate is obtained. A 64 MeV IS0 ion penetrating the film has an effective 
average dose rate in the track of approximately 107 Gy s~l, if the energy is 
absorbed within 1 \is corresponding to the length cf the linac electron pulse 
and the formation time of the primary radicals and radiation induced species. 
This dose rate is comparable to that of the 10 MeV electrons. Similar calcu-
lations for the 16 MeV protons give an effective average dose rate of 500 Gy 
s_1, which is only an order of magnitude higher than for *°Co Y-rays. These 
considerations agree with the experimental findings, which show the satura-
tion optical density to be an increasing function of dose rate (Fig. 15). 
7.3 Relative effectiveness of hi^h-LET irradiation of the dye film 
In the prediction of relative effectiveness the size, a0, of the radiation-
sensitive element must be known as well as the characteristic dose, D,7, for 
low-LET radiation and the hittedness of the irradiated medium. Hittedness is 
the number of ionizing eventu, hits, necessary to activate the radiation 
sensitive element. The hittedness, which is a quantized number and for the 
idealized dye film equals unity, and the characteristic dose are obtained 
frcm the measured dose-response characteristic for low-LET radiation (Fig. 
26). The size of the sensitive element, however, is to a certain extent a 
fitted parameter, which can be determined only roughly in advance from the 
knowledge of D 3 7. The classical target theory30,129,130) yields a procedure 
for determination of the inactivation cross section of biological molecules. 
The values obtained are in general consistent with those found by means of 
physico-chemical methods13l,132) and the procedure may be an approach for 
estimating the sensitive site size of smaller organic molecules. If it is 
assumed that the radiation-induced events are deposited randomly in the me-
dium, and that the elements are considered spherical in shape, the volume of 
the sensitive element can roughly be calculated from the measured character-
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istic dose. Having an event size of 60 eV, 1 Gy yields 6.24-101,/60 hits per 
kg material. 6.24-101* eV/kg is a conversion constant (the reciprocal of the 
elementary charge). At the characteristic dose, D 3 7, all elements have expe-
rienced one hit on the average. This is why 1 kg of material contains 
6.24-10'"-D,7/60 elements being hit once. The radius, a0, of the sensitive 
element is then equal to (3-60/(6.24-10l,-4*pDJ7)) '/* m. Taking D 3 7 = 3.3-10* 
Gy a radius of 1.8-10"9 m is obtained for the sensitive element in the dye 
film, compared to an optimal value of 1.3*10~9 m obtained from a parameter 
study of the theoretical model (see section 6.1, Fig. 28, and Table VI). a0 = 
1.3-10-' m is of course besed upon a subsequent rationalization, and a 
rounded-off value of 10~s m has been used for the calculated results. The 
size of the sensitive element derived through this procedure from target 
theory points to an approximate value of a0, which can be used in a prelimi-
nary prediction of the effectiveness for a given kind »." particle radiation 
in a material for which the low-LET dose-response is known. 
The relative effectiveness strongly depends on the average dose deposited in 
sensitive elements close to the ion's path. While the point-target dose dis-
tribution mainly depends on the charge and velocity of the penetrating ion, 
the extended target dose distribution further depends on the size of the 
sensitive element in the medium and varies inversely with the square of the 
radius a0. When a0 increases an increasing amount of dose from a high-LET 
particle is deposited at a level below saturation, i.e. below the character-
istic D37-dose for Y-rays, with a subsequent increase in total cross section 
for activation and relative effectiveness. 
Taking D 3 7 = 3.3*105 Gy and a0 « 10-9 m, theory and experiment agree within 
experimental uncertainty (Table V), which is remarkable when taking the wide 
range in LET into account. Considering, however, the relative effectiveness 
as a function of either initial or average LET as shown in Table VII, no 
monotonic decrease in RE is found with increasing LET. Similar results have 
been observed by other investigators5,9,133»134). The 64 MeV l60 ions have 
both higher initial and average LET than the 42 MeV ,1*N ions, and also a 
higher RE. This may be explained by reference to the curves in Fig. 38. In 
the case of 42 MeV '"N ions the Bragg-peak lies within the 55 ym thick dye 
film, and since z2/82 increases smoothly through the Bragg-peak, whereas LET 
starts to decrease, the nominal value of average z2/02 in the film will be 
much higher than the nominal value of average LET. With 64 MeV " 0 ions the 
Bragg-peak is not reached in the 55 pm thick dye film (see Fig. 3 D and LET 
and z2/62 increases continuously during passage of the film. 
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That RE also depends on 6 9) is illustrated by curves 1 and 2 in Fig. 39, 
where two ions, a H2 MeV l*N ion and a 0.66 MeV o-particle, with the same 
average z2/B2 * 6630, but with different average relative velocity, 8 « 
8.02«10_1 and 1.85*10~2 have a calculated RE of 0.39 and 0.20, respectively. 
When the ion slows down, the range of the 6-rays decreases, and relatively 
more energy is deposited in a region of saturation close to the ion's path 
with a resulting decrease in RE. Thin films irradiated in stacks (Figs. 30-
33) give experimental evidence for this explanation. At energies, however, 
below 1.5 MeV/amu, Fig. 3H shows that the calculated RE deviates considerably 
from that obtained experimentally. 
Variations of the two parameters D 3 7 and a0 are unable to reconcile the cal-
culations with the experimental data. Calculated RE at low ion energies 
(< 1.5 MeV/amu) cannot be decreased by choosing appropriate values of D J 7 and 
a0 without decreasing RE at higher ion energies, where theory and experiments 
are in very good agreement. 
The discrepancy in the stacked film experiments between the calculated and 
measured RE is highest for the 21 MeV 7Li ions compared to the results for 
the 64 MeV 160 ions. This can be due to the use of too high a D J 7 value for 
the lithium ions. As shown in section 6.1 the dye film is dose-rate dependent 
at saturation doses, which causes that a lower value of D,7 s 2.2«10s Gy 
should be used in calculating RE for the lithium ions. Hence D 3 7 is consid-
ered as a fitted parameter not related to the radiation sensitivity of the 
detector at low doses. A decrease in D 3 7 yields a decrease in calculated RE 
as well over the whole range of LET, but the overall agreement between theory 
and experiment will be improved only slightly. 
Considering the calculated radial dose distributions in Figs. 5, 6, and 7 it 
is observed that compared to experimental data calculations undere:-'timate 
doses at distances close to the ion's path. When t"-e ion slows down, the en-
ergy and range of the 6-rays decrease and relatively more energy is deposited 
very close to, the ion's path in regions of saturation doses. By underestimat-
ing the dose in sacuration regions the RE gets overestimated, which might be 
an explanation for the discrepancy between calculated and experimental RE at 
low ion energy. Figure 39 explains clearly what happens to the radial dose 
distribution when the ion slows down. 
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The good agreement between the calculated and measured range of the ions 
implies that no large errors are present in the stopping power calculations 
though the Bragg additivity rule is used for the determination in a compound 
material. Above 200 keV/amu the stopping power of the individual material 
components is stated to be accurate to within 5i15). A larger uncertainty 
below 200 keV/amu will have little influence on the total range, but will 
have a large effect on the calculated and experimental RE values. A shift in 
position of 1 ym for a 5 in> film placed with the center corresponding to 180 
keV/amu of a 7Li ion will change the calculated RE by 20%. Such a shift may 
be introduced both by the stopping power calculations and by measurements of 
the film thicknesses. 
Another reason for deviations between theory and experiment at low energies 
of the heavy charged particles is believed to be due to the assumption in the 
theory that the response of the detector to the 6-ray spectrum is equivalent 
to the response from the slowing-down spectrum of high-energy electrons from 
low-LET radiations of either fast electrons or *°Co Y-rays. Ettinger29) re-
ported an RE of 0.88 and 0.92 for 3H- and ,HC g-rays in sucrose compared to 
*°Co Y-rays, while the low energy Auger electrons from the ,2II isotope had 
an even lower RE of 0.66. At low energies H increases72)
 t which will lead to 
a decrease in effectiveness for a detector more sensitive to ionizations than 
to excitations. 
These explanations for discrepancies between measured and calculated RE-val-
ues are not unambiguous and cannot be considered to be valid for detectors in 
general. This has been proved through the results with heavy charged parti-
cles completely stopped in alanine, where good agreement between experiments 
and theory is achieved. The discrepancies in the dye film results are very 
difficult to explain, but may be ascribed to the general deviations of the 
dye film parameters from those of the ideal one-hit detector. 
D J 7 expresses the radiation sensitivity of a detector and in the the-
ory7-12,30) is related to the response at saturation dose for low-LET radia-
tion. When the response at saturation is dose-rate dependent, D J 7 appears to 
be dose-rate dependent as well. By expanding the Poisson distribution func-
tion (eq. 2-1) in a Taylor series, P will be equal to D/D,7 at low doses in-
dicating that D,7 is related to the average energy required to create a dye 
molecule. Since *°Co Y-rays and 10 MeV electrons have the same effectiveness 
at low doses D37 must be the same for the two radiation qualities, and the 
apparent difference in D 3 7 is only due to dose-rate effects of the maximum 
- 61 -
optical density. At present, however, the theory cannot compensate for dose-
rate effects, and the DJ7-value should be chosen from a low-LET radiation 
•ith a dose rate corresponding to that of the investigated radiation quality. 
This reasoning indicates that the D37-value for the 10 MeV electrons is the 
most appropriate, and the agreement between calculations and experiments is 
then very good indeed, within -6.2H and +14.3J. These arguments invoked for 
the D37-value also suggest that the initial slope of the dose-response chai— 
acteristics (Fig. 27) should be used when determining the experimental values 
of RE. 
7.4 Dose-response of alanine 
The experimental results in Fig. 35 show that alanine may be considered as an 
ideal one-hit detector with respect to the shape of the dose-response func-
tion, which appears to be pure exponential in accordance with eq. 2-2. The 
absence of sublinearity in dose-response, as is seen for the dye film, may be 
explained by an apparent first-order process of radical production and the 
high long-time stability of these radicals. Fast formation of radicals in 
alanine, e.g. investigated by means of a pulsed-radiolysis technique, has so 
far not been investigated to the author's knowledge, but in the time frame of 
minutes after irradiation no change in radical concentration has been ob-
served. The destruction or annealing, if present, of the already formed radi-
cals at low- and medium-range doses must be negligible compared to the pro-
duction of radicals. No dose-rate dependency is observed for low- and medium-
range doses for dose rates between 14 and 5«107 Gy s_1 in accordance with 
previous investigations83»84,103~106) at lower dose rates. 
The flattening-off of the response at high doses may be explained by the same 
mechanisms as discussed in section 7.2126). The saturation level may corre-
spond to the net production of only one radical per 102 to 106 molecules126), 
depending on the particular solid material being investigated. As for the dye 
film, however, a change in the saturation level for alanine is observed for 
different radiation qualities. It is found that the saturation level is 
slightly higher for the 10 MeV electrons having a dose rate of 5»107 Gy s~' 
than for the 60Co Y-rays having a dose rate of 14 Gy s"1. This difference is 
ascribed to an observed fading of the response at saturation doses, leading 
to a relatively smaller saturation response for irradiation with a low dose 
rate. At saturation doses the level of response will be inversely propor-
tional to the weight of irradiated alanine, and hence dependent on the pene-
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tration depth and stopping power of the ions. Uncertainties in calculated 
penetration depths and corrections for fading strongly influence the experi-
mental values of response at saturation doses. This may be responsible for 
discrepancies in the general tendency of decreasing saturation level with 
increasing atomic number and/or average LET of the heavy charged particles, 
which corresponds to an increase in dose rate in the track of the heavy ion. 
Decreasing saturation level with increasing LET of the penetrating ion con-
tradicts the observations made for the dye film. However, due to differences 
in the kinetics of radical formation in the dye film and alanine, there may 
as well be differences in how the final radical concentration is achieved for 
various dose rates. 
Quantitative measurements of the unpaired electrons by calibration with a 
known amount of DPPH (2.2-diphenyl-l-picrylhydrazyl) may possibly be able to 
explain some of the differences observed at saturation doses. The first de-
rivative of the ESR absorption spectra obtained at low- and saturation doses 
for the same radiation quality shows differences (Fig. 25). Similar phenomena 
have also been reported by other investigators'!07). A comparison, however, 
between spectra obtained at saturation doses for different radiation quali-
ties does not reveal changes which could be responsible for these observa-
tions. 
7.5 Relative effectiveness of hlgh-LET irradiation of alanine 
In the prediction of relative effectiveness the size, a0, of the radiation-
sensitive element must be known as well as the characteristic dose, D,7, for 
low-LET radiation and the hittedness of the irradiated medium. The hitted-
ness, which for alanine equals unity, and the characteristic dose are ob-
tained from the measured dose-response characteristic for low-LET radiation, 
Fig. 35. The ^Ize of the sensitive element is founa by means of the same 
procedures as outlined for the dye film in section 7.3. By taking D J 7 • 
1.05*10* Gy an estimated radius of a0 equals 2.6*10-* m, which should be com-
pared to an optimal value of 3*10-' m obtained from a parametric study of the 
theoretical model (see section 6.3F Fig. 36, and Table V). The size of the 
sensitive elements derived through the procedure from target theory yields an 
approximate value which can be used in preliminary predictions of the rela-
tive effectiveness. The physical consequences of varying a9 are outlined and 
discussed in section 7.3. 
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The results in Table V shew good agreement between calculations and experi-
ments. For D,T • 1.05*10* Gy and a0 - 3*10~* m theory and experiment agree 
within the experimental uncertainty, even for tne 50 Mew SIS ions having an 
average LET of 20200 MeVcmVg, which is four orders of magnitude higher than 
LET for the electrons. The divergence between calculated and experimental 
data is numerically smaller for alanine than for the dye film, which is also 
reflected in the experimental uncertainty expressed at a 95J confidence 
level being 12.4 and 10.5 for film and alanine, respectively. The better 
agreement between experiments and calculations is surprising when taking into 
account that all but the 16-MeV protons are stopped in the alanine, which 
means that, the Bragg-peak of the stopping particle is within the detector 
except for the 16-MeV protons. This contradicts the results from the stacked 
film experiments. Similar experiments with alanine are much more difficult to 
perform; their results, however, would be very interesting. 
Previous investigations83) with 4 MeV a-particles in alanine have shown a 
decreasing RE with dose. The reference radiation was "Co Y-rays. This corre-
sponds to non-parallel dose-response characteristics of the low- and high-LET 
radiations, and may lead to a lower response at saturation for the 4 MeV 
a-particles compared to the "Co Y-rays in agreement with the observations in 
this work. The measured RE-values were 0.50, 0.46, 0.47, and 0.39 with in-
creasing dose compared to our calculated value of 0.45 for a sensitive ele-
ment size of 3*10~' m, and determined at a low dose. The D37-value was 
found83) to be 11.2*10* Gy compared to our value of 1.05*10* Gy. This ex-
plains the diTerence in measured and calculated RE, 0.50 and 0.45, respec-
tively. The difference in the D,7 dose for "Co Y-rays cannot be explained at 
present. Other investigators36,135) have published a D,7-dose for '"Co Y-rays 
of T^'IO' Gy. 
A comparison between experimentally obtained RE-values and values calculated 
by Katz for 650 MeV a-particles stopped in alanine83) shows calculated values 
that are too small (-15X), especially in track segments penetrated by parti-
cles of high energy. In these calculations a sensitive element size of a0 « 
1.1-10-* m was used, which is one-third of the value obtained in this work 
giving too low RE-values as RE increases with a0. In the theoretical data of 
Katz too big ranges of the generated 6-rays are used which leads to too high 
doses in the calculation of radial dose distribution1^). This as well con-
tributes to too small ' alues of RE. The experiments with 650 MeV a-particles 
also revealed that the effectiveness did not differ significantly from unity, 
until the LET was above approximately 50 MeV?m2g-1. The average LET of the 
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16-MeV protons used in this work is 38 MeVcm^g*1, and experimentally no de-
viation in relative effectiveness from unity is observed. 
F^om knowledge of the spectrum of secondary charged particles from neutron 
irradiation of alanine, the relative effectiveness has been calculated by 
Katz over a broad spectrum (2-14 MeV) in primary neutron energy and compared 
with experimental results83). The maximum deviation was approximately 15*. 
The relative radiation sensitivity of alanine irradiated with neutrons is 
rather high and varies slowly with energy from 0.5 to 0.71* in the energy 
range of 2-14 MeV. This makes alanine a useful detector in neutron dosimetry. 
8. CONCLUDING REMARKS 
The theoretical considerations outlined in the first sections of this work 
aim to describe by means of a model in quantitative terms the physical phe-
nomena and the consequent effects associated with the radiation action. Based 
on definitions and experimental dose-effect relations the track structure 
theory attempts the understanding and prediction of the primary physical 
events leading to physico-chemical reactions, which are the end points for 
the action of the different ionizing radiation qualities. While the theory 
focuses on the description of the physical events for the determination of 
effects, the physico-chemical reactions are considered as qualitative events, 
"black-boxes". The internal mechanisms of these events are considered to be 
affected from influences of nothing but average absorbed dose in the volume 
of the sensitive element and the number of hits or targets (in biological 
systems). Experiments make it evident, however, that the mechanisms in media 
due to the radiation action are not fully described by mathematical models 
based on radiation physics, probability functions, ar,d approaches from clas-
sical target theory. Numerous effects such as kinetics of radical formation, 
radical-radical interactions, annealing effects, radiation-induced destruc-
tion of latent event sites, and the influence from the rate of energy deposi-
tion also account for the measured dose-effect relation. Unfortunately, there 
is a significant lack of information describing the virtual mechanisms to be 
incorporated into a model, which details and predicts the final efrect pre-
cisely for a given dose of ionizing radiation. 
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The subject of this work is to investigate a theoretical model, which on the 
basis of experimental knowledge from low-LET irradiation of a medium predicts 
the dose-effect curves for the medium irradiated with high-LET particles. 
This theory of track structure, however, does not attempt to identify the 
particular interactions that are reflected in the processes, neither does it 
specify the nature of the sensitive element, though the size of the element 
is an important parameter for the model. In spite of these shortcomings the 
experimental and theoretical results show that remarkable good results can be 
obtained with a model that separates physical stochastics from radiation-
induced physico-chemical events in a mathematical treatment by incorporation 
of a few experimentally obtained data for the particular medium under inves-
tigation. 
The success of the model of track structure is without doubt due to the con-
ception of the distribution of the imparted energy. This profound sound 
physical reasoning about the equality of slowing-down spectra from electrons 
has created a model, which reduces the action of single heavy charged parti-
cles to a response function for electrons and photons. The reasoning seems to 
be valid as long as relatively fast electrons, energetic enough for the bind-
ing energies of the molecular electrons to be of minor importance, penetrate 
into a homogeneous cloud of free electrons, where only the number per unit 
volume is of major importance. When changing the radiation quality, e.g. into 
different heavy charged particles, it is, roughly speaking, only the distri-
bution of ionization energy which is changed and consequently the physical 
stochastics as well. This is possibly the reason why this theoretical ap-
proach to determination of relative effectiveness in some way can be treated 
as independent of the physico-chemical interactions. 
From experiments, however, with dye film and alanine reported in this work, 
it is shown that as long as the mean dose to the medium is kept in the linear 
region of the response and the specific energy of the heavy ion is above 2 
MeV/amu, the medium acts upon irradiation fully in accordance with the theo-
retical considerations. But at marginal high do3es discrepancies appear and 
uncontrolled physico-chemical processes intervene for which the theoretical 
model is unable to describe in its current presentation. The change in satu-
ration level, presumably due to a dose-rate effect, in fact implies a change 
of D,7 as well. This highly contradicts the conception of DJ7 as being an 
expression for the radiation sensitivity of a medium. Thus, the irrefutable 
concept in track structure theory of using a universal characteristic dose, 
DJ7, obtained from a fortuitous low-LET irradiation, shows itself to be un-
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tenable136). The various events, which lead to the final radiation effect in 
a medium, is influenced by a number of factors, e.g. dose-rate effects, radi-
cal-radical interactions, structural changes in the matrix, and annealing. 
These factors are for the ideal one-hit detector considered negligible. A 
thorough conception of chemical reaction mechanisms, e.g. a G-value (number 
of radicals formed per 100 eV imparted energy) could replace the D 3 7 concept 
with advantage. The observations made in this work for the dye film and ala-
nine of increasing respectively decreasing saturation level with excitation 
and ionization density has also been found by other investigators'!07) and 
emphasize the inadequacy of the D J 7 concept. 
It has been shown that good agreement is to be expected mainly at ion veloci-
ties well above velocities in the Bragg-peak, i.e. at velocities where the 
electron slowing-down spectrum is relatively independent of the primary 6-ray 
energy. At lower ion velocities, however, the electron slowing-down spectrum 
depends on the primary 6-ray energy, and the consequence for the dye film is 
too high RE-values. Recent investigations29) concerning measurements of ra-
diation effects in glutamine and mannose have revealed a decreased effective-
ness of very low-energy (< 1 keV) electrons compared to fast electrons, which 
contradict conclusions of earlier findings24) of independency of the initial 
energy of the primary electron and the slowing-down spectrum and number of 
events per unit energy deposited in water. Other investigations27,28) have 
shown a decreased effectiveness for ultra-soft x-rays compared to hard x-rays 
in dicentric chromosome aberrations of lymphocytes, while an increased effec-
tiveness has been observed for ultra-soft x-rays in cell killing and induced 
mutations in hamster cells. 
These latter observations as well lead to the conviction that it cannot be 
assumed a priori that there is a unique relation between the absorbed dose 
from uniform low-LET radiations in general and of the probability of occur-
rence of the final effect. This means that the folding of the probability 
function P(z,B,t,a0,D) into the radial dose-distribution calculations does 
not necessarily mimic correctly the distribution of effect. An ideal situa-
tion is achieved when the spectrum of the ion-generated 6-rays and the asso-
ciated impartation of dose at any position and d03e rate is matched by a 
spectrum of effect obtained for the medium irradiated with elections with the 
same spectra in identical volumes. These relationships could be obtained 
through a careful combination of experiments and calculations. Kalef-Ezra et 
al.5) present a modified track structure theory approach to the calculation 
of relative thermoluminescent response to heavy charged particle irradiation. 
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In this approach the detector response is not only related to the inhoaoge-
neous dose distribution from the secondary electrons, but also includes the 
properties of these electrons by using carefully seieetea low-energy electron 
spectra as test radiation fields. The electron spectrum is matched as close 
as possible to the initial energy spectrum of the electrons ejected during 
the slowing-down of the heavy charged particle. The spectrum in dose-response 
of the lnw-energy electrons absorbed in the particular »edium is subsequently 
folded into a calculated point target dose distribution around the ion's 
path. The relative effectiveness is expressed by the ratio of the respons* 
from heavy charged particles to that of low-LET radiation for the sane dose. 
The introduction of test radiation fields has made the concept of the charac-
teristic D,7 dose redundant as well as avoiding the use of a sensitive ele-
ment size. This modified theory shiws good agreement with experimental re-
sults in predicting relative effectiveness also in regions of the Bragg-peak 
of the heavy charged particle. In order, however, to establish such a proce-
dure to be incorporated into the model of track structure theory, exhaustive 
experimental work is necessary, and obviously the ideal situation is virtu-
ally impossible to achieve. 
In spite of these different variations in radiation effectiveness and the 
discrepancy at lower ion energies observed in this work, the track structure 
theory can, by adjusting parameters obtained from experiments, be made to fit 
radiobiological, experimental data obtained in the Bragg-peak region for 
kidney cells hypoxic irradiated with carbon and neon ions137). This adjust-
ment, however, of parameters is based on a subsequent rationalization and the 
final result cannot be considered to be a real prediction. 
Though the track structure theory is a rather crude model making use of ap-
proximations and estimates, the final result of relative radiation effective-
ness is rather sensitive to parameters as, e.g., sensitive element size and 
the probability distribution function. The sensitive element size in theory 
roughly corresponds to the size of the molecule being the target for radia-
tion. But a change in a, by less than an order of magnitude causes RE to 
become unrealistic. On the other hand, an estimate of the sensitive element 
size by means of general target theory yields data in good agreement with ex-
perimental results. However, fitting of a0 may be less sensitive for small 
element sizes of physico-chemical systems than for large element sizes of 
more complex biological cell systems. Incorporating the sublinear probability 
function for the dye film by means of the suggested exponent in eq. 6-1, 
which makes the function mimic experiments, results in comprehensive devia-
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tions of the relative effectiveness from measured values. The latter really 
contradicts the intentions put into the conceptual basis for the convolution 
of an experimentally obtained probability function into the calculated inho-
mogeneous dose distribution. 
These reflections, in fact, about the apparent arbitrary choice of certain 
parameters of paramount importance for the results, make the entire theory 
look rather formal and the results large" y based on a fortuitous cancellation 
of a number of independent errors. It is impossible, on the other hand, from 
a theoretical point of view to dismiss a theory based on sound thinking of 
physical mechanisms and which is in good accordance with experiments. At this 
point it is important to emphasize that the basic theory at present is para-
mount to any other model attempting to predict the radiation effectiveness 
for heavy charged particles both for physico-chemical media as for biological 
systems. In "-ummary it can be stated that the track structure theory provides 
a model, which over an enormous range of LET (four decades) predicts the 
dose-response curves for fast (> 2 MeV/aau initial energy) monoenergetic ions 
in thin targets and to a lesser extent predicts them for thick targets and 
for slow ions (< 1 NeV/amu). 
Apart fro« implications of the track structure theory to the general under-
standing of radiation effects from heavy charged particles, an obvious con-
tinuation in the future work with the theory should include physical media 
showing supralinearity in the low-LET dose-response characteristic, thus 
being characterized as multi-hit detectors. Thermoluminescent dose meters 
show supralinearity at certain glow peaks, and from previous studies5) it 
appears that the track structure theory is applicable in calculation of ther-
moluminescent properties included by heavy charged particles. 
The usage of the track structure theory in thermoluminescence dosimetry will 
preferably take place in health physics138) and radiation therapy!39) work, 
for which neutrons, high-energy protons and a-particles, and fission frag-
ments are common radiation qualities. Calculated predictions of dose-response 
relationships for heavy charged particles by means of track structure theory 
are much less time consuming than direct experimental measurements. The the-
ory will have a tremendous imp-ct on personal radiation dosimetry and on 
mixed field dosimetry for which a given response of a dose meter should be 
interpreted in terms of dose. 
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APPENDIX A. 
1 
Calculation of the radial dose distribution 
To caTculate the dose deposited by energetic secondary electrons ejected by 
the penetrating heavy charge particle in interactions with the atomic elec-
trons of the medium, the theory of Bethe55,79) iS used. Considerations are 
restricted to 6-rays, i.e. electrons ejected with an energy which is large 
compared with the ionization potential. The binding energy of the electrons 
is neglected and the interactions between the heavy charged particle and 
these free atomic electrons are described by simple Rutherford scattering 
formalism. Certain additional approximations and simplifications are used as 
described in section 2.7. The energy of the 6-rays is described by 
ID = 2mc2B2(1-B2rlcoszQ A1 -1 
where 0 in the laboratory system is the angle with the incident direction for 
ejection of an electron. The differential cross section for an electron that 
lies between angle 0 and 0 + dO is given by 
2ire''z2 sine .n ., „ 
°Q = Tic-PB" ' cos'Q d 0 A 1~ 2 
where z and fj are the effective charge and velocity of the heavy charged 
particle relative to that of light. 
Equation A1-1 shows that electrons of the highest energy are preferentially 
ejected in the forward direction, while those of lowest energy are emitted 
perpendicular to the ion's path. Equation A1-2 shows that the majority of 
electrons are ejected at angles above 45°. It turns out, however, that the 
theory describes the experimental observations to a good approximation as 
discussed in section 2.7. 
The cross section for ejection of an electron with energy between w and M + 
du is given by 
2ire" z1 dw 
ana the number of electrons ejected per unit path length of the moving heavy 
charged particle is the cross section o^ multiplied by the number N of elec-
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trons per unit volume of the stopping medium 
^ M „ »i Zne" z 2 du _ z 2 dui «, ., 
w
 mc B (o 6 w 
As described in section 2.7 a fitted power-law range-energy relation is used 
for the 6-rays and which has the form 
r = k-u01 = 1 5.2-TO - 1 3 w 1 - 6 7 [m] Al-t 
o 
where p is the density of the medium and u is the electron energy in eV. 
From this formula *;he stopping power of the ejected 6-rays is derived as 
follows: An electron with an initial energy up and corresponding range r will 
have a residual energy u^-t given by 
,r-t.a _ 1 /-r.a '
 M _ t.cf' ,. t.oT1 
(Op-t ' (-jj-) = Ojj) '(I" - ) - U p (1- - ) 
after travelling the distance t. The differential quotient gives the stopping 
power at the distance t 
dt " " r i r " - ? ' A1'5 
The total energy, E(z,f5,t), deposited by the ejected 6-rays, in the interval 
between t and t + dt from the ion's path, is the product of the number of 
6-rays and their respective stoppiiif power integrated over all energies. This 
leads to 
«'.••« • r " S * 5 ? < « «-•«*:*« f i . ; „ - ! > < • - ' - » * . .1-6 
u>t <°t 
By substituting the 6-ray energy by the corresponding range the integration 
yields the following expression for the total energy, E(z,(5,t), deposited by 
the 6-rays: 
E(z,6,t) - C §* 1 1 dt (1- f ) a ' A1-7 
and the dose D(z,6,t) deposited in a cylindrical shell of area 2irt dt and of 
unit length (see Fig. j) around the ion path then h.is the form of 
D ( z
'
3
«
t )
 - ^ r a r * § ? ! < H 2 <1* T m a / " A1'8 
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The maximum range tmax of the 6-rays is obtained from eqs. A1-1 and A1-4 for 
cosø - 1. C « 2.16«10~12 ne p/Mw joule m-1 where ne, p, and Mw is the aver-
i 
age number of electrons per molecule, mass density, and molecular weight of 
the medium, respectively. The effective charge, z, of the heavy charged par-
ticle is obtained from eqs. 2-7 to 2-10 in section 2.5. By inserting the dis-
tance, t, travelled by the 6-rays in metre, eq. A1-8 expresses the point 
target dose in Gy. 
In the extended target calculation the dose D(z,B,t,a0) to the sensitive 
element is calculated as the average dose deposited in a cylinder of unit 
length, the axis of which is parallel to the ion path and has the radius a0. 
The extended target formulation is derived from simple trigonometric consid-
erations as shown in Fig. 9. The area dA is found from the arc length 2$ 
multiplied by the infinitesimc1 shell thickness dt, thus 
dA = 2(jit dt 
From trigonometry $ can be expressed as 
• - 2 Arctg /*g^[)iff for ( t ° + t ) > a° 
A 1 - 9 
<(> - 7T for (t0+t) £ a0 
The inequality (t0+t) £ a„ in eq. A1-9 arises only for extended target dose 
calculations within the core by means of the integration procedure. 
The average dose to the cylinder can now be calculated as 
* 1 fto+a° D(z,0,t,ao) - i D(z,6,t)2(f>t dt A1-10 
A
 t„-a0 
where A » TT a 0 2 is the total area of the sensitive element. 
By inserting the expression for the point target dose, eq. A1-8, and the 
geometry function, eq. A1-9, into A1-10 the expression for the extended tar-
get dose Is obtained 
= «,.,.t...> - 2 ^ , ft i £ | - [,. t ,a-
 Jrotg /a-U^ , dt „.„ 
This integration is performed numerically in a computer, and Fig. 10 shows 
calculated extended target dose distributions for the ions, a) the subtrac-
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tion procedure which includes excitation energies, and^b) with integration in 
the core. 
At distances from the ion path greater than 3 a0 the extended target dose 
approaches that calculated from the point target formula, eq. A1-8, why this 
formula is used in the calculation procedure for distances extending 3 a0. 
In Appendix 2 is accounted for the calculation procedure and the computer 
code in Algol to be run at a Burroughs 7800. 
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APPENDIX B. 
Computer programs 
Tr<" appendix lists the computer program that is used for calculating the 
results reported in this work. The program language is Algol for the 
Burroughs 7800 computer at Risø, and the main program "REINT" makes use of 
four additional programs taken from the Risø coirputer library. These library 
programs are: "RISOE/ADAPINT/A" and "RISOE/QG/A" for numerical integration 
procedures, RISOE/SPLINEVAL/A" for interpolations in data files, and 
"(BJERGBAKKE)RISOE/SERVOGORPLOT/A" for plotting of point target- and extended 
target dose profiles. Except for the Risø computer library programs all pro-
grams were written in cooperation with Erling Bugge Christensen at the Ac-
celerator Department. 
In addition, the main program makes use of a subroutine "ZIEGLERSPLINE", 
which includes the stopping power data of Andersen and Ziegler^) for protons 
in hydrogen, carbon, nitrogen, and oxygen versus energy in the interval of 1 
keV/arr.u to 60 MeV/amu. This routine includes the coefficients necessary for 
the cubic spline interpolation procedure "RISOE/SPLINEVAL/A". 
An independent computer program "ZIEGCSN" (Ziegler spline Generation) com-
putes the interpolation coefficients for the specific stopping power-energy 
data arrays, and makes use of a Risø computer library program 
"RISOE/CUBESPLINE/A" for this computation. 
The Algol procedure "RISOE/ADAPINT/A" performs numerical quadrature of a 
function f(x) over an interval (A-B) by an adaptive 7-point formula. Th<- pro-
cedure is used by the main program for calculating the extended target dose 
as a function of distance from the ion's path. 
The Algol procedure "RISOE/QG/A" computes the integral function FCT(x), 
summed over x from A to B, using an n-point gauss-legendre quadrature rule. 
The procedure; is used by the main program for calculation of the activation 
cross sections in the core and track of the ion. 
The Algol procedure "RISOE/SPLINEVAL/A" evaluates a cubic interpolation 
spline at an arbitrary point. The program is used for calculating an actual 
proton stopping power value for a given input energy by means of a third-
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order polynomium. 
In order to obtain significant results in media where the ion energy changes 
drastically, e.g. in the Bragg-peak region of the slowing down ion, thin 
segments of the medium must be used. Therefore, the segmentation is performed 
for which a constant fraction of the ion's input energy to a segment is de-
posited in the segment. From this follows still thinner segments as the ion 
emerges into the medium. In the situation, however, where the total thickness 
of a medium is thin as compared to the range of the ion, a modification is 
introduced in the calculation procedure such that the initially calculated 
segment thickness never exceeds the total thickness of the medium. 
The use of the numerical integration procedures is optimized with respect to 
the number of integration intervals in order to cut down on computer time. 
The flow diagram below shows the calculation procedure of the main program. 
1: Record of input parameters 
2: Loop over the segments: 
•-Calculation of 8, z, and LET. 
Calculation .1' energy loss in the segment. 
r
 t.••oulati in of input parameters for the following segment. 
— If the energy is less than 1 keV/amu go to output. 
Calculation of average energy los3 in the segment. 
Calculation of average St z, and LET in the segment. 
Calculation of otrack, ocore, Etrack, Ecore, and RE in the segment. 
I Calculation of o t r a c k, o c o r e, Etrack» Ecore. LETav, an°" RE« 
3:^Read-out of output data on screen or printer. 
Plotting of radial dose profiles if required. 
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APPENDIX C. 
Derivation of an expression for dose in heavy charged particle experiments. 
The absorbed dose in the target samples in heavy charged particle irradia-
tions is obtained through calculations of particle fluence and average elec-
tronic stopping power for the ion in question. Derivation of stopping power 
described in section 2.6, and the derivation of measured particle fluence 
will be accounted for in this appendix. The experimental set-up for irradia-
tions on the tandem Van de Graaff was described in section 1.3 and schematic-
ally shown in Figs. 21 and 22. 
With reference to Fig. 23 the infinitesimal target area dA rotates with a 
velocity 
v = u)-r - 2irrN A3~1 
where r is the radius for rotation of the target and N is the number of revo-
lutions per unit time. The target area dA stays in the particle beam in a 
time tdA given by 
fcdA • v = •?¥?¥ A3"2 
where i is the width of the beam defining slit. The total time for dA in the 
beam during an irradiation time t is 
t*t 
Hot " tdA.N«t - -*— A3-3 itr 
and the total time for dA to stay in the beam relative to the total time of 
irradiation is 
• ^ - * A3-4 
t 7vr MJ H 
The particle flux ft in the beam is 
A _ Qbeam 
n«e"AS£«t A3-5 
where Qoean) is the charge in the beam, n the number of charges carried per 
particle, e the charge of the electron, and AS£. is the opening area of the 
- 91 -
beam defining slits perpendicular to the beam path. Beam divergence is found 
to have a negligible influence as the distance between the slits and the 
target is small, approximately 1 cm. 
The particle flux lll^  to the target is the beam particle flux multiplied by 
the ratio, eq. A3~4, of the time for the target in the beam and the total 
irradiation time 
,« • ttot Qbeam« g. 
«dA = N - j — =
 n.é. A s £. t. 2 l T r A3 -6 
With a slit opening area A sj = h«fc the particle fluence is expressed as 
* * Qbeam ._ _ 
* = N r t » « t <•= • ,. ,, A 3 ~ 7 
aA
 n'e«h'2ir«r J ' 
QCUp is the charge to the Faraday cup that is actually measured. Thus, the 
ratio between the charge to the cup and charge in the beam must be evaluated. 
From Fig. 23 it is seen that 4$ is the total angle for the clamping signal to 
be on for one revolution of the wheel. This simply leads to 
1 f"* 1 f2lt 
Qcup " 27 J Qbeam dw + -57 J Qbeam du> A3~8 
where the measured charge from the cup is zero in the interval 0 < u <^ U$ and 
equals Qb e a m in the interva] 4ij> < Qbeam i. 2ir« Tnis leads to 
1 f2ir 1 
Qcup - "27 J Qbeam du = "27 Qbeam (?-T-H) n<t> 
and 
Q c uP „
 k . ZiHJi A3.9 
Qbeam ' 27r 
This ratio is found geometrically or easily measured either by an oscillo-
scope coupled to the clamping circuit, or simply by measuring a discharge 
current to the integrator with and without the clamping signal feed into the 
charge integrator. The ratio is found to be k, = 0.825 leading to 
* .
 n . °°"P fa _ . 2. 5. 1 0» SSHEc.-] A3-10 —*—2=* - 2.5.1017 — ^ 
0.825«n-e«h-2Trr *,D u n 
where h « 6.6*10"* m and r - 7.3*10~2 m and the charge is expressed in cou-
lomb. 
- 9 2 -
The dose to the target is calculated from the track average electronic stop-
ping power S a v in the target and the particle fluence of eq. A3~10 as 
D
 " 7 Sav-* - 1.02«1(T3 S a v - ^ [Gy] A3-11 
with S a v expressed in MeVcm2g-1. This equation for dose is valid for any 
medium exposed to any kind of heavy charged particles in the present experi-
mental equipment. 
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APPENDIX D . 
Lis t ing of computer program 
100 
200 
300 
400 
500 
600 
700 
800 
900 
1000 
1100 
1200 
1300 
1400 
1500 
1600 
1/00 
1800 
1900 
2000 
2100 
2200 
2300 
2400 
2500 
2600 
2700 
2800 
2900 
3000 
3100 
3200 
3300 
3400 
3500 
3600 
3700 
m 
4000 
4100 
4201) 
4300 
4400 
4500 
4600 
4700 
4800 
4900 
5000 
5100 
5200 
5300 
5400 
5500 
5600 
5700 
t SET INSTALLATION 12S 
BEGIN 
CIPKENT « * • * * NOTICE I THIS VEPSION OF THE PROGRAM USES A 5PLINE 
INTERPOLATION METHOD AND REQUIRES THE FILE •ZIEGLEFSPLINE• 
TO HE PRESENT PN THE USERrACKJ 
4 
PCKEN-
fi£). 
*r~ 
AND 
S 
£ LET 
OP 
THE 
TED 
THE 
T 
CCHHENT THIS PRGGRAM INCLUOES CALCULA 
CFOFM?: EXPONENTIAL KANGE-ENE 
TRACTION OF E-TRACK FROM LET 
H A L SANGf-ENERGY RELATION AN 
THE PFOGRAM CALCULATES: POINT 
3Ef DCSE#rROSS SECTION I N THE 
RE.THE CETECTOP I S DTViOEO I 
AND ALL CALCULAIIONS ARE P E W 
AVERAGE 6ETA.AWERAGE FNESr>Y L 
«ND RE AfiC ..".. l!LATE.r "» "ACH 
TH«. CCHPLETE DETECTON . . C VLC 
I N D I V I D U A L SECMENT-SE'S Oo.' E 
AGAINST THE ENERGY LOST I « TH 
TOTAL ENCFGY LOSS.THE PRINTED 
I S BASED ON AVERACE VALUES FO 
SOE/ fLCTSTART/A-
SOE/FLCTAXES/A" 
TICH.S I N FCRK2 AND FORM 
FGY FELATICN AND SIHFEL 
TO SET E-CORC# F0h«4 :EX 
r INTEGRATION I N THE CO 
TARGET OOSE.CXTENOEO T 
CORE ANO I N THE T"ACK, 
U P A NUMBER OF SEGMENT 
CRMED FOR EACH SEGMENT. 
CSSrAVERAGE 7EFF»AVEPAH 
SEGMENT.THE F INAL RE F 
L'LATEO AS AN AVERAGE OF 
ACH SE3MENT-RE I S HEIGH 
: iNOrvJOUAL SEGMENT TO 
DUT RE FOR EACH SEGKEN 
T HE SEGMENT! 
INCLICE " P I 
. INCLlDt "PI 
SCI NCASK 
IN1EGCR T 
30CLEAN E 
REAL AhEl 
ERROR 
t)37A» 
SIGPT 
GOSEF 
U . T 2 
FILE « £ « 
DEFINE Ki 
FILE OUTC 
FILE 7IEG 
; mtite "4i 
: INCLUDE " S I 
; iNCLtce * R I 
P£AOtiIEGLE3SPLIN'tr/»NN>! 
COMMENT » * • * PEAC NJM3ER fif DATAfOINTS IN Sr-LINE-FILE **»•'• 
HEAL ARRAY E»C»K»N#0»CBC*CCC»DDC#0&»-»Ci;K»aOH,e6N»CCN»nDN» 
£8C,CCC.r'DC£0:NNj: 
COMriENT • * • « » * » • • * • • • » • • * • • * * * • » • • • • • • • • « • • • • • • • » » • « • » • * • * » • • • • • ' 
HEAL S: 
EECCIC fPfAY TrtEC0:I9i ; 
EBCtlC VALUE »MAY TPE(" FILC DYE NYLON ALANINf )? 
L2CD1C VALUE ARrAY KINOCFCPH 2, SPLINEFCRM 4. SPLINE") . 
COMMENT • » » » « • • « • » • « • • • » • * • « • * « • • * * • • • * • » » « • • • • » * • • * • * • * » • • • * * * * < 
REAL PflGCEOUHE IE T(7YP£#£NE W W 
Y P E , Z # N O S E G . X F I . N 1 . D » Q » N 0 F ' J N . S E G M E N T S . » ' P C » N N ; 
XIENCECPLOT»PRIKT,NEW,PLOTT,PRFLCT»OVERSANGE»R£*QTE: 
GHT,2EFF»£TOT»DENS»THlCK»D17»BÉTA»PI.AO.T»ÉRGl#iLRG2jIKEKGr 
"rPLL»l»F3E#TAU*ETPACK.EC3RE»SlGI'T»DCQRE»5iCHC#SIG»TnT.ERG. 
7H»TM»INFETA»INL£T» AVLET^ETRACNRjECORERr 
F,SlCrtCK#AVLETP»lNC#JT#L0M.I11T,T0#THK.DlST, 
OftSICMA»tOSEFUfiTRACN»LETTOT»LFTNUCL»PCT. 
,T3»Sl»S2»IU»K2»K3; „ . 
«IND=REMCTE*MAXRECSiZE=32)»INP(NINC=RErtOTE); 
Y3P0-INPi»0ISP=REM#; 
KINQ'PFIHTE«); 
P.LRSPLINE(MN0 = DIS|t»MYUSE=TN#FlLETYPE=7); 
JCRGEAKKt)FISOE/SERV0GOPPLOT/A" 
SOE/CG/A" 
SaE/ADAHINT/A" 
SQE/SPLINEVAL/A" 
5800 
5900 
6000 
6100 
6200 
6300 
6400 
6500 
6600 
6700 
6800 
tttt 
7100 
HM 
7400 
7500 
7600 
7700 
7800 
7900 
VALUE IYPE^ENEKCY; 
1NIEUER n e e ; 
HEAL EHEHGY; 
EEGIN 
REAL i)5»!"»£»fi»S#S5»Z5»F5»9'>»R5»Db»£/; 
liEulN 
I F Z = l THE.4 
LLSf 
IF /=? THEN 
7 5 : = t<l«7. ( !763-3«EX ,>C-C7.6-LNfl33*LRGl>>««Z)) 
« C 1 - f X P ( - ( 0 . 7 4 4 6 * 0 . I 4 Z 9 « ( L N t l 3 3 * E R G l ) J « 0 . 0 1562 
• (LN{ERG1»13J))**2-0 .00?67*(LN(133*ERG1))««3+ 
1.3205-6*(LUC133»FRG1>. » f ) ) ) « 2 ) * « 2 
tF S 7=3 THEN 
^5s = CU«7.2763-3«FXP<-<7. * -LN(133<»£f !Gl>3"2} ) 
• f l - E X P ( - 0 . 7 1 3 B - 2 . 7 ? 2 » E f i C l - 1 . 3 4 8 « r « G l « « 2 ) ) * 3 ) « « 2 ELSE 
Z5i = <?*( l -<EXP«-5. f .G36»7«»(-2/3)*S0RT(ERG1) SlNtfl.e ' " - - - - - - - - - -. . . . . . . . 0 . 0 3 7 f * 0 2 » 2 » » f - 2 / 3 ) « S C R T ( E R G l ) ) ) ) * f 1 . 0 3 4 - 0 . 1777« 
E X P ( - 0 . 0 9 1 H * 7 ) ) ) > » » Z : 
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eioo 
8200 
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9900 
10000 
10100 
10200 
10300 
10400 
10500 
10600 
10700 
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10900 
11000 
11100 
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11400 
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11700 
IF (i = i (if Z=3Y AND ERCK.15 ThEN 
ZH: = CZ»U- lEXP<-5-&336*Z«*C-2 /3}«S3»T(Ei<G!) -0 .0 37 o * 
S I N f 8 . 3 0 2 • Z » » f - 2 / U * 5 e f l T < t R G l ) )>>*< 1 . 0 3 4 - 0 . 1777* 
E > r p ( - O . 0 0 l l 4 * ? ) ) ) ) * * 2 
ELSE 
ZH:=Z55 
/ 5 : = M I N C Z 5 » Z * Z > : 
CGRTHEM FOR 1=2 OR Z = 3» ZH TS TFE S3UAKE OF THE R A T I O 
OF TH£ EFFECTIVE CHARGE* FOR THE HE- O-I L I - I O N 
AND THAT OF I H E PROTON CALCULATED FDOK THE GE-
NERAL FOMULA FOR ZFFF.7H TS ONLY USED FOP THESF 
ICriS Kl HYDPOGEN TAKUET? AT E'IESGIES < . l r . PEV/U; 
CCMMENT FOR 1=2. 75 IS ThE SSUAÉE JF Trtt RATIO CETWFEN 
TPE. E F F E C T I V E CHARGES OF THE H E L I U M I O N AND THE 
PPOTCF: AT TWE SAME V E L O C I T Y WHEM ENTERING A 
SEGMENT J 
C C N P T M FCH 7 = 3# / 5 I S THE SOUAFE OF THE R A T I O "ETHEEN 
THE E F F E C T I V E CHARGES OF THE L I T I U M I O N ANO THE 
P H 3 T 0 N AT THE SAKE V E L O C I T Y WHEN E N T E R I N G A 
S E C P E K T : 
CCHMENT Z5 I S THE SSUAUE OF THE RATTO AFTHEFN THE E F F E C T I V E 
CHANGES OF THE I O N ANO THE PROTON AT TH R SAME 
V E L C C I T Y WHEN E N T E R I N G A SEGHENT; 
CCHHENT HERE STARTS THE S°LIR!T I N T E S P C L A T ION CN S T O P P I N G 
FOWER TABLES I N OFCER TC 0-1TATH LET FCR 7»*E D E S I R E O 
MTeKl»L»FUH#3YE» NYLON OP ALANINE; 
IF E*G1<=1 THEN 
BEGIN 
E7:-65060*i:Rl.l*AS.EIGHT/<Z*UWEIC-HT«l2)* 
S0RT<7««(2/31*3.302)); 
p5:=0.r>*LNJl*E7)»Z548.3»Z*Al1ElGHT/((E 7*0. 1076 18»E7». 
0. 57544 )*<<«*EIGHT«I2)*SCfiTtZ*«f 2/3 >«3. TO?)))? 
11600 
11900 
12000 
12100 
12200 
12300 
1240C 
12500 
12600 
12700 
12800 
12900 
13000 
13100 
13200 
13300 
13400 
13500 
13600 
13700 
13600 
13900 
14000 
14100 
14200 
14300 
14400 
14500 
14600 
14700 
14600 
14900 
15000 
15100 
15200 
15300 
15400 
15500 
15600 
15700 
15800 
15900 
16000 
16100 
16200 
16300 
16400 
16500 
16600 
16700 
16800 
16900 
17000 
ENO 
cLSE r5:=0; 
CCHFEHI P5 I S THE NUCLEAR STOPPING POWER DF THE I C N I K 
CASBON: 
P;=SFLTNrvAL£MN»ENERGY»E»C»eRC/CCC»3CC)»75; 
COrtHEKT P IS THE COLLISION SUPPING POWER OF THF IOM IN 
CARBON INTERPOLATED F8CM ZIEGLFR-CATA• 
IF ERC1«=1 ThEN 
BEGIN 
E7:=3Z5 30*ERGl*AWEIGHT/f7*(AWEIGHT+1)* 
SQRT<7** t2 /3 )« l ) )S 
05:=0 .5*LN( l«E7) *5096 .7«Z*AkEloHT/ (C7»0 . 107* I f l * 
E7*«0. 37544 ) / < A W E I G H m ) / S 0 R T Q * * C 2 / 3 > * 1 ) ; 
tNi) 
ELSE 05:=o; 
COHMTKT 05 IS THE NUCLEAH STOPPING POWER CF THE I 
HYDROGEN; 
0: = SPL1N£VAL(NN,ENERGY.e»H»oari,CCH,DrtH>»7H: 
COMMENT 3 IS THE T3LLISIQN STCl-PING rTIWER OF THE 
HYORCGCN INTERPOLATED FFtl« 7IEGLES-DATA; 
IF EKGI<=1 THEM 
3EGI.M 
E7: = 65Q60*c:fiGl*AKnGHT/(Z*<JIHEICHT»l4)* 
SCRT(Z**<2 /3>«3 .6«m>) ; R5:=0.5*LNCl*E7)«2548.3*Z*AlfEIGHr/CE7«0.107Mfi* 
E7**0.37544 5/CAWEIGHT*1*)/S9RTC7**12/31«J.6 
END 
ELSt R5:=0; 
CCHHTNT R5 IS THE NUCLEAR STOPPING POWER OF THE I 
MITOGEN; 
fi: = SFLi:*EVAL(NJi»ENFRCY#E»N»deN»CCN#D0N>»75; 
COHPEM R IS TH-: COLLISION STCPPING POWER OF THF 
NITROGEN ! U E R P O L A T L D FROM ZIfGLER-"ATA; 
IF £HCl<=t ThEN 
dEuIN 
E7:-bS060»EFCl*AWEIGHT/fZ*(AWEIGHT»16 ) • 
S Q M ( Z * * C 2 / ! ) « 4 ) ) ! 
S5:=0.! ,«LN<l»£7)*?548.3*Z*AI>Ei&hT/lE7»0. 107fil<!« [7»«0 .375s4>/CAW£lGHT* lO/S03TC7**12 /3>«4) ; 
ENi) 
LLSE S^:=0; 
CG#»*ENI S5 I S IKE N'JCLIAR STOFPING POWER CF THE I 
U>YGLN; 
S:-SrLlNEVALt«N»EnFRrY»E»0» J?0,CCn.t)^3>*75; 
;C.<P£NI S IS THE COLLISION ST'i'PIKG POWER OF THE 
OXYGEN TaUPPOLMEO FSCf 7IECLEP-CATAJ 
IF *YRE=0 TPtN 05:= .53792«f« .09484«3+.1212»R* .14405 
IF TYPE*! THEN 0 5 s - . 6 6 4 4 * ? * . 0 7 2 * 6 » 0 « , 0 9 6 8 9 * » » . 1 ^ 1* 
IF TYPE=2 THtN 05t= .6J72*P«.097J*C».12J9»R#.1*16*S 
J5:= .40C5*H».0778*1« . 1573«««. 3S6 3«s; 
CCMXcf. f C5 IS THE COLLISION STOPPING ?0WE9 IN MEV 
FCR THE I l H IN Thf " 
L E T : = 0 5 » 1 . & Q 2 » 1 3 - 6 * O E N S ; 
CN IK 
I3N IN 
5 9 3 ) ; 
ON IN 
ION !N 
TAPUET HATÉRIAL;
CN IN 
ION IN 
•S EISE 
S ELSE 
ELSi: 
CN*»2/G 
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17100 
17200 
17300 
17400 
17500 
17600 
17700 
COrtHtKl LET JS THE COLLISION STOPPING PGHEK IN ESG/HH 
tOK THE ICN IN THE TARGET MATERIAL; 
IF TYFOID THEN D6:=O.63?92*?5*O.094e*«05»0.1212*R5» 
O. '4405*S5 EISE 
IF TYPE^l THEN Db: = 0 .6644»P5«0. C 7 2 « * 0 5 * 0 .09&e9*N ,i* 
0. : fc*l»S5 PLSE 
IF TYF£=2 THEN 08 : -0.6372*i iS«O.OS73»3S»0. 1239«liS» 
17800 
17900 
18000 
18100 
18200 
18300 
18400 
18500 
18600 
18700 
18800 
18900 
19000 
19100 
19200 
19300 
19400 
19500 
19600 
19700 
19800 
19900 
20000 
20100 
20200 
20300 
2 0 * ' " 
2 ; « 
20F00 
20 00 
20800 
2O900 
21000 
21100 
21200 
21300 
21400 
21500 
21600 
21700 
21800 
21900 
22000 
22100 
22200 
22300 
22400 
22500 
22600 
22700 
22800 
22900 
23000 
23100 
'3200 
5300 
23400 
23500 
23600 
23700 
0.t41fc«S5 ELSE 
J£t=O.4C6 5«PS»O.O?/e»05*O.157 3«F5«0. iC6 3*SS; 
LETKUCL — C6; 
COPHENT Ofc ANO LETNUCL ARE THE NLTLCAR STOPPING POWLR 
IN MEVCH*»2/ii FOR THE i CN IN THE TARCFT MATERIAL? 
LETT0T:=tO5»i)6)»1.6O2*ia-6*0ENS; 
COHMfNT LETTOT IS THE TOTAL STOPPIKS POHCR IN ERG/CK 
FCk THE 10« IN THE TAPGET MATERIAL; 
COHMtNT LETTOT IS USf.O FOR THE ENERGY CALCULATION OF 
THE SLOHIKG PIUN Of THE IOX»WHILE LET IS USED 
fCfi TH£ OOSE OEPOSITiCN OF THE DELTA RAYS J 
END; 
COMHEM < 
END 
HEAL PROCEDURE EPOINT(T); 
COMMENT HFEN THE DISTANCE T I THf TON'S PATh IS GREATER 
THAU THREE TIMES THE RADIUS OF THE SENSITIVE FLEMENT»THE 
&CSE IS CALCULATED 9Y THE PCINT TARGET APPROXIMATION 
fC.IHULA EPOTNTfT).BELOW THIS CTSTANCE THE DOSE IS 
CALCULATLD AS AN EXTENDED TARGET FORMULA E«AR(T); 
VALUE T; 
REAL T ; 
gEGlN 
I F TYPE=3 THtN 
E f0 IKT:= l . 2É3 3-e*DEN5*(7EFF/BETA/T)««2» 
IMAXC 1 3 - 5 * ( 1 - C E N S / & I / . 5 6 6 8 * 1 n ) * * . o 
COMMENT EKG/CM**3' 
ELSE 
EPCINrs=l.Z*3-8»DENS«(ZEFF/BETA/T>*»2* 
C M A X ( 1 3 - 5 » C 1 - C E N S / S T / . 5 6 6 3 * T ) ) ) » » . 6 ; 
COMMENT £ R C / C H * * 3 ; 
END; 
HEAL PFOCEOllflE E E X U T ) ; 
COMMENT ££XT<T) IS THE ENERGY EXPRESSION TO CE USED FOR 
THE EXTENDED TARGET DOSE CAICLLATION OF EEARJ 
VALUE T; 
REAL T; 
EEGIN 
SEAL ALFA; 
TJ=MINCT,TAU>; 
I F ( T 0 * T < = A 0 ) THEN ALFA:=PI/2 ELSE 
A L F A : = A « C T A K ( S 0 R T ( A P S ( ( A 0 « * 2 - ( T O - T J « * Z ) / ( ( T 0 * T ) * * 2 - A O » » 2 ) > ) > ; 
E E X T : = C H A X < 1 3 - 5 » 1 - 0 E N S / B T / . 5 6 6 8 » T > > « . 6 / T * A L F A ; 
END; 
KEAL PHOCtOUliE fBARCZEFF#BETA,T»AO#DENS); 
VALUE ZEFF#8ETA,T,A0,DENS; 
REAL 2EFF/UETA/T,AOsUENS; 
CECIN 
COHM.LNT EXTEKCEC TASiET OCSE CALCULATION.ZBAR IS THE OOSE IN 
tRG/CH*«i CFPCSITED IN A CYLINDER WITH LENGTH ANO 
MAMETEF E8UAL TO 2*A0.CEXT(T> IS INTEGRATE«* FROM 
23800 
23900 
24000 
24100 
24200 
24300 
24400 
24500 
24600 
24700 
24800 
2*900 
2*000 
25100 
mi 
25400 
25500 
25600 
25700 
25800 
26000 
rO-<0 IG TO*AO oY HFANS \)F TriF COHPUTERCOCE A P A P W ; 
ios=i; 
IF TYF£=3 ,'HtN 
fcbAP;- If T<^3«A0 THEN <1.6083-8«CZEFF/AO/BETA)«»2*DENS« 
AOAPIM*E£XT,MAmOHLlMlT,T-AO),T»AO».1,150* 
«OFUN,£HKCh)> ELSE EPIUNTCT) 
COMMENT Lfi-J/CM'oi; 
ELSE 
E D A * : * i f T«-i«AO THEN {1.63S-0!»*(ZEFF/AO/bETA)««2«PENS« 
ADAPiNr<lEXT»HAML0WLIHllfT-AO,» r * A C , . l , I 5 0 # 
NOFUN#Efii<CR)l ELSE EPOlNTfT) ; 
COMMENT t>G/CH»<»3f 
ENO; 
COMMENT • • • • • • • • • • • • • • • • • • • • # • • « » • • • • • • • • • • • • » • • • • • • • • • • • • • . • • • • • • • « 
FORMAT FrtT2</"»««««««««**»» RELATIVE EFFECTIVENESS # • • # « • • • • • • « « • < 
/"KINO OF CALCULATIONS : " » M 4 
/-CLT'.CTOK TYPE : 
/"DETECTOR DENSITY S 
/-DETECTOR THICKNESS 
'A? 
/ -PAF IJC l i : ATOMIC NUMSER 
/ -FAfTICLE ATOMIC WEIGHT 
' » F 6 . 2 , " u/CM*«3" 
: "#E10.J»" CM" 
: "»13 
J " ,F i> .2»" AMU* 
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2 6 1 0 0 / - INITIAL ENEKGY : 
26200 / ' INITIAL «CTA : 
26300 /"INITIAL LET : 
26400 * *EV*CH*»2/G-
26500 /-»ACIL'S OF SENSIVE ELEMENT '• 
26600 / - 0 S 7 : 
26700 / - "/ 
26800 " " / 
26900 "RL : 
27000 -AVERAGE ETRACK : 
27100 -AVEKAGE EC OSE : 
27200 -AVEKAGE SIGHATRAPK : 
27300 -AVERAGE S1GHAC0RE : 
27*00 -AVERAGE LET : 
27500 -PCT. DEP. PR SEGMENT : 
27600 "NUMBER OF SEGMENTS IN TARGET : 
27700 LIST LIST2{KIN0£SIGNIPPC>»141#TPECTYFE 
27000 INtR6»INb£TA,lNLET»A0#D3«'A#RaE»ETMCKpEC0F£ 
27900 SEGMENTS): 
20000 FORMAT FhTJ<-RANuE OF 1 HL 10H '. 
26100 LIST L l S T 3 ( 0 1 S n ; 
282C0 fctMOTE :=HYJ0J.STACKN'J = MY3ELF.ST»CKNO; 
28300 IF NUT Urdlt. TfcEN FCK.KIflO^VAHJECPRINTE 
28400 REPLACE I HE 0 Y t S : - T I H E C 7 ) ) . I 47:121 FOR A 
28500 0 iS ITS»" - -»S .£29 :S ] FOR 2 D ICITS." 
28600 - : - * S . t l 7 s E I F(1H 2 D I G I T S , - : - , S . C I 
28700 COMMENT (PR iS "TV YY-HM-'JO HH:MN:SS-J 
28800 Far. I : -U STEP 1 UNTIL NN 00 
28900 fctCIK 
29000 SeAJC?IEGLE/?SPLir'E»/»fiBCCn); 
29100 RLAD<ZIEGLERSPLINE,/»CCC£I]J S 
29200 «LA0C2ICGLtRSPLINE»/»D0C£Il); 
29300 ENE. 
29400 FOR l:=0 STEP 1 UKTIL NN 00 
29500 9EGIN 
29600 PE*DfZIECLERSPLINE»/»BeH£IJ>; 
29700 PtAOCZIEGLERSPLINE^/^CCHIIJ); 
* # E 1 0 . 3 # - MEV/AMU' 
' » t i l . A 
' • E 1 1 . 4 * 
•#E10.3»" CM" 
••F*>.1»- NRAD-
- » F b . 3 / 
- . E 1 0 . 3 . " ERG/CM"/ 
" , E 1 0 . 3 » " EfiG/CH-/ 
" / E 1 0 . 3 . " C M " 2 V 
- . E 1 0 . S . " CM»»2"/ 
" » E l l . 4 » " HEV*CM»*2/G"/ 
-#F7 . ? » - t " / 
- . 1 5 > ; 
*M.DENS »THI CK»Z.AKEIGHT» 
»S1GHT»SIGMC.AVL£T»PCT# 
-.£10.3." CK">; 
fit 
CIGITS»---»S.H5:6] FOR Z 
-.5.(2 5:61 FOR 2 OIGTTS, 
1:6] FO« Z DIGITS. 
29800 
29900 
30000 
30100 
30200 
30300 
30400 
30500 
30600 
30700 
30800 
30900 
31000 
31100 
31200 
31300 
31400 
31500 
31600 
31700 
31800 
31900 
32000 
32100 
32200 
32300 
32400 
32500 
32600 
3261C 
32700 
32710 
32800 
32900 
33000 
33100 
33200 
33300 
33400 
33500 
\m 
33800 
Will 
34100 
34200 
34300 
34400 
34500 
34600 
34700 
34800 
34900 
35000 
fiEAUdJTtGLEHSPLlK'E./rOOHCIl); 
ENO; 
F3P l :=0 STEP 1 UNTIL NN DO 
BEGIN 
PEADCZ IEGL£RSPLINE./#6BNCI3 ) '• 
BcADCZItGLEHSPLINE./ 'CCNII' ' ); 
RtAOCZ lECLEf Str-LINE./^CDNIl] ) ; 
END.' 
FUR i :=0 iTEP 1 UNTIL NN 00 
BEGIN 
PE»OlZIEGLE»SrLI»CE./»CeOIIl J i 
SEAD(ZlLGLERSPLINE»/»CCOtI]); 
StADCZIECLERSPLINE./.ODGEI]): 
ENDS 
Fun l : - 0 STEP 1 UNTIL NN Dd 
EtGIN 
fiEADCZIEGLERSPLIKE#/»EtIl); 
REAOCilEGLERSPLINE»/»CIII); 
fitAOCZlLCLCfiSPLINE./'Hli]); 
FEA[)CZIEGi_ERSPLIKE./»NII])S 
Ht A O ( Z I L C L E K S P L I N E . / » G I I ] J ; 
E.'lDs 
CLOSE(ZIECLEPSPLINE); 
P l :=3 .1415^2654; 
* R 1 T £ { R £ M . < - £ N T £ R 1 OR 2 TO? DEFAULT TO F I L N 0.1 A L A N T N E . ELSE 0 " > > ; 
REACCINP. / ,?> ; Mill D£NS: = 1.13;A0: = 13-7fPPC«*=0;LGWLTHIT: = 13-8 .'037: = 3.729J9? 
D37A:=33; 
2: TYPE: = 3;CE»S:=1.21 ;A0:="i3-7;PPC:=0;LOWLINI T:= 13-B;D37: = 1.27139J 
C37A:=10.5! 
ELSE: 
NRITECREM.<"DETECTOR TYPE? FILH»0»0YE=1,NYL3N=2.ALANIN£=3">); 
READ(INP./,TVPE>; 
NR1TECRE|1*<-0EWJITY OF DETECTOR ?">>» 
READCNF./.CEKS); 
HRIT£(REH.<"RA01US CF SENSITIVE ELEMENT.(CH) ?">>; 
R£AO(lNP»/#AO). 
HRITLCf>EH/<-NUHeER CF POINTS IN THE COHE-INTEGRAT I U ! » " » ; 
rfRIT£<fi£H.<"VALlD INPUTS ARE: 0 , 8 . 1 0 . 1 2 . 1 6 . ? i , I Z , 4 5 . G 4 . » > > ; 
KR1T£(B£N»<"A 0 CAUSES CALC. OF ECOPi dt SUBTRACTION 0F->>! 
NRITE(SEH.<-£TRACK FROrt L£T .">> ; 
REACdKP. / .PPC); 
M R 1 T E ( R E N . < - L 0 M E R L I M I T FOR I N T E G R A T I O N ( 1 E - 8 ) "> I ; 
R E A C C I N P . / . L O H L I M I T ) ; 
ENT; 
N R 1 T E C R E H . « " 0 E T E C T 0 R TH ICKNESS I N CH ? " > ) » 
R E A ' . ( I N P . / > T H I C K > ; 
HP ! £ ( « £ « / < " 0 3 7 I N M R A O " > ) . 
-*.L iC( INP/ / .C3ZA^; 
D?/:^037A*l30e*OENS; 
KrlIU<REN»<"NL'rte£R OF SEGMENTS IN DETECTOR ?">>. 
N £ A & ( I « P . / . N J « C > ; 
NR17tCI«EH.<"lNlIIAL ENLR'.Y OF PARTICLE IK HEV/AMU ? - > ) ; 
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35100 
35200 
35300 
35*00 
35500 
RE«C(INP»/>EftCl); 
IK£*C:=ERCi; 
«ifilT£Cl;EH,<"ATOHC NUJIBErl OF PARTICL£?*>) i 
KEACUKfWW): 
MRIUC*£M»<"ATOMXC HEIGHT ?)F PAPTlCLE?->>i 
35600 
35700 
35800 
35900 
36000 
36100 
36200 
36300 
36400 
36500 
36600 
36700 
36800 
36900 
37000 
37100 
37200 
37300 
37400 
37500 
37600 
37700 
37600 
37900 
38000 
38100 
36200 
38300 
36400 
36500 
36600 
38700 
36800 
38900 
39000 
39100 
39200 
39300 
39400 
39500 
39600 
39700 
39600 
39900 
40000 
40100 
40200 
40300 
40400 
40500 
40600 
40700 
40600 
40900 
nm 
aE«o(iNP>/»«<tEic;u); 
HR1TE(REN»<"IF PLCT: ENTES 1 . LrPLDT 2# RO PLOT 3 " > ) ; 
kEAOCINf» /» I j ; 
CASE I CF 
BEGIN 
1 * PRPLOT:=F#LSEi 
rLOTT: = TRl'ES 
TERKIKALPL3T; 
2s rSi?LOT: = »aOTT:=TKU£; 
LPPLOT; 
ELSE: PRPLUI:=I»LUTT:=FALSE; 
ENO; 
iJCT: = 100*(EXP<LNCER&l/EtO]>/(NOSEG*0.95))- l); 
COMMENT PCT IS THE PERCFNTUAL ENERGY LOSS PER SEGMENT. 
PCT I S USED FOR CALCULATING THE SEGMENT THICKNESS; 
TPLL:=AO»LOMLIHIT: 
I F P L 0 I I THEN 
BE6IN 
hRITEChErt, 
<"IF PLCI* EXTEK3ED TAREET:1,POINT TAfiGET:0"> )» 
R E A D C I N P W s I ) ; 
EXTENCECPLQT:=I-I; 
MfcIT£<h£M,<"rtAX DCSE ON DOSE-AXIS IK UNITS OF LOG(HRAD)*>); 
READ(INP»/#0)' 
ENO; 
K L : = 2 * R P C « U 2 « ( I F NOT EXTENCE9PL0T THEN 5 ELSE 
IF PPOO THEIi 0 ELSE 2 1 ; 
NRlTECfiEM»<"IF PRINTED OUTPUT : ENTER 1# ELSE 0 " > ) ; 
REA0( INP»/» I ) ; 
I F 1=1 THEN PRIKT:=TRU£ ELSE PRINT:=FALSE; 
6EGIN 
LABEL OUTPUT; 
REAL ANCAV ETR#LT»Er«#STRrSCR»0ELTAEFR3I0:N0SEGJi 
REAL ARRAY EXIENDEDOOSE,POINT DOSE,EX TENDEDT, 
PCINTTIO:NQSEG'0:Nlj; 
ARRAY REFERENCE DOS'TACIrOi; 
CONMEM • » • • • • • • « • * • • • * • • • • • • « • * • • • • • • • • • • • • • • • • • • • • • • • • • • • • • • ; 
REAL PHCCEDURE BCDCT); 
COMMENT THE SIGMA-TRACK INTEGRATION FUNCTION BCOCT) MAKE 
USE OF THE EXTENDED TARCET DOSE FCRKJLATION EBAR(T). 
BCO(T) I S USEG I N THE SIGMA INTEGRATION CALCULATION; 
VALUE T; 
REAL T; 
BEGIN 
0CSEFOR?iGHA:=E0AR;?EFFr6ETA,T,AO,DENS>; 
COMMENT ERG/CM*«3f 
EXTENCECDCSEEO,IIs=LOG(DOSEFORSIGMA/DENS*13-8); 
COMMENT EXTENOEObOSEZOtlJ IS CNLY USED FOR PLOTTING OF THE 
EXTENDED TARGET OOSE é-FOFlLL AND IS EXPRESSED IN 
LOC(MRAD); 
DGSEF0RSlGMA:=«/037; 
aCO:=(IF 0OSEFORS!GMA<12-3 THEN DCSEFORSIGMA 
41200 
41300 
41400 
41500 
COMHEM 
tLSE U-EXPC-QUStFUKSIGMA 
EXTENC£CT?C»i):=LOC(H; 
i : = « * i ; 
END; 
) ) ) * T ; 
41600 
41700 
41800 
41900 
42000 
42100 
42200 
42300 
42400 
42500 
42600 
m 
42900 
43000 
mi 
43300 
43400 
43500 
43S00 
43700 
um 
43900 
CCMMEhT 
REAL f-*0C£0URE A3CCT); 
CCHKENT T K LTRACK INTEGRATION FUNCTION A8CCT) MAKE USE JF THE 
POINT TARGET DOSE FORMULATION EPCINT(T).ASC(T) IS USED 
IN THE DOSE FO THE TRACK £T> INTECRATTON CALCULATION; 
VALUE T; 
REAL T; 
BEGIN 
00SEF0RT*ACK:=£P0INT(T>; 
CCMPENT ERG/CM**3; 
PCINTCOSEtO,IJ:=LOG(DOSEFORTRACK/D£NS«ia-d); 
COMMEM P0INTD0SECD,IJ IS ONLY ISEO FOR PLOTTING OF THE 
. . f^ lKLJ£E£5IJ£H.P R 0 F 1 L E *ND I s EXPRESSLO IN LCGCHRAD; 
AaCJsOOSEFORTRACK«TJ 
PCINIT£6sI3:«LOG<T>; 
I : * « * I ; 
ENJ; 
fH ! s r 
E T C T : = 0 ; O I S T ! = 0 » 
IF PRINT THEN 
MfiiTtr -
(ICK 
C0CT»<A17// 
DELTA £ SETA B ZEFF LCTTOT LETNUCL 
CIST ECORE ETRACK SIGMAC3RE SIGMAfRACX"/>,TnE)i 
RiT£{0 lT»<A17/ / * "/>»TM£>; 
HI 
M R I T E ( 0 l ' T / < A 1 7 / / 
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43910 
43920 
44000 
44100 
44200 
am 
44500 
44600 
44700 
44800 
44900 
45000 
45100 
45200 
45300 
Uloo-
45600 
tim 
45900 
46000 
46100 
46200 
46300 
46400 
46500 
46600 
46700 
46600 
46900 
47000 
47100 
47200 
HEV/AMU MEVCM»*2/G 
CH"/>»TJ»E>: 
INd£IA:=SCRT<2*INERG/931.">; 
SE6KcKTS:*NCSEG; 
OV£*R/MGt:=FALS£; 
kHILE £RG1>C£02 30 
bEbIN 
COMMENT HERE STA3TS THE LOCP OVFR THE SES 
OETECTOR; 
8ETA:=5CRTC2*ERG1/931.8); 
IF 7=1 THEN 
2EFF:*l-EXPl-6.3246*S0RKERSlJ-1.2«ERtil 
ELSE 
IF 7=2 THEN 
2EFF:=<<1«7.2763-3«EXPC-C7.6-1NC133»£RG 
• Cl-£i(PC-<0.7446»0.1429»<LNtia3«ER 
*tLNCERGl«l33)»**2-0.00267«<LNC133« 
1. 3253-6* CLNU3J*ERC1) )••*))>*2>* 
Cl-EXP(-b.3246*SQRTtERGl)-1.2*ER<ii-14.4 
ELSE 
IF 2=3 THEN 
2CFF: = Cl*7.27 3a-3«EXPC-C7.6-LI.C133«ERGl 
•fl-EXPC-O.7136-2.792*£FG1-1.348« 
• Cl-EX?<-6.3246*S0RTlERCl>-1.2«El» 
ELSE 
iEFF:=2«l1-CEXPC-5.6036*SQRT(Ett£l>•/•*( 
SlMt3.8O2*S0RTCERGl)*7*«t-2/3)))) 
EX^C-O.08114*7>)>*<l-EXF<-6.3246* 
1.2*ERG1»14.43*E.<G1**2)); 
/EFFS=HINC2»4fEFF>; 
L*=L£T(TTPE»ERGI>; 
I F 0 = 1 THEN I N L E T : = L E T T 0 T / 1 . 6 0 Z : - 6 / C E N ' S ; 
I H K : = F C T / 1 0 0 * E R G 1 * A U E ! G H T / 6 . < : 4 2 S 5 / L ; 
DIST:=««THK; 
RENTS IN In£ 
14.43*ERG1*»?> 
!>>**2)) 
Gl»*0.01562 
F*G1 J)««3* 
3»ERG1**2» 
»••2)1 
ERG1**2)>»3 
Gl-14.43*EKG1**2>> 
-2/3>-0.03?C* 
•(1.034-0.1777« 
SORTCERtoD-
47300 
47400 
47500 
47600 
47700 
47800 
47900 
46000 
46100 
48200 
48300 
46400 
48500 
46600 
48700 
46600 
48900 
49000 
49100 
49200 
49300 
49400 
49500 
49600 
49700 
49800 
49900 
50000 
50100 
50200 
50300 
50400 
50500 
50600 
5C700 
50000 
50900 
51000 
51100 
51200 
51300 
Slits 
51600 
51700 
51600 
51900 
52000 \\m 
52300 
52400 
51188 
52700 
52000 
52900 
53000 
53100 
53200 
COMHEAT 
IF OIST>THICK THEN 
dEGIN 
T * K : = T H I C K - D I S T - T H K ; 
UVEHR*KGL:=TRUE; 
• 3 1 3 T : = I H I C K ; 
END; 
THE SEGMENT THICKNESS I S CALCULATED SO T.:AT IPCTJZ OF THE 
SEAKENT IKPUT ENERGY WILL BE DEPOSITED I N THE SEGNENT. I F 
THIS« HCUEVER« CAUSES CALCULATIONS BEYOND THE THICKNESS OF 
IH£ TARGET« THE THICKNESS OF THE LAST SEGMENT I S ADJUSTED 
ACCORDINGLY; 
IF 0=1 THEN 
BECIN 
CELTAE£0Ts=L*THK/ANEiriHT*4.24235; 
T I S = C ; 
s i s = i ; 
ENC 
ELSE 
IF 0=2 THEN 
BECIN 
T 2 S * C I S T - T H K ; 
C E L T A E T 0 J : = T H K » C L » C L - S L > / T 2 » T H K / 2 > ; 
D E - 1 A £ I Q 1 : = * / A V E I G H T * 6 . . 4 2 8 5 ; 
S 2 * = L ; 
EMC 
ELS£ 
PLCIN 
T3:=CIST-THKS 
R 3 : - ( L - S l - ( S 2 - S l ) * ( T 3 - T l > / f T 2 - T l > > / (T3*T3-T1«T1-CT2*T2-T»«T1)«(T3-T1)/ (T2-T1>); 
K2s=CS2-Sl-K3*(T2*T2-Tl*TlJ) / (T2-Tl )S 
l«l:sSl-K3*Tl»Tl-K2«TlS 
0£LTA£IA):3Kl*THK»0.5*K2*(2*T3*THK*THK*IHK)»K3/3* (5*THK«T3*CT3*THK>*THK*THK*THK); 
C£LTAtl[9l:=*/A»£IGH1*6.242S5; 
DLLT*£rB]:=MAX(0»OELTAEI01); 
S 2 J = L ; * 
T : * * T 2 ; 
T2l=T3J 
END; 
CCHPENT THE OEPOSITED ENERGY I N EACH SEGNENT I S THE 
INTEGRAL OF LET OVER IHE THICKNESS OF THF 
SEGMENT. T H I S INTEGRAL I S APPROXIMATED KITH A 
INTEGRAL OF A PARABOLIC EXTRAPOLATION OF THE 
111 OATA. SUCH AN EXTRAPOLATION I S / HOWEVER/ 
NOT PGSSJ3LE FOK THE F I R S T THO SEGMENTS. 
A MURE CRUDE MFTHOO I S A P P L I E P TH 
SEGMENTS; 
ERi>2:££|SGl-0CLTAE(0i; 
£T0T{=*«1)£LTAEI0J? 
IF ERC2««£(0J THE« 
3CGIN 
SEGMENTS:O; 
aVÉRRANGEJ*TRyE> 
COMMENT "NOSEC" IS USED FCit CALCULATING AVE FACE VALUES 
Or THE S(fMHARI7E0 RESULTS FOR ALL SECMFNTS WHEN 
THE TON RANGE TS BIGGER THAN T'lE TARGET THK-
NESS.F1H TARGET THfCNESS« »»IGGEP THA* TH: tON 
RANGE "SEGMENTS- IS USED AND PUT £OUAL TO THE 
THFSE THO 
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53300 
53400 
53500 
53600 
53?00 
53000 
53900 
5*000 
54100 
54200 
54300 
54400 
54500 
mu 
54000 
54900 
55000 
55100 
55200 
55300 
55400 
55500 
55600 
55700 
55000 
55900 
56000 
56100 
56200 
56300 
56400 
56500 
56600 
56700 
56800 
56900 
57000 
57100 
57200 
57300 
57400 
57500 
57600 
57700 
57800 
57900 
58000 
58100 
58200 
56300 
50400 
58500 
5É600 
58700 
58000 
50900 
S9000 
59100 
59200 
NUMBER OF SEGMENTS PENETRATED; 
CC IU OUTPUT 
t MJ * 
COMMENT ERG IS THE AVERAGE ENEFGT LQSS.3EIA IS THE AVERAGE 
RELATIVE VEL3CITY»AND 7EFF IS THE AVERAGE CHARGE 
TN THE SESMEMT; 
taG:=(EFGl»ERG2>/2; 
>»ETA:-SaRTi2*ERG/*31.9)* 
IF 2 - 1 THEN 
ZEFF: = l-EXPC-f .3246«S0RTCERGJ-1.2*ERG-U.43«ERG«2> 
ELSE 
IF 7=2 THEN 
ZEfF: = <Cl«7.2763-S*EXi>t-C7.6-LNC133*ERG>>*»2>> 
•C 1-EXPC-CO.7446*0.1429*(LKC1H*ERG»*0.P1S62 
•CLN(ERG*ia3>}"2-O.00267*tLN(ia3*ERG>)»3» 
1.325S-6*CLNtl33«€«GJ)**81>l*2J» 
tl-£XFt-6.3246*S0RTCER6)-l .2«ERG-14.43*ERG»»2>J 
ELSE 
IF 2=3 THEN 
ZEFF:=tl»7.2763-3*EXPC-<7.6-LKCia3»ERG>>«*2» 
• Cl -EXPC-0 .7136-2 .79 2*EFG- l . 348*ERG«2»« 3 
• C1-EXPC-6.3246*S0RTCER6»-1.2*ERG-14.43«ERG«?1) 
t L
^EFF:=2«tl-<EXPt-5.6O36*S0RT(ERG>«2*»C-2/31-0.0 37e* 
S INtS .002 • S 0 R T C E R 6 > » Z " t - 2 / 3 » > ) « C l . 0 3 4 - 0 . 1 7 7 7 * 
EXPC-0.0811**2)n*<l-CXF<-6.3ZU«SOPTCERG>-1.2» 
ERG-14.43»ER6**2)>; 
2EFF*=MII(7»7EFF)J 
L : = L E T < T Y P E # E R G > J 
COMMENT L IS THE AVERAGE CGLLISICK STOPPING POWER IN 
THE SEGMENT IN ERG/CM? 
LTC01 :=tETT0T/1.6023-6/PENS; 
C0.1RENT LTCO] IS THE AVERAGE IGTAL STOPPING POWER 1*1 
THE SEGMENT IN MEVCN**2/G; 
4T:=teETA«*2 / t l -0ETA**2) )**1 .67 ; 
TAU:=0.5668/OENS*9T; 
IF TAU<5.01*A0 THEN 
BEGIN 
IF TAU<=TPLL THEN 
BEGIN 
COMMENT IF THE RANGE OF THE OELTA PATS OOFS NET 
EXCEED 3ANGE OF THE SENSITIVE ELEMENT 
CT*U<AO)»ThE CALCILATI3NS OF ETRACK AKO 
SIGMA-TRACK ARE OClTTEO; 
i s » i ; 
STSIOI:=O; 
E T R [ 3 ] : - 0 ; 
END 
ELSE 
8EGIN 
i s = i ; 
STRI9J:=2*PI*0G(tt»TPlL.TAU,3C0>; 
: : = i ; 
ETR£3J:=2«PT*0G(16»TKL»TAU»A'»C>; 
END 
EKO 
ELSL 
BEGIN 
i:=W 
COMMENT INC IS THE INCREMENT IN OISTANCE T FROM I« 
59300 
59400 
59500 
59600 
59700 
59600 
59900 
60000 
60100 
60200 
60300 
18^88 
60600 
60700 
60600 
60900 
61000 
t\m 
61300 
61400 
61500 
61600 
61700 
61800 
IIS88 
62100 
627 00 
TENTER OF THE TON'S PAlH.IKC IS E3UI0ISTINT 
STEPS IA A LCOARITHKIC SYSTE«; 
iNC:-EXFCLNfTAU/C3*A0)I/3); 
CGMPENT STR IS THE I3TECRATI0K CF THE PCISSCK PROeA-
E1LITY t/ISTRIBUTION FORMULA IN THE TPACK GIVING 
SICKA,THE CR055-SEC1T0K IN THE TRACK; 
Sf*IOl:-2*rI*COG(l6»TPLL»3«tOrBCO)«CG<^?r3.001*AO»3«lMC*AO* 
eCDHOGC 32,3.001»1NC»A0,3«1NC»«2»A0,BCD?»OGC32,3.001« 
INC««2«*OrTAU#3C0)); 
COHftEKT CH**2; 
'COMMENT ETR IS THE TMTEGR..TIOH CF HE POINT TARGET 
DOSE GIVING ThC TOTAL POINT TARCET OOSE DEPO-
SITED IN THE TRACK! 
E U r 01 J-2«PI«(0G(16»TPLLr3«»0» AFC )*0&(32» 5 .001**0 »3«INC*A0» 
»8C)»0G(3Zr3.001*1NC*A0*3«A0«INC**2rABC)+OG(32*3.001* 
A0«INC»2»TAUrABC)>; 
CCMMEKT ERG/CHS 
COHKENT PPC IS THE NUMBER OF INTEGRATION STEPS IN THE CORE 
AREA.IF PPC*0 THE OCSE TC THE CORE IS CALCULATED AS A 
SUtfTRACTICN OF ETRACK FROM LET.SIGMA'CURE IS FOUNC FRfN 
AR ANALYTIC EXPRESSION INCLUDING POSE TO THE CORE AS A 
CONfTANT.TF PPCfO THE 00Sr TC TKC CQftE IS CALCULATED AS 
AN INTEGRATION OF E9AR IN THE SAME NAY AS THE DOSE TO THE 
TRACK MITH LOWES LIMIT OF INTEGRATION EOUAL TO "LCWLIRIT". 
SIGMA-CORE IS CALCULATED AS SlGMA-TRACK! 
IF.FPC=0 THEN 
eCRtSls-L-EJRIOl? 
CQMCCKT ERG/CM* 
DC0REJ=£CRtCl/(PI*A0«*2)/DEMS«i;-Cfl; 
COMMENT MRAO; 
EXTENCECDOiE£ 9 / 1 1 3 J s=E XTthOE DPOSE ( 3 > 1 U ) s-L0G(HAX(0CURE » 
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62/C? 
62800 
62900 
63000 
63100 
63200 
63300 
63*00 
6SS00 
63600 
63700 
63600 
63900 
64000 
64100 
64200 
64300 
64400 
64500 
64600 
64700 
64000 
64900 
65000 
65100 
65110 
EXTENCECDQSE£9rll31:=EXTEN0£D0OSE£3'114]:sL06CIIAX<0CO!iE» 
i a - 4 0 » i 
£ X T E . - < D E C U Q , l l 3 ] : = - e ; E X T E N 0 E C T [ C ; m j : = L 0 G ( . 9 9 9 9 * A 0 > ; 
I F C0C0l iC/037A»2O THEN DCORE:=C37A*20; 
SCJ*£ai:=Cl-EXPC-Or'HSE/037A>>«PI«A0*«2; 
EMU 
ELSE 
8E6IM 
C0H:'£KT SCRE3J IS THE INTEGRATION OF THE POTSSOK f-fiDHA-
I I L I T Y CISTRIBUflDN FOCMULA I N THE CORE 61VING 
SI G«A.THE CRCSS-SEtTIOK I N THE CCREJ 
SC*£3I:-2*if»I*COGCPPr:,LOHLIH!T»SCRTCA0*L?>l<LIHIT>*8CD>* 
OCfFPC»S0ftTCA0*L0HLIHIT)»»O»3CO)); 
COHtEKT CH««2J 
1S-113S 
ECli I i ] :=2*PI»(QGCPt'C,L0NLTHTT»SCIiTCA0*LQNLIMIT>,A6C)» 
GGtPPCrSQRTf A 0 * L C H L I H I T ) » A 0 » A 3 O ) ; 
CCNMENT CRG/CH; 
f.KOi 
I F SOT EXTENOEDPLOT THEN FOR T 0 : = - 8 ST£P 0 .2 UNTIL - 7 . 1 
uo A J C ( I O « « T O I ; 
R8£01 : = ( * C R f Q l * S T R E Q ] ) » b 3 7 / L ; 
I F PHINT THEK 
i i R I T E C 0 U T « < F s . 4 » F 9 . 4 » £ 1 1 . 4 , F 9 . 4 » t U . 4 . Z 1 1 . 4 » t t > . ? » E l l . t » E 1 1 . 4 
» E 9 . 2 * E 9 . 2 » E 9 . 2 > E 9 . 2 > 
65200 
65210 
65300 
65400 
65500 
65600 
65700 
65800 
65900 
66000 
66100 
66200 
66300 
tim 
66600 
66700 
66800 
66900 
67000 
67100 
67200 
67300 
67400 
67500 
67600 
67700 
67800 
67900 
68000 
60100 
68200 
68300 
68400 
fsiss 
68700 
68600 
68900 
69000 
69100 
69200 
69300 
69400 
69500 
69600 
69700 
69800 
69900 
70000 
70100 
70200 
70300 
70400 
70500 
70600 
70700 
70800 
70900 
71000 
,ER61,0£LTAE£OT#uEIA,7EF* ,LTf01»LETPUCL.R8t01rTHK.DTsr , 
E m O ] r E T K I C ] » S C R ( C l * S T ~ l Q J > : 
EFGl :=£ *G2 i 
COPNENT ZACZ IS TH* I.VU* CNERCY F!W THE NEXT SEGHFNT; 
ETRIOI:-»*THK; 
ECRCQI:-**THK; 
STRIO]S-*»THK; 
SCR(0]:=**TH*; 
LTI«]:=**THK; 
I F CVER*ANGE THEN GO TO OUTPUT? 
COKHEKT THIS I S TO ENSURE THAT NO CALCULATIONS A-". KAOE BEYOKI) 
TTIE PHYSICAL END OF THE TARGET; 
ENO; 
OUTPUT: ETn#CK:=tC.lFE:= SIGHT:-SIGHCt=AVLET:^KEC:-0; 
SEGKENTSs-3: 
FOR J u l STEP 1 UNTIL SEGMENTS 00 
SES IN 
CC*KTNT THE SEGMENT RBE IS WEIGHTED AGAINST THE ENERGY LOST 
BY THE ION IN THE SEGHEKT TO THE TOTAL ENERGY LOSS; 
ETRACK:=*«ETRIOI; 
E C O R E : = O « E C R [ Q J ; 
SIGHT : = «*JTR£OU 
SiGMC:^««SCR£0*; 
AVLET : = « U T ( Q j ; 
R e £ : - « » « 8 f 0 1 * D E L T A E r g ] ; 
END; 
ETMCK:=£TKACK/CIST: 
CCOREt-ECORE/DIST; 
S IGHTt -S IGHT /C lST; 
S16HCJ=SICHC/CIST; 
AVLET:=AVLET/OIST; 
R3£:=Rd£/EUT; 
IF HEPOTE THEN 
EEG IN 
» B I T £ ( S E H # < 4 - I 8 2 7 0 C - » i 2 0 £ 4 " 0 0 " l > > ; 
4 R i r E ( R £ M r F K r 2 , L I S m ; 
IF T H I C O - D I S T THEN 
W R I T L U E H / F * T ^ L I S T 3 > * 
EKO REMOTE; 
IF PRINT CR NOT »EMOTE THEN 
BEGIN 
h f l H E C 0 l ' T # < A I > , 4 - 0 C - > ; 
COMMENT OUTPUT ON PRINTER! 
HHITEC01'T,FKT2»L1ST2>; 
IF TMICF>=DIST THEN 
fcftlT£C0UT»FPT3#LIST3>; 
£H0> 
C0P8ENT H£KE STARTS THE PLOTTING SECTION; 
IF PLOTT THE« 
BEGIN 
LABEL Lffi»3KIG£N»NCPL0T»K0HOKC,rCKENuANGJ 
IF EXTENOETPLOT THEN 
££GIN 
DOS:=EXT£NDEDL>OSF;TA:»FXTEND£UI 
EHD 
71100 
nw 
71400 
ELSE 
BEti 
END; 
t'POINTUOSESTAtsPOINTT 
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71500 
7 MOO 
71700 
71000 
71900 
72000 
72100 
røi 
72400 
72500 
72600 
72700 
72000 
72900 
73000 
73100 
73200 
73300 
7 3 * 0 0 
73500 
73600 
73700 
73000 
73900 
7 * 0 0 0 
74100 
74200 
74300 
74400 
74500 
74000 
74700 
74000 
74900 
75000 
75100 
75200 
75300 
75400 
75500 
75600 
75700 
75000 
75900 
76000 
76100 
76200 
76300 
76400 
76500 
76600 
76700 
76000 
76900 
77000 
HORE MC A N C 
UHIGEN: 
ERK: 
CøHHEAT 
COMHEAT 
COMHEftT 
UElTAX: :OELTAY:s .005 : 
S E I 0 K I G C C « » - C 0 - 1 3 > ) : 
? L O T A » C S C - 0 » c 5 - i 3 > # - « . - 2 # { 0 - 1 3 1 . 0 » 1 » 1 > . " 
fAPERt£ lGHT:=29 : 
PAPCRHCIF:=ZI; 
L C F T H » S t I « : = 1 . 5 : 
lCWCR»A*CIK:=1.5; 
FCK I :«E! ITIEKCD/2>*2 STEP-2 UNTIL CE-J3> 00 
P L 0 I S I R I N G l C S T » I N G » U F f l O » < I 3 > . I > » - e . S » I - . 0 ? 5 r . J » : 
f M l : = - 8 STEP 2 UNTIL-2 0 0 
P L O T S T R i K 6 C C S T R I N t a u f F [ * ) * < I 2 > . I > . ! - . l S » C 0 - 1 3 ) - C . 2 . 0 . 3 ) ; 
PLOTSTOF« 
4RITCCREN. 
< - I F PLGT WITH NO AXIS . ENTE* 1 . AXIS 7. NC PLOT 0 ~ > > : 
Jt£A0CI .VP»/* I>; 
I f 1=1 THEN 60 TC OKIGEN ELSE 
I f 1=0 THEN CO TO K1PL3TS 
^EriVGCOCPLOTU.FALSE); 
* E I C r f I G 0 i a . - < D - 1 3 ) > ; 
*RITEfRErt.<"SEGM£NT KUM9ER FOR rOS£-P»OFILE PLOT ? - » : 
R E A C < I N F » / . y i i 
I F X>SECHENTS THEN 
BEGIN 
MMTE<REH»<"INVALID SEGMENT NUHREP. MAX R U H « E * " » I * > . 
SEENENTS); 
GC TO ERR? 
END: 
6CGIN 
IRTEGER X i ; 
fFOCECURE OUTPROC(B.A); 
VALUE tit 
BCOLEAii a; 
ARRAY AIOi; 
BEGIN 
IF KOT 8 THEN 
BEGIN 
TA[X.Xl:-Xl»l]:-AtOi; 
OOSCX.Xl]:=A(lj: 
ENO; 
END! 
tfCOLEAN PROCEDURE INPROC(A>; 
ARRAY A I O i ; 
I F A U T < I N P R O C : = t X l : = X l - l ) < l ) THEN 
tfEGlN 
A I 0 1 : = T A t X . v i i ; 
A [ 1 3 : - 3 0 S ( X . X l i ; 
CKOf 
BOOLEAN PPOCEDUFE CMPCA.E): 
AfRAY A.&COi; 
CPP:=AIOJ<6l0j; 
77100 
77200 
77300 
77400 
77500 
77600 
77700 
77710 
77720 
77000 
77900 
77910 
70000 
76100 
78200 
78300 
78400 
78500 
7660C 
78700 
78000 
78900 
79000 
79100 
79200 
79300 
79400 
79500 
79600 
79700 
79800 
79900 
80000 
80100 
80200 
COHMCAT 
S0KTC0UTrfcOC,IKr'SOC.O#CHrr2); 
ENU; 
PL0T f fCVECHAXITA(X . l J , - 8> .D0S IX , ]J> ; 
FCR l : = 2 STEP 1 UNTIL Kl PC 
BEGIN 
IF TACX«I1=0 THEM GO TC KCPCRC; 
I f O O S l X . I J M D - l i ) T K N P l O T D R A X R A X t T A C X . i l . - . 1 1 . Q O S f X ' l J ) 
ELSE JF DUSIX#I -1J>. 'D-13» THEN H.OTDRA« I T A I X » I - 1 J »0 -1 J> ; 
NOMCftEt 
NOPLOT: 
LROJ 
PLUl 
PLOTSTOF; 
yTiiCycco.D; 
M*JTE(nEH.<"TA£L£ OfPROFILESESTER 1 ELSE ©•>>! REMOTE TPEN S L R V O S O R P L O T I O . F A L S E 1 ? 
R E A Q ( I N P ' / . I ) ; 
I F 1=1 THEN 
3EGIN 
<*RiTECOUT.</ / - T ICM1 
FCR J : M STEP 2 UNTIL Nl 00 
OCSE ( N R A 0 1 " / » ; 
N R I T E ( 0 U T » < 2 E 1 2 . 3 > r l 0 * * T A ( X » I 1 . 1 0 o * 0 0 S [ X » n ) ; 
END; 
COPHENT P R I N U O 9ATA ARE DOSE IHRAOI AS A FUNCTION OF 
THE DISTANCE T ICHL FROM THE IOKS PATH? 
GO Til NCKENGANO; I F PLCI f lL .OPEN AND NOT PRPLOT THEN 
-_--- —-_•• MOSEfPl 
LCCK<FLOTFIL/C*UNCH); 
I F RtROTl TPLM CLOSE( LOTFU»PUCGf) ELSE 
END. 
ENO i 
END; 
ENO; 
t INCLUDE -iUSCLVPLOTSLUT/A" 
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Table I 
D~se as a function of radial distance for a 42 MeV bromine ion in tissue-
equivalent unit-density material. 
t[nm] 
0.5 
1.05 
2.1 
4.2 
8.4 
16.8 
25.2 
33.7 
42.1 
50.5 
70.9 
D[Gy]a 
3-9-107 
1.5-i07 
4.8-10« 
1.1-10* 
2.6-105 
5.6-io* 
1.6-10* 
7.0-10* 
2.9-10* 
1.4-10* 
6.0-102 
root mean square 
D[GyP. 
5.0-107, 
1.3-107, 
3-5-10*. 
9.2-1C5, 
2.3-10*. 
5.3-10*. 
1.7-10*. 
7.2-10*. 
3.2-10*. 
1.6-10*. 
5.2-102, 
deviation: 
% 
•28 
-13 
-27 
-16 
- 8 
- 5 
• 6 
• 3 
•10 
• 14 
-13 
5* 
D.CGy], 
9.2-107, 
2.1-107, 
5.2-10*. 
1.3-10*. 
3.0-105, 
7.0-10*. 
2.9-10*. 
1.5-10*. 
8.3-10*. 
5.1-10*. 
1.8-10*. 
% 
•136 
+
 39 
• 7 
• 15 
• 17 
• 25 
• 78 
•107 
•187 
+267 
•200 
39* 
D,[Gy], 
5.5-107, 
1.2-107, 
3.1-10*. 
7.6-10*. 
1.8-10*. 
4.2-10*. 
1.7-10*. 
8.2-10*. 
4.5-10*. 
2.5-10*. 
0 
% 
•41 
-17 
-36 
-31 
-30 
-26 
• 4 
•17 
•54 
•77 
12* 
3
 experimental data of Varma et al77). 
b
 data obtained from continuous slowing down approximation calculations by 
Faretzke77). 
D, - dose calculated from eq. 2-14. 
D2 - dose calculated from eq. 2-15. 
The percent deviation: Calc/~E*P- - 100 
bXp. 
Table II 
Dose as a function of radial distance for different ions in water. 
t[nm] 
0.3 
1.0 
3.0 
10 
30 
100 
300 
10* 
3*10* 
10" 
3*10* 
10s 
90 MeV/amu Fe ion 
pa [Qy] pb [Gy] , %c 
2 MeV/amu C ion 
pa [Gy] pb [Gy], %0 
8.1 MeV/amu Ne ion 
pa [py] pb [py]
 t %o 
4.12«10* 
5.2*10* 
8.4O0-
7.7*10* 
6.1*10* 
5.0*10' 
5.5 
5»10-> 
5.8«10** 
5.5*10"» 
6«10"-
3.t«10-s 
5*10* 
4.5*10* 
5*10* 
4.5*10* 
5*10* 
4.5« 10' 
5.0 
4.5-10*' 
5*10-* 
4.4*10'* 
U.8O0--
3.9*10-* 
root mean square deviation 
+21 
-14 
-40 
-42 
-18 
-10 
- 9 
-10 
-16 
-20 
-20 
+16 
6* 
7.23*10* 
9.2*10* 
1.45*10' 
1.24*10-
1.0*10* 
7*10' 
1.0*10', +38 
9.0.10s, - 2 
1.0*10*, -31 
8.9*10*. -28 
9.7*10*. - 3 
8.1*10', +16 
5.66*10* 
7.2.10s 
1.15*10* 
LOS'IO" 
8.5*10* 
6.9*10l 
7.7 
6.2*10-* 
8.10* 
7.3*10" 
8.10-
7.2*10* 
8*10* 
7.2*10' 
7.8 
6.6*10"' 
+42 
- 1 
-30 
-31 
- 6 
+ 4 
+ 2 
+ 6 
10* 8* 
a
 calculated data of Fain et al.56). 
b
 calculated from eq. 2-15. 
_ nb-Da 
c
 the percent deviation: m • 100. 
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Table III 
Experimental values of RE for the dye film compared to calculated RE with a 
D,7 value of 1.7«10s Gy and 3-3*105 Gy. 
RE, exp. RElt J RE2, 
•°Co f-rays 1.00 1.00 
10 MeV electrons 1.00 1.00 
16 MeV protons 1.00 0.92, - 8.0 0.96, - 4.0 
3 MeV protons 0.81 0.65, -19.8 0.76, - 6.2 
10 Mev a-particles 0.55 0.47, -It.6 0.52, - 5.5 
21 MeV 7Li ions 0.47 0.42, -10.6 0.46, - 2.1 
64 MeV I60 ions 0.36 0.36, 0 0.38, + 5.6 
42 MeV lHH ions 0.28 0.31, +10.7 0.32, +14.3 
root mean square deviation: 51 2.9J 
REexp.: R E derived from the initial slope of the dose-response characteris-
tics. 
RE, : RE calculated for D,7 - 1.7*10* Gy. 
RE2 : RE calculated for Dl7 - 3.3*10* Gy. 
The percent deviation: Calc,'"ExP' . 100. 
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Table IV 
Experimental values of RE for the dye film compared to calculated RE based on 
a linear and a power-law range-energy relation for the 6-rays. D,7 - 3.3*10s 
Gy. 
exp. REia, t R E > a t f 
10 MeV electrons 1.00 
16 MoV protons 
3 MeV protons 
10 MeV a-particles 
21 MeV 7Li ions 
64 MeV l60 ions 
42 MeV "»N ions 
1.00 
0.81 
0.55 
0.47 
0.36 
0.28 
root mean square deviation: 
0.97, 
0.80, 
0.64, 
0.57, 
0.48, 
0.44, 
- 3-0 
- 1.2 
+16.4 
+21.3 
•33-3 
+57.1 
11.9% 
0.96, 
0.76, 
0.52, 
0.46, 
0.38, 
0.32, 
- 4.0 
- 6.2 
- 5.5 
- 2.1 
+ 5.6 
+14.3 
3* 
RE e x p #: RE derived from the initial slope of the dose-response characteris-
tics. 
RE,a : RE calculated by means of the linear relation. 
RE2S : RE calculated by means of the power-law relation. 
The percent deviation: Calg'~ExP- »100. 
Table V 
Experimental values of RE for alanine compared to calculated RE for a0 - 3*10*' m an>2 DS7 - 1.05«109 Gy. 
REexp. REcalc. < LETlnit.a LETav.a (z'VHnit. (z»/Ba)av. 
*°Co Y-rays 
16 MeV protons 
6 MeV protons 
20 MeV cr-particles 0.58 
21 MeV 7Li ions 
61 MeV l60 ions 
80 MeV 32S Jons 
root mean square deviation 
the percent deviation: C a l c/~ E xP- .100. 
ciXp • 
a
 : MeVcmVg. 
1.00 
0.86 
0.37 
0.32 
0.25 
: 
0.99, 
0.85, 
0.60. 
0.10, 
0.31, 
0.23, 
- 1.0 
- 1.2 
* 3.1 
+ 8.1 
- 3.1 
- 8.0 
2.0J 
27 
68 
311 
1026 
5274 
20200 
38 
119 
53^ 
1582 
7319 
20780 
29 
78 
373 
1375 
6598 
27792 
39 
130 
621 
2217 
10176 
37869 
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Table VI 
Experimental values of RE for the dye film compared to calculated RE with a 
radius of the radiation sensitive element of 1-10~', 1.3»10~s, and 
1.8«10~9 m. D,7 = 3.3*105 Gy. 
10 MeV 
16 MeV 
3 MeV 
10 MeV 
21 MeV 
64 MeV 
42 MeV 
electrons 
protons 
protons 
or particles 
7Li ions 
I60 ions 
"•N ions 
root mean square dev 
REexp. 
1.00 
1.00 
0.81 
0.55 
0.47 
0.36 
0.28 
iation: 
RElh, 
0.96, 
0.76, 
0.52, 
0.46, 
0.38, 
0.32, 
$ 
- 4.0 
- 6.2 
- 5.5 
- 2.1 
+ 5.6 
+14.3 
3$ 
RE2h, 
0.98, 
0.83, 
0.55, 
0.48, 
0.38, 
0.32, 
$ 
- 2.0 
- 2.5 
0 
+ 2.1 
+ 5.6 
+ 14.3 
2.6$ 
RE3h, 
1.00, 
0.90, 
0.64, 
0.54, 
0.39, 
0.34, 
$ 
0 
+11.1 
+16.4 
+ 14.9 
+ 8.3 
+21.4 
5.6$ 
REexp#: RE derived from the initial slope of the dose-response 
characteristics. 
RElb : RE calculated by means of a0 « 1-10~* m. 
RE2(j : RE calculated by means of a0 - 1.3*10~9 m. 
REjb : RE calculated by means of a0 - 1.8-10""* m. 
The percent deviation: C a l|'" E xP' »100. 
Table VII 
Experimental values of RE in aye film comparea to initial and average values of LET and z*/8*. 
RE e x p. LETinit.a LETav.a (z»/ea>init. z»>V>av. 
•°Co Y-rays 
10 MeV electrons 
16 MeV protons 
3 MeV protons 
10 MeV o-particles 
21 MeV 'Li ions 
6H MeV ,40 ions 
42 MeV »"N ions 
1.00 
1.00 
1.00 
0.81 
0.55 
0.17 
0.?6 
0.28 
2.1 
28 
120 
551 
1058 
5«34 
5087 
2.1 
28 
135 
628 
1228 
6710 
6689 
29.1 
155 
740 
1375 
6598 
6611 
29.3 
180 
910 
1651 
8835 
9845 
a
 ; Mewon's""1 
D s, - 3.3«10s Gy 
a„ - 1-10"* m 
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LIbT OF FIGURES 
Fig. 1. RBE versus LET for some biological systems (ICRU Report 16). 
Fig. 2. Iso-dose contour around the path of a penetrating heavy charged 
particle. 
Fig. 3. Calculated charges of an oxygen ion penetrating into carbon rela-
tive to the effective charge calculated from the expression of 
Ziegler^5), eq. 1-10. The effective charges have been calculated 
from formulas given by Barkas^O), Burenkov^)
 t Shimal3) and 
Nikolaev^). 
Fig. i|. Range versus energy of electrons in different materials of unit 
density. 
1) csda-range in polyethylene75) 
2) csda-range in water vapor74) 
3) csda-range in water76) 
4) projected range in aluminum68) 
5) 1J transmission range in mylar and . -llodion67) 
6) projected range in aluminum66) 
7) classical calculations, water71) 
8) experimental, solid N2 69) 
9) calculation, aluminum70) 
our f i t : r - S ^ I O - ^ E 1 - 6 7 kgnr2, E in eV. 
Fig. 5. Dose as a function of distance from the ion 's path of a 42 MeV 79Br 
ion in a tissue-equivalent unit density material calculated from 
eqs. 2-14 and 2-15 and compared with published experimental 
data77). 
Fig. 6. Dose as a function of distance from the ion's path of a 1 MeV pro-
ton in a tissue-equivalent unit-density material calculated from 
eqs. 2-14 and 2-15 and compared with published experimental data57) 
and calculations by means of a continuous slowing-down model57). 
Fig. 7. Ratio of experimental78) to calculated doses as a function of the 
distance from the par t ic le track of a 2.1 MeV/amu 1#0 ion and a 
0.262 MeV/amu , a 7 I ion. 
- no -
Fig. 8. Schematic representation of the radiation sensitive elements around 
the path of an ion for calculation of the extended target dose. 
Fig. 9. Deriving the geometric function A(t,a0) from simple trigonometric 
considerations. 
dA, = 4 Arctg / ( a 0 2 - ( t 0 + t ) 2 ) / ( ( t 0 + t ) 2 - a 0 2 • tdt for ( t0+t) > a0 
dAa = 2-nt dt for ( t 0 + t ) <_ a0 
Fig. 10. Average dose to the sensitive element (extended target dose) as a 
function of distance from the ion's path calculated from eq. 2~17. 
The dose uistribution profiles of a 64 MeV 1 ' 0 ion in a 0.5 um 
thick segment of dye film is calculated as: a) the subtraction 
procedure, and b) the integration procedure in the core with a 
lower integration l imit of 10~10 m. 
Fig. 11 Schematical representation of the radial distr ibution of delta rays 
and subsequent dose around the path of a heavy charged par t ic le . 
Fig. 12. Light absorption spectra of the dye film irradiated with (1) 60Co 
Y-rays; (2) UV-light at 250 ran, and (3) 3 MeV protons. (4) Spectrum 
for unirradiated film. 
Fig. 13. Light absorption spectra of the dye film showing the time dependent 
decay of primary formed species at 412 ran and the bu ld-up of dye 
at 604 nm after irradiation with 10 MeV electrons. The film i s 
conditioned 24 hours in vacuum before irradiat ion in vacuum. 
Fig. 14. Time dependent change in relat ive AOD/mm at 510 nm after i rradia-
tion in air to different doses of '"Co Y-rays with a dose rate of 
14 Gy s " ' . The response is normalized with respect to maximum ab-
sorption. 
Fig. 15. Saturation optical density as a function of dose ra te for the FWT 
60 radiochromic dye film measured at 510 nm. 
Fig. 16. Temperature effect on dose-response measured at absorbed doses of 
10 and 100 kGy for the FWT 60 radiochromic dye film. 
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Fig. 17. ESR spectra or L-a-alanine irradiated with *°Co Y-rays, 10 MeV 
electrons, 16 MeV protons to a dose of 5 kGy, and with 64 MeV *'0 
ions to a dose of 19 kGy yielding the same ESR signal s ize . The 
adjustment of the ESR spectrometer i s the same for the four sig-
na ls . 
Fig. 18. Equipment layout for irradiation with 10 MeV electrons in the bent 
beam mode on the conveyor. 
Fig. 19. Relative depth-dose curve for 10 MeV electrons perpendicular into a 
water phantom. Narrow beam geometry. t c corresponds to the thick-
ness of the water calorimeter and t a i s the depth corresponding to 
average dose in the calorimetric body. 
Fig. 20. Equipment layout for i rradiat ion with 10 MeV electrons in the 
straight ahead beam mode. 
Fig. 21. Equipment layout for irradiation on the tandem Van de Graaff ac-
celerator. 
Fig. 22. Experimental set-up for par t ic le irradiations on the tandem Van de 
Graaff. (1) Target sample; (2) rotating wheel with s l i t s ; (3) opti-
cal coupler; (4) high-potentiai shield; (5) 0.5 T magnet, and (6) 
beam-defining s l i t s . 
Fig. 23. Schematic representation for dose calculations in heavy ion i r ra -
diat ions. 
a) The target of area AT passes the s l i t area Asj, with a velocity 
v • wr. The target diameter d < h. 
b) The beam charge Qbeam enters through the s l i t , the charge QT 
h i t s tha target , and the charge Qcup i s collected by the Faraday 
cup. 
Fig. 24. Spectrophotometrlc scan of dye film, (a) Homogeneously irradiated 
with ,0Co r - rays , and (b) part of the film irradiated with 16 MeV 
protons. The ful l-scale optical density is 0.2 for both scannings. 
Figure b shows the background signal of the unirradiated film. 
Fig. 25. ESR spectra of L-a-alanine irradiated with *°Co T-rays to doses of 
10a, 1 0 \ and H.5'10* Gy. 
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Fig. 26. Dose-response characteristics of the FWT 60 radiochromic dye film 
dose meter measured at the wavelength of 510 nm for different ra-
diation qualities. 
Fig. 27. Initial part of the dose-response characteristics of Fig. 26 shown 
in a linear plot. 
Fig. 28. Calculated relative effectiveness, RE, versus the radius, a0, of 
the sensitive element for the investigated particles in the dye 
film. Error bars indicate 95% confidence level on experimental 
values. 
Fig. 29. Dose-response curves for a thin (5 um) radiochromic dye film FWT 
60-20 irradiated with soCo Y-rays and'10 MeV electrons with a dose 
rate of 14 and 5*1P7 Gy s'1, respectively. The optical density is 
measured at the wavelength of 604 nm. 
Fig. 30. Average absorbed dose in the FWT 60-20 film segments as a function 
of penetration depth and energy of 7Li ions. (1) measured from film 
response and low-LET dose-response calibration curve; (2) calcu-
lated from LET and particle fluence. Bars indicate 95$ confidence 
level. 
Fig. 31. Average absorbed dose in the FWT 60-20 film segments as a function 
of penetration depth and energy of ,s0 ions. (1) measured from film 
response and low-LET dose-response calibration curve; (2) calcu-
lated from LET and particle fluence. Bars indicate 95* confidence 
level. 
Fig. 32. Average relative effectiveness (RE) in the FWT 60-20 film segments 
as a function of average LET of a 7Li ion with an initial energy of 
21 MeV. (1) calculated from theory; (2) measured from film response 
and low-LET calibration curve. 
Fig. 33. Average relative effectiveness (RE) in the FWT 60-20 film segments 
as a function of average LET of a ,60 ion with an initial energy of 
64 MeV. (1) calculated from theory; (2) measured from film response 
and low-LET calibration curve. 
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Fig. 34. Ratio of calculated to experimental RE values as a function of the 
specific energy of 'Li- and l*0 ions. Solid lines indicate the 95% 
confidence level of the data for a ratio of unity independent of 
the energy. 
Fig. 35. Dose-response characteristics of L-o-alanine measured as the change 
in ESR-response per unit weight of irradiated alanine for different 
radiation qualities. 
Fig. 36. Calculated relative effectiveness, RE, versus the radius, a0, of 
the sensitive element for the investigated particles in alanine. 
Error bars indicate 95% confidence level on experimental values. 
Fig. 37. Average dose to the sensitive element (extended target dose) as a 
function of distance from the ion's path calculated from eq. 2*17. 
The profiles are for the investigated ions penetrating into dye 
film and for the first segment with a thickness of 0.5 um. The 
dose close to the ion's path should be seen in relation to the 
characteristic dose, D,7. 
Fig. 38. RE as a function of LET and z2/&s, curve 1 and 2, respectively, for 
a 1HN ion with an initial energy of 42 MeV being completely stopped 
in the FWT 60 radiochromic dye film. 
Fig. 39. Average dose to the sensitive element as a function of distance 
from the ion's path of a 42 MeV '"N ion and a 0.66 MeV crparticle 
having the same average z2/fj2 - 6630 in a 0.5 pm thick segment of 
the dye film. 
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10 
Radial dose distribution around a 
42MeV79Brion 
jnunit density^issue equivalent material 
1: Linear relation a =39% 
2: Power-law relation *=12% 
•: Experimental data 
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Fig. 5. 
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0) linear accelerator, 1) 90 bending magnet, 
2) beam position and beam current monitor, 
3) switching magnet and energy spectrometer, 
4) energy analyzing slit, 5) high-power Faraday 
cup, 6) doublet quadrupole magnet, 7) beam de-
fining slits, £) irradiation chamber, and 
9) Faraday cup. 
Fig. 20. 
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ABSTRACT 
Experimental dose-response characteristics of both low- and 
high-LET radiation for a radiochromic dye film dose meter have 
been compared with calculations based on the track structure 
theory of Katz et al. The low-LET radiation was Co Y-rays 
and 10 Mev electrons while the high-LET radiation was beams of 
16 Mev protons, 10 MeV a-particles, 21 MeV Li-, 42 MeV 14N-
and 64 MeV 0-ions covering a range in initial LET of 31-5500 
MeV cm2g_1. 
The effectiveness of the ion beams relative to the low-LET 
radiation was determined both from the initial slope of the 
dose-response curves in a linear plot and from the parallel 
displacement of the curves in a log-log plot. 
The effectiveness decreased monotonically with increasing 
2 2 Z
 f,/8 but not with increasing LET. The experimental values 
were 0.93, 0.52, 0.48, 0.35 and 0.29 for protons, a-particles, 
Li-, 0- and N-ions, respect.vely. 
The radial dose distribution around the ion path was calculated 
using two different range-energy relations for the 6-rays, 
r=k.'u) and r=k.#u> with r-range and ui-energy of the 6-rays. 
The calculated effectiveness was in good agreement (~ 6%) with 
experimental values when the exponential range-energy relation 
was used with a=1.67. The linear expression gave values which 
deviated considerably from experimental values at the highest LET. 
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INTRODUCTION 
The track structure theory of Katz et al. (1) ascribes the 
difference in effectiveness between low- and high-LET radi-
ation as due to the highly inhomogeneous dose distribution 
around the particle path. From the theory it is possible to 
calculate the effectiveness of high-LET radiation relative to 
low-LET radiation once the dose-response characteristics for 
low-LET radiation are known. 
This is, however, only strictly valid for ideal detectors. 
An ideal physical detector is predicted from the theory to have 
the following properties: 1) no dose rate effect, 2) linear 
dose-response up to doses comparable to the characteristic dose 
of the detector, 3) in a log-log plot all dose-response curves 
will be 45 lines, 4) the maximum response is the same for all 
types of radiation and 5) the effectiveness decreases monoton-
2 2 ically with increasing Zeff/B • 
Two previous studies of the response of the dye film to high-
LET radiation using 3 MeV protons (2) and 16 MeV protons and 
64 MeV O-ions (3) have indicated that the dye film behaves 
almost as an ideal physical detector and that the effectiveness 
to a certain extent is in agreement with calculations based on 
track structure theory. 
The dye film is a suitable test system for the theory since the 
sensitive element is very small, ~ 1 nm, and the characteristic 
dose high which means that the detector can be studied over a 
wide range in LET. 
EXPERIMENTAL 
The radiation detector is a 55 pm thick film of hexahydroxyethyl 
pararosaniline embedded in a nylon matrix. The film develops 
an absorption at 600 nm upon exposure to either UV or ionizing 
radiation. The colouration may be expressed as increase in op-
tical density per unit film thickness, AOD/mm, which is measured 
in a photospectrometer calibrated against a National Bureau of 
Standards gray scale. The film thickness is measured individu-
ally with an electronic gauge unit with a precision better than 
1 um. 
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The ion-beam irradiations are carried out with a tandem Van de 
Graff accelerator (4). The absorbed dose is calculated from 
the particle fluence and stopping power. The average dose rate 
is between 0.8'10 and 5-10 rad/s depending on the ions used. 
The particle fluence is measured by integration of the ion cur-
rent in a Faraday cup and the charge state of the ions is de-
termined by an analyzing spectrometer. 
The reference radiation is Co y-rays from a 10 kCi source 
with a dose rate of 1.4*10 rad/s and 10 MeV electrons from a 
9 
linear accelerator with a dose rate of 5*10 rad/s (4). Both 
radiation facilities are calibrated against a Fricke dose meter. 
The stopping power of the ion beams is calculated from published 
2 2 proton stopping data (5,6) as S(Z
 ff.B) = S(Z , 8)-Z ff/Z where 
S(Z _,,B) is the stopping power of the ion with atomic number Z 
moving at speed 8 relative to the speed of light and S(Z ,B) is 
the stopping power of a proton moving at same speed. Z ,, and 
Z are the effective charges of the ion and proton, respectively. 
The effective charge is calculated from the formula of Barkas (7) 
2/3 
Z g f F -- Z(l-exp(-125B Z )). The proton stopping power is cal-
culated from the atoms constituting the detector using Bragg's 
additivity rule (8). 
The dosimetry in low-LET irradiations is accurate within ±2\ 
and the uncertainty of the low-LET dose-response measurements is 
3.2* given as the root mean square (RMS) of the uncertainties of 
the various measurements involved in an experimental datum point. 
The accuracy of the dose-response measurements with ion beams 
is ±5.2* given as the RMS of the individual uncertainties and 
statistical scatter. 
The uncertainty of the proton stopping power data is from 1 to 
15%, highest at low energies, and the uncertainty introduced by 
using Bragg's additivity rule may be of same magnitude (8). 
RESULTS 
The dose-response characteristics of the radiation qualities 
used in the present study are shown in figs. 1 and 2. The two 
low-LET radiation qualities Co Y-rays and 10 MeV electrons 
show identical dose-response below 5 Mrad. but at higher doses 
the two curves deviate considerably. 
The characteristic dose. D,7. nay be found as the dose which 
corresponds to 63X of the saturation optical density. From 
fig. 1 D,_ is found to be 33 Mr ad for 10 MeV electrons and 
60 16.8 Mrad for Co Y-rays. 
The dose-response curves in fig. 1 are parallel but have an 
initial slope slightly less than 45 . The saturation optical 
density for the N- and O-beams is the saw as for 10 MeV 
electrons while 16 Mev protons show a dose-response curve almost 
identical to the Co Y-ray curve with the curve of 10 MeV a-
particles between the two extremes. 
The relative effectiveness of the ion beams may be found both 
from the parallel displacement of the curves in fig. 1 and from 
the initial slope of the curves as shown in fig. 2. 
The relative effectiveness (RBE) may be calculated from track 
structure theory. The calculations use as parameters D 3 7 and 
a , the radius of the sensitive elements in the dye film, a 
o o 
is taken as 1 nm corresponding to the approximate size of a dye 
molecule. Two different range-energy relations for the 6-rays 
have been used. The linear relation r=k.-u» with r=range and 
w=energy of the 6-rays leads to a point-target dose expression 
with t = distance from the particle path, t__„ = maximum range 
2J*UA4 7 max 
of the 6-rays, C = | = 1.34*10" -p erg/cm, and p - density. 
k. = 10"8 g/cm2/eV ascused in the work of Katt. et al. (1) . The 
exponential relation r=k •<» leads to 
D6(t) -L.l.il.l-.U. ^-,1/0 
6 2w
 ° B2 t2 'max 
In the calculations o is taken as 1.67 and kj = 5.11«10" 
g/cm2/eV° is found by fitting t<? ':he data of Paretzke et al. (9) 
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In the extended targot dose calculations (1) used for deter-
mination of cross-section the dose at t < a is assumed to 
—
 o 
be cons', mt and is mainly due to the part of the energy loss 
of the ion deposited as excitational energy (4). The energy de-
osited at t £ a is found from the total energy loss of the 
ion less the energy deposited at t > a which may be calculated 
by integration of the point-target formula given. The calcu-
lated values of RBE are shown in table I. 
The calculated RBE values are dose-weighted mean-values over 
the detector talcing into account the change in LET, Z
 f f and B 
during passage of the ion through the detector. The experimen-
tal RBE values are shown in table II together with initial and 
2 2 
average values of LET and Z ,,/6 . 
The overall uncertainty in experimental RBE's are ±6« disregard-
ing the uncertainty in LET. Since identical values of LET are 
used in the calculations and in experiments the uncertainty in 
LET does not influence the comparison of experimental and theo-
retical values. 
The fittedness of the calculations involving the two range-energy 
relations have been tested by comparison with the experimental 
79 
data of Vanna et al. (10) for 42 MeV Br ions. The mean devi-
ation of alculated and experimental doses are +40* for the 
linear relation and +3X for the exponential range-energy relation. 
Fain et al. (11) have calculated the dose distribution around 
the path of a 2 MeV/amu C-ion using a different method. The mean 
deviations <:re in this case +34X and +8% for the linear and ex-
ponential case, respectively. 
DISCUSSION 
The dose response curves in fig. 1 show that the dye film devi-
ates in at least two respects from an ideal physical detector. 
The maximum response differs for various radiation qualities and 
the curves are not 45° lines at low doses in a log-log plot. 
Both effects may be ascribed to the complex chemical reactions 
involved in converting the leucocyanide into the final dye mole-
cule. Both in solutions (12) and in the solid matrix (13) an 
- 989 -
intermediate species is formed which is converted into the 
dye molecule over a period of several hours at room tempera-
ture (13) . The intermediate and the dye molecule may thus 
react with electrons or other radicals with ensuing reduction 
in yield depending on the dose rate. 
The two low-LET radiations give different D,_ values. Tho 
60 
relative low dose rate of the Co Y-source necessitates long 
exposures to obtain the value of maximum optical density. 
During this exposure back reactions, reactions with the inter-
mediate species and changes in matrix j^.ucture due to radiation 
are very likely to take place leading to a too low maximum op-
tical density and correspondingly low D _ value. For this reason 
we prefer to use the D,_ value for 10 MeV electrons obtained 
with comparatively short exposure times. The D,_ being related 
to the radiation sensitivity of the detector must by definition 
be the same for the two low-LET radiations as reflected in the 
identical values of the initial slope shown in figures 1 and 2. 
The exponential range-energy relation improves the agreement 
between calculated and experimental RBE's considerably. This 
is presumably due to that the exponential relation is a much 
better fit to the actual range-energy relation for the low-energy 
6-rays. In comparison with the calculations of Paretzke et al. 
(9) the exponential relation underestimates the range of very 
low-energy electrons (E < 100 eV). At low energies, however, 
where binding effects play a role the Bethe energy-distribution 
of the S-rays is not correct. 
The method used for calculating extended target radial dose dis-
tributions in the present work compensates for this by consider-
ing an area of radius a , which corresponds to the range of 100 eV 
6-rays, around the ion path separately fvom the rest of the par-
ticle track. In this way we also take account of the fact that 
a large part of the ion energy loss is due to primary excitation 
energy (11). 
The data in table II underline the point made by Katz (1) and 
2 2 Edwards (14) that Z
 ff/B is a better parameter than LET for 
14 description of the effect of high-LET radiation since the N-ions 
2 2 have a lower LET and a lower RBE, but a higher Z
 ff/b than the 
O-ions. 
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CONCLUSION 
The results demonstrate that despite some deviation of the dye 
film from an ideal physical detector the effectiveness of the 
dye film to high-LET radiation may be quantitatively described 
by the track structure theory. An exponential range-energy 
relation for the 6-rays improves the model, but a further devel-
opment should include effects as e.g. dose rate, which will 
permit predictions of dose-response also at saturation doses. 
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Table I 
RBE RBE„*i 1 RBE„,i 2 *BE . la RBE„ . 2a exp. cai. call cal. cal. 
60Co Y-rays 1.00 1.00 1.00 
10 Mev electrons 
16 MeV protons 
10 MeV o-particles 
21 MeV 7Li-ions 
1.00 
0.94 
0.52 
0.48 
0.89 
0.43 
0.41 
1.00 
0.95 
0.49 
0.45 
0.95 
0.60 
0.56 
1.00 
0.98 
0.67 
0.61 
42 MeV 14N-ions 0.29 0.29 0.30 0.41 0.45 
64 MeV 160-ions 0.35 0.34 0.37 0.46 0.49 
RBE RBE derived from the initial slope of the dose-response characteristics. 
exp. 
RBE . 1 : RBE calculated with exponential range-energy relation, D 3 7 ' lf.B Mrad. 
RBE , 2 : RBE calculated with exponential range-energy relation, D,., » 33 Mrad. 
cai. * * 
RBE , la: RBE calculated with linear range-energy relation- D „ » 16.8 Mrad. 
cax. •*' 
RBE , 2a: RBE calculated with linear range-energy relation, D,_ = 33 Mrad. 
Table II 
^exp. 1 LETinit. LET av. 
zeff/e init. •«f"2.v. 
60 Co Y-rays 
64 MeV 160-ions 
1.00 
10 MeV electrons 
16 MeV protons 
10 MeV o-particles 
21 MeV Li-ions 
42 MeV 14N-ions 
1.00 
0.94 
0.52 
0.48 
0.29 
2.1 
31.4 
S64 
1079 
5227 
2.1 
31.5 
6B6 
1272 
6658 
29.1 
740 
1375 
6660 
29.3 
923 
1660 
9963 
0.35 5496 7191 6653 8982 
CO 
M 
LET in MeVcm /g. 
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Experimental and Calculated Response of a Radiochromic 
Dye Film Dosimeter to High-LET Radiations 
J. W. H A N S E N 
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A N D 
K. J. OLSEN 
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HANSEN, J. W., AND OLSEN, K. J. Experimental and Calculated Response of a Radiochromic 
Dye Film Dosimeter to High-LET Radiations. Radial Res 97, 1-15 (1984). 
Dose-response characteristics were measured for the FWT 60 nylon-base radiochromic dye 
film dosimeter irradiated with ion beams of 3- and 16-MeV protons, 10-McV a panicles, and 
21-MeV 'Li, 42-MeV "N, and 64-MeV '"O ions. These characlerot.es were compared with the 
response to reference low-LET radiations, i.e.. T o 7 rays and 10-MeV electrons. The ion beams 
covered an initial LET range of 28-5430 MeV cm2 g~' corresponding to an average LET in the 
detector of 28-6740 MeV cm' g~'. The experimental relative effectiveness (RE) decreased mono-
tonically with zldø* from 1.00 for 16-MeV protons to 0 81, 0.55. 0.47, 0.36. and 0 28 for 3-
McV protons, a panicles, and 7Li, "O, and >4N ions, respectively. The radial dose distribution 
around the ion path was calculated using two different range-energy relations for the i rays: a 
linear relation r = k,-u and a power-law rel:'ion r = Ac:-w*. where r is the range and w the 
energy of the i rays. Calculations of theoretical RE values, based on the track structure theory 
of Katz and co-workers, were in good agreement with experimental results. The best agreement 
(—6.2 to -(-14.3%) was obtained by using a power-law range-energy relation. 
INTRODUCTION 
The dose-response characteristics of biological systems and physical detectors change 
with the linear energy transfer (LET) of the impinging charged particle, so that the 
response to high-LET radiation may be either larger or smaller relative to the response 
to low-LET radiation for the same absorbed dose. Most physical detectors in fact 
show a decrease in relative response with increase in zla/01. Once two or three pa-
rameters cm be obtained from low LET radiation experiments with a given detector, 
the theory of track structure (7) predicts its high-LET dose-response characteristics. 
The theory is based on the assumption that the ratio in response for high-LET particles 
to that for low-LET radiations, relative effectiveness (RE), is due mainly to the in-
homogeneous dose distribution around the particle's path. The radiation effects of 
interest are due primarily to the absorbed dose of the i rays ejected from the ion 
path. Radiation effects from low LET radiation, e.g., y rays and high-energy electrons, 
are also due to absorbed dose from d rays, i.e., low-energy electrons. 
1
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The present work is focused on the dose response of a radiochromic dye film 
dosimeter {2) to ionizing radiation in the context of track structure theory. This 
dosimeter is considered here as a one-hit detector the response of which to both low-
and high LET radiation can be described by Poisson statistics (i). such that the 
probability for activation of a radiation sensitive dement is 
F[z. d. f. a,,) = I - cxp(-«r. J. t. a,,)//M (I) 
where r is the effective charge of the moving ion. ff is the ion velocity relative to the 
velocity of light. / is the radial distance perpendicular to the ion path. 4> is the radius 
of the sensitive element. D{z. tf. I. Ho) is the average absorbed dose to the sensitive 
element, and / ) i ; is a characteristic dose (J). u» is. in the track structure theory, a 
fitted parameter which together with Dy> for !ow-LET radiation determines the radiation 
sensitivity of the detector. For a physical-chemical detector, e.g.. the dye film. a„ is 
the approximate physical size of the molecule which responds to the absorbed radiation 
dose. The D„ value is the dose at which 63** of the maximum (saturation) effect is 
reached and is obtained from the measured low-LET dose-response characteristic. 
To consider the total effect of a given high-LET radiation on sensitive elements at 
all distances from the primary panicle path, an integration of the probabilities must 
be made over the detector volume being affected by the 5 rays generated by the 
primary ion. This integration yields the total activation cross-section 
f t M W 
»T<-. A do) - 2* P{:. ft. I. (kMdt (2) 
Jo 
where ( „ , is the maximum range of the most energetic b rays. The radiosensitivity 
of a detector to heavy ions is defined as OT/ET, where ET is the total energy deposited 
by the ion per unit path length, and the radiosensitivity of a detector to low-LET 
radiation is given by I /D,7. RE is defined as the ratio between the radiation sensitivities 
for heavy ions and low-LET radiation and can be expressed as RE = <rT • Di7/ET. 
where E1 is equal to LET, of the stopping ion. In a one-hit detector the activation 
of a sensitive element proceeds directly from a single event of energy deposition above 
a characteristic threshold, e.g. the ionization potential or bond energy. 
In the theory of track structure (/) only electromagnetic interactions are taken into 
account, whereas effects arising from nuclear interactions are assumed to be negligible. 
The theory docs not incorporate fading, annealing, or dose-rate effects. 
The radiochromic dye film dosimeter is an appropriate detector for testing the 
theory, since the sensitive elements are small and the him is relatively insensitive to 
radiation. This makes it possible to study the dose response over a ide range of 
LET. Two previous investigations of the dye film using 3-MeV protins (4) and 16-
MeV protons and 64-MeV l 6 0 ions (5) have indicated that the dye film displays an 
effectiveness to high-LET radiation as predicted by the theory. 
EXPERIMENTAL 
The radialion dclcclor in ihese experiments is a thin-film plastic dosimeter lype PWT 60' developed for 
measurements of high absorbed doses in ihe kilogray range l.'V The host material is a form of nylon. 
1
 Commercially available from Far West Technology. Golcla. CA 
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(t i;H--\.0-)t. which contains I0-1V* of a colorless radiochromic d>e precursor hexahydroxyethyi para-
raunibnc kucocyaaide. (C.H«N(* .H.OH>j),C-('N. and which attains a Hue color upon irradiation with 
exciting or nouing radiation The formed dye has a broad opbczl absorption band with a maximum at 
604 nm. The dosimeter response is expressed as increase of optical density per urn«, film thickness. .100/ 
mm. measured al $10 nm. which is off the maximum at Ihe edge of the absorption band. This wavelength 
was chosen lo allow measurement al doses where Ihe detector response shows saturation, since the optical 
densities at Ihe absorption maximum become too brer tor ready analysis. 
The average him thickness IN *5 »m and the drnsily 1.13 g cm"'. The thicknesses were measured 
individually with an elccironic transducer gauge unit and the optical densities were measured in a recording 
spectrophotometer designed to read spatial variations in optical density across the held. The spectrophotometer 
was calibrated against a gray scale (National Bureau of Standards). 
The stopping powers of the ions in the him were calculated from published proton sto; ping power data 
O. ~>as 
where j)r,«. (ft is the stopping power of the i»n with atomic number 7. moving at a velocity d relative to 
the velocity of light. -V(r,. J) is the stopping power of a proton moving at the same velocity, and rrf and 
:, are the effective charges of the ion and proton, respectively. The effective charge was calculated from 
the formula of Ziegler (7). 
^,= 7,-7\\ expl-.•!).<1.034- OI77expl-0 .08l l4Z)) l (4) 
Z, ' I cxpt0.2V7: - 0.0012-£:- 1.443-10 ,-K:) (5) 
A = 0 1772 - / - ' • V7 + 0 037S - sin (0.27K3 • 7 2" • V£) 
where Z, is Ihc effective chartr of the proton and F. is Ihc energy of the ion in keV/am.u. 
The proton stopping powers were calculated by Bragg's additivity rule (#) from the weight fractions of 
the atoms constituting [he detector. 
The reference tow-LET radiations were "> rays from a 3 7- I0"-Bq *^ Co souice with a dose rale of 14 
Gy sec'1 and 10-MeV electrons from a linear accelerator with an average dose rate of 5 • I07 Gy sec ' 
These radiation fields were calibrated with Fricke dosimetry (9) and water calorimctry (10). respectively. 
The km-bcam irradiations were carried out on a tandem Van de Graaff accelerator with an average dose 
rate of — 10* Gy sec1 . The absorbed dose in the detector was calculated from panicle fluence and stopping-
power values. The panicle fluence was determined from an integration of the ion current lo a Faraday 
cup. and the charge stale of the ions was measured in an analyzing spectrometer placed in front of the 
irradiation chamber. During ion-beam irradiation three samples of dye film were mounted around the 
periphery of a rotating wheel carrying it through the beam path. When the samples were in the beam path 
the integration of the current from the Faraday cup was interrupted, thus avoiding corrections for change 
in charge stale of the primary ion during passage of the him. panicle number attenuation, scattering from 
ihc Aim edges, large-angle scattering, and secondary electrons escaping from the back side of the detector. 
The interruption was controlled by cutting off Ihc light path in an optical coupler by another wheel running 
synchronously to the wheel on which the him samples were mounted (see Fig I). The wheel was rotated 
with —200 rpm which made the intervals between irradiation of the samples and measurement of the 
beam current very short, thus diminishing influence from fluctuations in beam current with lime. Irradiation 
of three film samples at each run ensured agreement between measured him response and measured charge. 
The electric charge. Q n w transported by 'he ion beam into the irradiation chamber is obtained from 
a measurement of integrated current to the Faraday cup. charge C?<w ** 
& » . <?<„ — ~ (6) 
2* - pt 
where « is the pulse length in terms of radians of the signal from Ihe optical coupler, and p is Ihe number 
of pulses per revolution of the wheel (see Fig. I). The ratio between particles hilling Ihe film sample and 
those entering the irradiation chamber is 1/2*. where / is the width of Ihe Aim sample in terms of radians. 
The particle fluence • [cm :J hitting the film sample is determined by 
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Fie. I. Experimental set-up for panicle irradiations on the tandem Van de Graaff. (I) Film sample, (2) 
rotating wheel with slits, (3) optical coupler, (4) high-potential shield, (5) 0.5 T magnet, and (6) beam-
defining slits. 
where n is the charge Mate of the ions, t the charge of the electron, and A the irradiated area on the film 
defined by the width / of the film and the vertical dimension of the beam collimator. From measurement 
of the size of the irradiated area on the film, beam divergence was found to be negligible. The absorbed 
dose in the film can then be calculated from the track average stopping power in the film S„ and the 
particle Ouence • as 
D-kS„ kn-e-A-(2r - p*) <8> 
with k = 6.24-10* MeV g"1 Gy~* as a conversion constant. 
To ensure beam homogeneity on the irradiated area, the particle beam was dispersed by a magnetic field 
and collimated by two sets of thin collimators, 3 x 3 mm1, positioned so that secondary decirons and 
scattered ions originating from the slit edges are prevented from reaching the film. To limit effects arising 
from secondary electrons escaping from the Faraday cvp, a magnetic field of 0.5 T perpendicular to the 
beam » i s was applied at the entnnce to the cup. Additionally an electron shield ring with a potential of 
+5 kV was mounted between the aim sample and the Faraday cup. 
Irradiations with "Co y rays and 10-MeV electrons were in open air, whereas irradiations with heavy 
panicles took place in a vacuum. The film response for a given dose was found to be independent of these 
two irradiation conditions (//, 12). 
RESULTS 
Experimental dose-response characteristics for the different radiations are given 
in Figs. 2 and 3. At doses below 5 • 10* Gy the curves for 10-MeV electrons and *°Co 
7 rays are identical, but the maximum optical density is considerably higher for the 
10-MeV electrons than for *°Co > rays. The D}7 values are 3.3 • 10s and 1.7 • 105 Gy, 
respectively. 
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wl 
lOD/r i Q/mm 
!0 J 10* 
Co > rays 
10MeV electrons 
BMeV protons 
3 MeV protons 
10 MeV a particles 
3 MeV/amo \ i ions 
t. MtV/amaKQ ions 
8 3MeV/omu'4Nions 
103 10° Gy 
FIG. 2. Dose-response characteristics of the FWT 60 radiochromic dye film dcsimeter measured for 
different radiation qualities. 
The dose-response curves in Fig. 2 are all parallel at least up to approximately 
AOD/mm = 10, with a slope of 43°. The saturation optical density tcr the l4N and 
"O ions is the same as for 10-MeV electrons. 
The measured effectiveness of the ions, RE, can be found from the initial slope of 
the curves (see Fig. 3), or from the parallel displacement of the response curves in 
Fig. 2. Any minor difference between the two sets of results is insignificant. The 
20 
1.0 
ftOO/mm 
0^^ — 
© 
® / 
/ <3> 
/ / © 
/ Ss® 
S/'^® 
/ > ^ ^ ^ ® 
05 1.0xl0*Gy 
FIG. 3. Initial part of the dose-response characteristics shown in Fig. 2. ( I J T O T rays, 10-MeV electrons: 
(2) 16-MeV protons; (3) 3-MeV protons; (4) 10-MeV a particles; (S) 3 MeV/a.m.u. 'Li ions; (6) 4 
MeV/a.m.u. "O ions; and (7) 3 MeV/a.m.u. " N ions 
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uncertainty in a given RE value depends on several factors which will be de-
scribed below. 
The dosimetry for the *°Co 7 rays and the 10-MeV electrons has an uncertainty 
of dose within ±2%, and the precision of the low-LET dose-response measurements 
is ±5.5% [total random uncertainty at 95% confidence level (13)] determined from 
the uncertainties associated with the individual measurements involved in an exper-
imental data point. The accuracy of the particle fluence data is difficult to determine 
because a contamination of the ion beam with secondary electrons from the beam 
collimators and escaping secondary electrons from the Faraday cup may introduce 
systematic errors, although certain precautions against these sources of error have 
been taken as described above. The precision of the dose-response measurements 
for ions is ±7.4% (determined as for the low-LET dose-response measurements). The 
uncertainty in the proton stopping power is less than 1% for energies above 400 keV 
and ±10% for lower energies (6), and the method of calculating the stopping power 
for the ions in a compound material may introduce an additional error of about 10% 
(14). Based on these considerations the overall uncertainty at about 95% confidence 
level of experimental RE values is ±12.2% calculated as recommended by IAEA (13). 
The uncertainty in stopping power data influences the determination of absorbed 
dose to the film and consequently the dose-response characteristics of the ions and 
measured RE. RE decreases proportionally to increasing stopping power. The influence 
on calculated RE from uncertainties in stopping power is most noticeable at those 
values of stopping power causing a RE much less than unity. A 10% increase in 
stopping power causes a 2% decrease in RE for the 16-MeV protons, 6% for the 3-
MeV protons, and 10% for the 4-MeV/a.m.u. lftO ions. A comparison between ex-
perimental and calculated RE is then for small RE unaffected by the uncertainty in 
stopping power data. The RE for the ion beams has been calculated from the track 
structure theory taking the radius of the sensitive element, Oo. equal to 1 nm. The 
dose distribution around the ion path is calculated from the Bethe energy distribution 
formulation for 5 rays and the stopping power for low-energy electrons. Due to 
considerable uncertainties in the Bethe formula at low energies a cut-off in the cal-
culations of the absorbed dose by the 6 rays is made at 100 eV by having an area of 
radius a0 with the center at the ion path considered separately. The energy absorbed 
over this area is calculated by a subtraction of the energy deposited in the track 
outside the central area from the total energy deposited by the moving ion. This 
method restricts the use of the Bethe formula to energies above 100 eV, and allowance 
is also made for that part of the energy which is deposited as primary excitation 
energy close to the ion path (15). 
Two different range-energy relations for low-energy electrons have been used in 
the dose distribution calculations. The linear relation r = k, - <•> with r = range and 
u) = energy, leads to a point-target dose distribution, Oo — 0, given by 
where C = 2w• N• e^/mc2 = 1.34-10 , 2-p J m ', / is the distance from the center 
of the ion path, and /„», = k, • « „ , -p ' is the maximum range of the b rays in the 
film of density p. u>m2, = 2mc2fi1(l - fi2)'1 is the maximum energy of the h rays 
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gem -
1
 is the 
ejected by the ion of velocity 0 relative to the velocity of light, k, = \0* 
eV"' is used in the work of Kobetich and Katz (16). N = A0 • ne • p • Mw 
electron density of the film, where A0 is the Avogadro number. nc is the number of 
electrons per molecule, and Mw is the molecular weight, r^ r is the effective charge 
of the moving ion of relative velocity 0. The effective charge was obtained from the 
formula given by Ziegler (7). 
The power-law relation r = jfc2 - w" leads to a point-target dose distribution. a0 -~ 0. 
given by 
D(rA/) = ^ - ^ - - ^ | l - — | (10) * i . i r , — L T 
i2 a rl /„„J 
1 0 " g cm"2 eV " is found by fitting to published where a = 1.67 and k2 = 5.22 • data {17-19). 
The calculated radial dose distributions have been tested by comparison with ex-
perimental data (20) and continuous slowing down model calculations (20) for 42-
MeV 7,Br ions in a tissue-equivalent unit-density gas (Rossi-type). The results are 
shown in Fig. 4 and Table 1. The percentage deviation of calculated values using Eq. 
OosejGvJ 
1 linear range-energy relation 
2 pov»«r-taw range-energy relation 
» data of Var ma el at (20) 
W* *)-• O -* tfcmj 
FlO. 4. Dose as function of distance from the run's path of a 42-McV "Br ion in a lissuc-rquivalcnl 
unit-dciHily material calcinated from Fqs (9) and (10) and compared with published »perirocnul data 
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TAME I 
Dose is a Function of Radial Disunce for a 42-MeV Bromme loa is 
TisHK-Equivalmt Ciut-Densir« Material 
/ 
(nm) 
05 
i.05 
2.1 
4.2 
t.4 
16.8 
25.2 
33.7 
42.1 
50.5 
709 
D 
(Oyi' 
3 9-10' 
1.5-10' 
4 « . 10* 
1.1-10* 
2 .6 - IC 
5.6 10* 
16-10* 
7.0-10' 
2.9-10* 
1.4- IO" 
6.0- 10s 
Standard deviation • = 
D 
(Gy*. %'l 
5.0-10'. +2« 
1 3 - 1 0 ' . - 1 3 
3.5-10*.-27 
9.2-105. -16 
2.3-10'. - • 
5 .3-10*. -5 
1.7-10*. +6 
7 . 2 - | 0 \ +3 
3.2-105. +10 
1.6-10". +14 
5.2-10». -13 
5 * 
D,* 
(tir. %') 
9.2-10'.+136 
2.1-10'.+39 
5.2-10*. +7 
1.3-10*.+15 
3.o-io\+n 
7.0-10*. +25 
2.9-10*. +7« 
1.5-10*.+107 
1.3-10*.+117 
5.1 - 1 0 \ +267 
l.»-10*. +200 
3 9 * 
Df 
« r . %') 
5.5-10'. +41 
. 2 - 1 0 ' . - 1 7 
31 10*.-36 
7.6-105. -31 
I I - 1 0 s . -30 
4.2-10*. -26 
1.7-10*. +4 
»2-10*. +17 
4 . 5 - I 0 \ +54 
2.5 I 0 \ +77 
0 
12* 
* Experimental data of Varma tt al <20y. 
* Data obtained from continuous slowing down model calculations by Patetzfce [XX 
Calc. - E»p. „ 
1
 The percentage deviation: - - ICO. 
E»r-
' Dow calculated from Eq. (9). 
' Dose calculated from Eq. (10). 
(9) from those experimentally obtained varied from +267 to +7%, with a standard 
deviation of 39% over the range of distances from the ion path of 0.3 to 70 nm. 
Results obtained by using Eq. (10) varied from +77 to - 36%. with a standard deviation 
of 12%. Radial dose distributions cakuhtcd by means of Eq. (10) agree with published 
calculated data (15) for 2-MeV/a.m.u. C ions, 8-MeV/a.m.u. Ne ions, and 
90-MeV/a.m.u. Fe ions with a standard deviation of 10,9. and 6%. respectively, over 
the range of distances from 0.3 to 10s nm. 
In the calculation of the activation cross section •> and the RE. an average dose 
deposited in the sensitive dement in the him must be calculated. The average dose 
Ckzjijøe) to the sensitive element with radius OQ positioned at a distance f from the 
path of the ion of effective charge z and relative velocity $ is given by 
I r*-fXzj}j.a„) = — DizjlJ) • AVA,)di (II) 
»<* Ji-m 
where A(t&>) is a geometry function determined by the shape of the sensitive volume 
element. This dement is in our calculations considered as a cylinder of radius and 
length equal to Ot>. and positioned with the axis of symmetry parallel to the ion's 
path, thus leading to AU At) = 4 Aragifå - «0 - rfV\Uo + 02 - ail-*o» the distance 
from the ion's path to the center of the sensitive dement. <*, is a fitted parameter the 
value of which determines the calculated RE. We have chosen a value of 10'' cm 
corresponding to an estimated size of the dye molecule which also gives the best fit 
of the calculated RE to the experimentally obtained RE. The extended target dose 
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FIG. 5. Average dose to the sensitive elcmciii in the FWT 60 radiochroir.ic dye film as a function of 
disunce from the ion path calculated from Eq. (I I). The dose profiles are for the investigated ions and for 
the first segment of calculation. 
distribution D(z,fi,t,ao) calculated by means of Eqs. (Id) and (11) is shown in Fig. S. 
The average RE of the ions in the dye film has been calculated by dividing the 
55-^m-thick film into a number of segments and in each segment determining average 
values of Zttf, 0, <rT, and RE. The number of segments used is large enough so that 
the RE converges; e.g., for the l4N ions 100 segments are used. The RE value for 
each segment is weighted against the ratio of the dose deposited in that segment to 
the total dose deposited in the film. The results are given in Tables II and III, while 
experimental RE and initial and average values of LET and zår/Ø2 are given in 
Table IV. 
The values of RE shown in Tables II and III are calculated using the Poisson 
statistics for a one-hit detector. The results shown in Fig. 2 indicate that the expression 
should be modified with an exponent m as 
IXzMa«) = (i " exp(-Diz,0,(,ao)/Di7)r (12) 
without taking variations in maximum optical density into consideration, m = 0.945 
DoseiGyl 
Segment thickness 0 5pm 
I . 16MeV protons 
2 3 MeV protons 
3 lOMeV a particles 
4 21MeV7luons 
5 64MeV ,6Oions 
6 42Mev"Nions 
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is a fitted parameter. The values of RE obtained from this modification differ insig-
nificantly from the values given in Tables II and III. 
DISCUSSION 
The results in Table II reveal a remarkable agreement between theory and exper-
iment. Taking D37 = 3.3 X 105 Gy, theory and experiment agree within experimental 
uncertainty, which must be considered as a major success of the track structure theory 
and taking the wide range in LET and z2n-/|32 into account. 
The power law for the range-energy relation leads to a radial dose distribution 
(Eq. (10)) around the ion path in good agreement with published data (15. 20) at 
ranges above 0.3 nm corresponding to o-ray energies above 50 eV. The disagreement 
below 50 eV is certainly due to an underestimation of the range in our exponential 
fit to the published range-energy data [17-19) and to the uncertainty in the Bethe 
energy distribution formula at low energies. These discrepancies have a limited in-
fluence on our calculations, because of the splitting of the dose to the central core 
and the dose to the track as described in the previous section. The comparison of 
experimental and calculated RE values shows the improvement introduced by the 
use of the power-law range-energy relation in Eq. (10). REs calculated from the 
linear range-energy relation, Eq. (9), deviate considerably from those determined 
experimentally at high LET as shown in Table III. 
If we consider the relative effectiveness as a function of either initial or average 
LET as shown in Table IV, no monotonic decrease in RE is found with increasing 
LET. The 64-MeV ,eO ions have both higher initial and average LET than the 42-
MeV l4N ions, and also a higher RE. This may be explained by reference to the 
curves in Fig. 6. In the case of 42-MeV l4N ions the Bragg peak lies within the dye 
film, and since zla/f}2 increases smoothly through the Bragg peak, the average 
zln/02 in the film will be much higher than the average LET. With 64-MeV l 6 0 ions 
the Bragg peak is not reached in the dye film, and LET and zla/02 increase continuously 
TABLE II 
Experimental Values or RE Compared to Calculated RE Based on Eq. (10) 
with a D„ Value of 1.7-105 and 3.3-10* Gy 
"•Co 7 rays 
10-MeV electrons 
16-MeV protons 
3-MeV protons 
10-MeV a particles 
21-MeV'Liions 
64-MeV '»O ions 
42-MeV " N ions 
^ 
1.00 
1.00 
1.00 
0.81 
0.55 
0.47 
0.36 
0.28 
REt« 1*. %' 
1.00 
0.92, -8.0 
0.65, -19.8 
0.47, -14.6 
0.42, -10.6 
0.36. 0 
0.31, +10.7 
Kh.(ai 2 , % 
1.00 
0.96, -4.0 
0.76, -6.2 
0.52. -5.5 
0.46. -2.1 
0.38. +5.6 
0.32,+14.3 
' RE derived from the initial slope of the dose-response characteristics. 
" RE calculated by means of Eq. (10) for O,, - 1.7 -10' Gy. 
Calc. - Exp
 M 
' The percentage deviation: - • 100. 
Exp. 
4
 RE calculated by means of Eq. (10) for D„ - 3.3 • 10' Gy. 
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TABLE III 
Experimental Values of RE Compared to Calculated RE Based on Eq. (9) 
with a />,. Value of 1.7 -10' and 3.3 • 10' Cy 
"'Co > rays 
10-MeV electrons 
16-MeV protons 
3-MeV protons 
10-MeV a particles 
21-MeV'Li ions 
64-MeV "O ions 
42-MeV 14N ions 
KErv' 
1.00 
1.00 
1.00 
0.81 
0.55 
0.47 
0.36 
0.28 
/?£,,, la*. %' 
1.00 
0.97. -3.0 
O.«0. -1.2 
0.64. +16 4 
0.57. +21.3 
0.48. +33.3 
0.44. +57 I 
/tfc".w . V . V 
MM) 
0.99. -1.0 
0.88. +h o 
0.71. +29.1 
0.65. +38.3 
0.6O. +66.7 
0.48 +71.4 
* RE derived from the initial slope of the dose-response characteristics. 
" RE calculated by means of Eq. (9) for Dv = 1.7 • 10' Gy. 
Calc. - Exp. 1
 The percentage deviation: 
Exp. •100. 
' RE calculated by means of Eq. (9) for £>„ = 3.3- 10' Gy. 
during passage of the film. With increasing :\ff!fi~ the range of the h rays decreases, 
and relatively more energy is deposited in a region of saturation close to the ion path 
with a resulting decrease in RE (21), see Fig. 7. 
That RE also depends on (J (22) is illustrated by curves 1 and 2 in Fig. 7, where 
two ions with the same average zlnffi1 = 6630, but with different average relative 
velocity, 0 = 8.02 -10 2 and 1.85- 10% have an RE of 0.39 and 0.20, respectively. 
The experimental results in Fig. 2 show that the dye film is not an ideal detector 
with a dose-response characteristic in accordance with Eq. (I). T\,<, response is slightly 
sublinear and does not have a constant saturation level for the different investigated 
radiation qualities. This may be due to several factors. The chemical reactions leading 
to the final dye formation have not yet been established in detail, although it is known 
that the reaction takes place in at least two steps, the latter being fairly slow in solids 
(11, 23). An intermediate product may react with the primary radicals and ions in 
an as yet unknown fashion and simultaneous bleaching may compete slightly with 
TABLE IV 
Experimental Values of RE Compared to Initial and Average Values of LET and :;nlli: 
MCo 7 rays 
10-MeV electrons 
16-MeV protons 
3-MeV protons 
10-MeV a particles 
21-MeV'Li ions 
64-MeV "O ions 
42-MeV " N ions 
RE,XI, 
1.00 
1.00 
1.00 
0.81 
0.55 
0.47 
0.36 
0.28 
LET ' 
2 1 
28 
120 
551 
1058 
5434 
5087 
LET..' 
2.1 
28 
135 
628 
1228 
6740 
6689 
aWu 
29.1 
155 
740 
1375 
6598 
6611 
Cin/P'L 
29.3 
180 
910 
1651 
8835 
9845 
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010 
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F I G . 6. RE as a function of LET and z^P1 for a " N ion with an initial energy of 42 MeV being 
completely stopped in the FWT 60 radiochromic dye 61m. 
OoselGy) 
LET=5090MeVcm% 
a.ew.Kr» ^ 0 3 9 
LET=2134MeVcrrrJ6 
Z j ^ = 6 6 * 0 2 066MeVoporticle 
RE*020 
10'* tlcmj 
FIG. 7. Average dose to the sensitive element as a function of distance from the ion's path for a 42-MeV 
" N ion and a 0.66-MeV a particle having the same average zjrfr1 » 6630 in a 0.3-pnvthick segment of 
the dye film. 
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dyr formation. Likewise, the nylon matrix may be seriously deformed at the high 
doses employed, and if this deformation takes place at the same time as irradiation 
proceeds, the effectiveness of the irradiation may change as well. An investigation of 
the mechanisms controlling the dye formation and bleachirg effects is beyond the 
scope of the present work. 
The difference in saturation optical density can be due to dose-rate effects at high 
doses. Previous publications have shown the him to be dose-rate independent at low 
to medium doses (24) except at very low dose rates, < 1 Gy sec"', (25). The dose rate 
for "Co 7 rays is 14 Gy sec ', but 5-107 Gy sec"' for the 10-MeV electrons. The 
dose rate for the ions expressed as an average dose rate calculated from absorbed 
dose and irradiation time is approximately IO3 Gy sec '. Taking the highly inho-
mogeneous dose distribution for h gh-LET particles into account by considering an 
average dose rate in microvolumc around the ion path, a more appropriate dose 
rate is obtained. A 64-MeV "O ion penetrating the film has an effective average dose 
rate in the track of 107 Gy sec ', if the energy is absorbed within I jisec corresponding 
to the length of the 10-MeV linac electron pulse. This dose rate is comparable to 
that of the 10-MeV electrons. Similar calculations for the 16-MeV protons give an 
effective average dose rate of 500 Gy sec'1, which is only an order of magnitude 
higher than for *°Co 7 rays. These considerations agree with the experimental findings, 
which show the saturation optica' density to be an increasing function of dose rate. 
Dy-r expresses the radiation sensitivity of a detector and in the theory (/. 2) is related 
to the response at saturation dose for Sow-LET radiation. When the response at 
saturation is dose-rate dependent, DJ7 appears to be dose-rate dependent as well. By 
expanding the Poisson distribution function (Eq. ( I)) in a Taylor series, P will at low 
doses be equal to D/D}7, indicating that Z?37 is related to the average energy required 
to create a dye molecule. Since wCo 7 rays and 10-MeV electrons have the same 
effectiveness at low doses, Di7 must be the same for the two radiation qualities, and 
the apparent i.'nTerence in Di7 is due only to variations in the maximum optical 
density. This v; nation is probably due to dose-rate effects. At present, however, the 
theory cannot compensate for such dose-rate effects, which forces us to choose a DJ7 
alue from a low-LET radiation with a dose rate corresponding to the dose rate of 
the investigated radiation qualities. This reasoning indicates that the Z)17 value for 
the 10-McV electrons is the most appropriate value to use, and the agreement between 
calculations and experiments is then very good indeed, within -6.2 and +14.3%. 
These arguments invoked for the D37 value also suggest that the initial slope of the 
dose-response characteristics in Fig. 3 should be used when determining the exper-
imental values of RE. 
CONCLUSION 
In this work we have shown that the track structure theory of Katz and co-workers 
is quantitatively capable of predicting dose-response characteristics of high-LET par-
ticles in a FWT 60 radiochromic dye film dosimeter. We have introduced a power-
law range-energy relation for the 6 rays generated by the impinging ion. which makes 
the dose distribution around the ion path in agreement with published data and 
improves the predictions of the theory. Though the detector is not ideal as implied 
by the theory, dose response at low and medium doses can be calculated with an 
14 HANSEN AND OLSEN 
accuracy of-6 to +14%. Wc lind that, for the dye film dosimeter exposed to radiations 
having an initial LET range of 28-5440 MeV cm2 g_l, prediction of RE is not very 
sensitive to variations in the low-LET Di7 value. 
The track structure theory cannot at present account for dose-rate effects at high 
doses and accordingly does not predict dose response of the dye film dosimeter at 
saturation doses. 
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Abstract—A thorough investigation has been made of the problems involved in using a dye film dose 
meter for precision dosimetry at high doses, using both low- and high-I.ET radiation. The study 
includes: lime course of coloration following irradiation .it various Jose levels: dose response after 
irradiation in vacuum or at atmospheric pressure: dose response dependency of temperature during 
irradiation and dose rate effects at high doses. The dose response characteristics have been measured 
mainly at 510 nm and over a dose range from I kCiy to I <>' kCiy. which ranges from the lowest detectable 
dose to saturation of coloration The dose response hus been found to depend strongly on: the lime span 
between irradiation and measurement: the irradiation temperature: and the dose rate at doses above 
50 kGy for low -1 FT radiation. Irradiation in vacuum 1(1 P.. > and in air produced the same dose response. 
This work supplements previous investigations of the dye iilm. which were mainly carried out at lower 
doses. 
INTRODUCTION 
DURING AN investigation'" of a theory of particle 
track structure11' by the use of the radiochromic 
dye film dose meter as a detector, it was found 
that the knowledge of the behaviour of the dose 
meter was lacking in several respects. Previous 
investigations of the dye film have mostly been 
concerned with dose levels at which the response 
is linear. We have now exposed the dose meter to 
doses up to 1-2 MGy, which saturates the formation 
of dye molecules with low-LET radiation. The film 
has been irradiated with both ""Co -y-rays. 10 MeV 
electrons and heavy charged particles covering a 
range in initial LET of 31-5500 MeV cm3 g '. Our 
investigations have covered: The optical absorption 
spectrum at various dose levels and radiation 
qualities: the kinetics of build-up and fading of 
coloration after exposure to high and low doses; 
the saturation dose response level: bleaching at 
very high doses; the dose response after irradia-
tion in air or vacuum; dose rate effects at high 
doses; and the temperature dependence of the 
dose response. 
This investigation of the dye film at high doses 
and high LET is a supplement to prt vious in-
vestigations," '•" but is of importance to users of the 
radiochromic dye film when high precision dosi-
metry is needed. 
DOSE METER SYSTEM 
The Jose meter used in this work is the nylon-
based FWT 60. commercially available from Far 
West Technology Inc.. 330 Kellog. Goleta. Cali-
fornia. U.S.A. This thin-film radiochromic dye 
dose meter contains a leucocyanide (hexa-
hydroxyethyl pararosaniline) which is transformed 
into a coloured state, a dye. by absorption of 
energy from ionizing or exciting radiation. The 
radiochromic leucocyanide is dissolved in a nylon 
matrix at a concentration of IO-l5Cr by weight. 
The dye has a broad absorption band in a part of 
the visible spectrum with a maximum at 604 nm. In 
this work the response to radiation is mostly 
measured at the wavelength of 510 nm, which is on 
the edge of this absorption peak. The dose meter is 
supplied in pieces of I x I cra: with an approximate 
thickness of 55 n m. For some of our experiments, a 
very thin film has been used with a thickness of 5 n m 
hut with the same materials and the same content of 
leucocyanide. 
EXPERIMENTAL 
The response of (he irradiated film samples was 
measured by means of a scanning photospectromeler""' 
with ,i high spatial resolution. The instrument is cali-
brated up to an optical density of V5 by means of a 
photographic step table! supplied by the U.S. National 
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Bureau of Standards. The light absorption spectra were 
measured with a Pyc Unicam SPU-4WU photospec-
trometer The thickness of each film sample was care-
fully measured by means of an electronic gauge unit »iih 
a resolution better than I urn. The y-urradiations were 
carried out on a 3.7 x |0' Bq "Co y-ray facility cali-
brated"*" against a Fricke dose meter surrounded by a 
nslon container with a wall thickness of I cm providing 
electron equilibrium The film samples were irradiated in 
the same nylon lOMainer. 
For electron irradiations a pulsed 10 MeV linear elec-
tion accelerator was used. The pulse length was 4 p s 
with a pulse repetition rate of 50 pulses per sec. The dose 
rate in the pulse was 5 * 10 Gy s '. The film samples 
were irradiated either by passage on a conveyor under a 
scanned beam or by a straight-ahead colliinaled beam. In 
the scanned beam mode the dose was determined by 
routine water calorimetry."71 which has been compared 
to measurements with a Fricke dose meter"" A maxi-
mum of MlkGy was given to the film in the scanned 
beam mode, because a higher dose would involve ele-
vated temperatures influencing the measurements. 
In the straight-ahead beam mode the film was placed 
behind a thick collimator with a circular hole, d = 7 mm. 
determining the beam area on the film. The collimator 
consisted of a layer of light material, aluminum, thick 
enough to stop the electrons, and a thick layer of lead to 
attenuate the produced bremsstrahlung to an insignificant 
level. The electron beam, which is negligibly influenced 
from penetrating the thin film, was picked up by a 
Faraday cup and the integrated charge flux measured 
Dose response data obtained at low doses in the straight-
ahead beam mode were compared with data obtained at 
low doses in the calibrated scanned beam mode and a 
proportionality factor was found for transforming 
measured integrated charge into dose at high dose lev-Is. 
The investigation of the influence of pressure and 
temperature on the dose response was carried out in an 
experimental equipment used for irradiation of the film 
with heavy charged particles. This equipment includes a 
chamber and Faraday cup. which can be evacuated to 
less than 10 'Pa or be flushed with a gas at different 
temperature. This equipment is described in Ref. 1. 
The dose absorbed by the film when irradiated with 
heavy charged particles was calculated from the average 
stopping power and panicle fluence. The dose cal-
culations are described in Ref. I. 
The dose calibration of the ""Co y-rays and the 
10 MeV electrons is accurate within ± 2% and the pre-
cision of dose interpretation is s Z.2% determined as the 
root mean square of the uncertainties of the individual " 
measurements involved in an experimental data point. 
The precision of (he heavy charged particle dose 
measurements including statistical scatter amounts to 
i 5.2CÉ, but the accuracy of the dose determination 
depends on the tabulated proton stopping power 
data1" "'"' and the calculation of stopping power for 
heavy ions in a compound material.'2" The uncertainty on 
the proton stopping power data is from I to 15%. highest 
for the lower energies."* m and the uncertainly on the 
heavy ion stopping power in a compound material is of 
the same order of magnitude.'"' 
RESULTS AND DISCUSSION 
Spectrum 
The light absorption spectrum of the dye film 
has been measured for an unirradiated film sample 
Optical density 
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FIG. I. Light absorption spectra of the dye film irradia-
ted with tl) **Co y-rays. (2) UV-light at 250n.i>. (3) 
J MeV protons. (4) Spectrum for unirradiated film 
and samples irradiated with low- and high-LET 
radiation (Fig. 1). The position of the maximum 
absorption changes slightly from one batch of film 
to the other. Irradiation with different radiation 
qualities to the same medium-range light absorp-
tion level causes the same shape of the spectrum. 
This shows that the formation of dye is in-
dependent of how the energy is deposited in the 
film, either by homogeneously distributed ion-
izations and excitations as from y-ray photons and 
fast electrons or by highly inhomogeneously dis-
tributed 5-rays from high-LET particles, or by 
excilition alone as from UV-light. 
The shape of the spectrum changes when the 
film is irradiated to very high doses, where satura-
tion and bleaching of the response occurs (Fig. 2). 
This change in shape implies that different pro-
cesses take place at the wavelength of 510 and 
604 nm and that there is no longer proportionality 
between response measured at the two 
wavelengths. From Fig. I it appears that the light 
absorption around 600 nm consists of at least two 
overlapping peaks with a maximum for the dye at 
604 nm. 
Changes in colouration after irradiation 
The leucocyanide does not change into the 
coloured state immediately upon irradiation, but 
intermediate species are formed with an absorp-
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Fie. 2. Light absorption spectrum of the dye film irradia-
ted to a dose of 30 MGy with 64 MeV '"0-ions. 
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FlC. 3. Light absorption spectrum of the dye film show-
ing the time dependent decay of primary formed species 
at 412 nm and the build-up of dye at 604 nm after irradia-
tion with 10 MeV electrons. The film is conditioned 24 h in 
vacuum before irradiation in vacuum. 
lion maximum at 412 nm.'" :" These rather short-
lived species decay and the blue coloured dye is 
formed with an absorption maximum at 604 nm. In 
Fig. 3 it is shown how the change in the light 
absorption spectrum takes place within a time 
span of 24 h. If the film is preconditioned in 
vacuum for several hours before irradiation in 
vacuum, but measured in open air, the time 
dependent change in spectrum is very pronounced. 
Under these circumstances the rate of colour 
formation will presumably be determined by 
diffusion of oxygen and water into the film 
material. As the formation of dye is the response to 
absorbed dose it is very important to measure tr.T 
optical density when the kinetics in the film have 
stabilized. 
We have investigated the build-up of dye in the 
film irradiated with -y-rays and 10 MeV electrons 
under environmental conditions of: open air. pre-
conditioning in 24 h and irradiation in vacuum ( ~-
I Pa), nitrogen atmosphere, and vacuum of - I Pa 
without preconditioning at doses ranging from IS 
to 2000 kGy (Figs. 4-6). The temperature during 
storage, irradiation and measurement has been 
kept as close as possible to room temperature 
(20°C) and the relative humidity has been between 
50 and 60%. 
Build-up and subsequent fading of the dye after 
*°Co -y-irradiations at doses from 1.5 to 900 kGy is 
shown in Fig. 4. The response is expressed in 
relative change in optical density per unit film 
thickness. The build-up takes place within the first 
20 h after irradiation with a relative rate slowest 
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FIG. 4. Time dependent change in relative AOD/mm at 
SlOnm after irradiation in air to different doses of MCo 
•y-rays with a dose rate of 14Gys '. The response is 
-normalized with respect to maximum absorption. 
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Flc;. 5. Time dependent build-up of colour after irradia-
tion in (I) air, (2) N:-atmosphere. (3) vacuum with pre-
conditioning in 24 h. Absorbed dose of 20 kGy from 
10 MeV electrons with a dose rate of 5 x lOGy s '. 
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FIG. 6. Time dependent build-up of colour after irradia-
tion in vacuum without preconditioning with 10 MeV 
electrons to absorbed doses of 0.14. 0.4 and 2 MGy with 
dose rate of 5 x 10 Gy s '. 
for the highest absorbed doses. Thereafter a de-
cline in a response is observed until about 100 h after 
irradiation. A plateau is reached 4-5% below maxi-
mum response, which for the lowest doses « 
0.1 MGy) appears to be constant for a period of 
time exceeding 350 h, whereas the response for the 
higher absorbed doses declines further at times 
exceeding 350 h. The difference (~ 2%) in the 
relative response at the plateau following the 
maximum may be due to scatter in the individual 
measurements but the subsequent fading after the 
peak in build-up is significant. 
Build-up of colouration in the first hours follow-
ing irradiation with 10 MeV electrons to a dose of 
20kGy with a dose rate of 5x 10'Gys ' has been 
monitored for irradiations in air. Nratmosphere, 
and vacuum with preconditioning for 24 h (Fig. 5). 
The films were measured in open air. The build-up 
is most pronounced for the film irradiated in 
vacuum, changing from 30 to 50% below maximum 
shortly after irradiation ( — 10 min) until maximum 
was obtained 15-20 h later. The build-up following 
irradiations in air and nitrogen amounts to 10-20%. 
respectively, shortly after irradiation and maxi-
mum is achieved after about 10 h. 
The rate of build-up of colour after irradiation is 
dose and dose rate dependent and the build-up 
depends further on the content of oxygen and 
water in the film material during irradiation. Pre-
vious investigations'"' at low doses and dose rates 
have also shown a dose rate dependency. 
To simulate a situation most common for the 
use of the dose meter in a vacuum environment 
the film was kept under normal air storage con-
ditions but irradiated in vacuum with 10 MeV 
electrons at doses ranging from 0.14-2 MGy. The 
build-up of colouration is shown in Fig. 6. It is 
seen that despite the big dose range and sub-
sequent different time of exposure to vacuum, the 
build-up of coloration peaks after a period of 
10-20 h. 
Absolute optical density readings of film sam-
ples irradiated in open air and in vacuum has been 
compared at doses of 10, 100 and 500 kGy. No 
significant difference in dose response was found, 
but a tendency of recording slightly higher re-
sponse (4%) at high doses ( ~ 500 kGy) for samples 
irradiated in vacuum was recorded. This, we be-
lieve, is due to a higher temperature in the film 
during irradiation in vacuum, because in this case 
the heating caused by the irradiation can only be 
dissipated through heat radiation. 
Dfise-response characteristics 
From the light absorption spectrum of the dye 
film (Fig. I), it is seen that any wavelength 350-
650 nm can be used as the characteristic 
wavelength for calibration of the dose meter. The 
highest sensitivity to radiation is obtained at 
604 nm. which mainly reflects light absorption of 
the pure dye. The broad peak around 600 nm con-
sists of two overlapping peaks, which is seen from 
the bump on the leading edge of the peak. This in 
fact indicates that more than one single reaction 
takes place following irradiation. Dose response 
has been measured at 600, 510 an J 494 nm (Fig. 7). 
The manufacturer of the film recommends 
measurements at 600 nm for 7-ray and electron 
doses below 30 kGy and at 510 nm at higher doses. 
The wavelength of 494 nm has been chosen 
because of being an isosbestic point'14' (Fig. 3). 
which is stable in time within the first 24 h after 
irradiation and thus independent of build-up of 
colour. Though the sensitivity of the film to 
»00/fra« FwTM dy* trim 
•OMaVtttctrons 
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FIG. 7. Dose response characteristics of the dye him 
irradiated with 10 MeV electrons and measured at the 
wavelength of 600. 510 and 494 nm. The ordinate scale 
has to be multiplied by 10 for the 5 iuni thick film. 
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irradiation is down by a factor of about 2.5 at 
494 nm as compared to measurements at 510 nm. 
the 494 nm should be preferred to 5IOnm. The 
shape of the dose response characteristics in Fig. 7 
are the same except for the 600 nm response at 
saturation. This difference may be caused by the 
photospectrometer as the optical density is more 
than 4. The slope in the log-log plot of the dose-
response is less than 45* indicating sublinearity. 
A single mechanism of response to irradiation, 
such as breaking of a double bond in the leucocy-
anide molecule, shall according to hit- and target-
theory'^' show a dose response characteristic, 
which follows a Poisson distribution function for a 
one-hit detector. This means that a single ionizing 
or exciting event with an energy deposition above 
a certain threshold (3.8 eV) may lead to the for-
mation of a coloured dye molecule. The Poisson 
distribution function can for the dye film dose 
meter be expressed as AOD/mm = 
AOD/mm«.,x(t-exp(-D/D„)). where AOD/ 
mm«,, is the maximum obtainable coloration and D„ 
is a characteristic dose at which 63% of maximum 
coloration is achieved. This distribution function is 
linear at low doses and has a slope of 45* in a log-log 
plot. 
We have investigated the very thin. 5 >im. FWT 
60 film in order to see whether the dose response 
measured at the wavelength of 600 nm follows a 
Poisson distribution function up to saturation 
doses (Fig. 7). The thin film can be measured at the 
absorption maximum even at saturation optical 
density. The shape and slope of the dose response 
characteristic is the same as for the thick film 
measured at 510 nm, showing the same 
sublinearitj and response at saturation doses. This 
shows that the difference in shape of the dose 
respone for the thick film measured at 600 and 
5l0nm is due to saturation of the photospec-
trometer. 
Dose-response characteristics of the dye film 
have been obtained for various radiation qualities: 
3 and 16 MeV protons. 10 MeV a-particles. 
21 MeV 7Li-. 42 MeV ,4N-, and 64 MeV "O-ions 
covering a range in initial LET of 31-
5500 MeV cm2 g ' corresponding to an average 
LET in the film of 31-7200 MeV cm2 g '. The dose 
response characteristics measured at the 
wavelength of 510 nm are shown in a log-log plot 
(Fig. 8), together with the dose response charac-
teristics obtained for *°Co y-rays and 10 MeV 
electrons. All the curves are parallel at low doses 
with the same slope up to approximately 
AOD/mm = 10, but the saturation optical densities 
are different. At doses below 50kGy the curves 
Fir.. S. Dose response characteriMks of the Jye film 
irradiated with "Co -»-rays. 10 MeV electrons, and heavy 
charged particles of varying radiation quality 
for "Co -y-rays and 10 MeV electrons are identical, 
but the maximum optical density is considerably 
higher for the 10 MeV electrons than for "Co 
y-rays. The saturation optical density for the 
42 MeV "N- and 64 MeV "O-ions is the same as 
for the 10 MeV electrons, whereas the saturation 
optical density for the 3 and 16 MeV protons and 
the 10 MeV a-particles is between the saturation 
optical density for *"Co y-rays and 10 MeV elec-
trons. The parallel displacement of the curves 
relative to the curve for ""Co y-rays and 10 MeV 
electrons reflects the relative effectiveness. RBE. 
of the different radiation qualities.'" 
The leucocyanide content in the film is ~ 10% 
by weight (information from manufacturer). With 
an extinction coefficient of approximately 
10'I mol 'cm "-'3M a theoretical saturation opti-
cal density at the wavelength of 604 nm is cal-
culated to O D * 120 for a 55 »m thick film. This 
value of optical density at 604 nm is by no means 
obtained for the 55 urn thick film showing that not 
all leucocyanide molecules are converted into the 
coloured dye at saturation. At a 10% content by 
weight the concentration of leucocyanide mole-
cules is l . lx 10"molecules/g if they are homo-
geneously distributed in the film. If an event size 
of 60eV,rr> is estimated, the number of event sites 
per gram of film is 2.1 x lO20 at a saturation dose of 
2 MGy. This consideration leads to the conclusion 
that all existing leucocyanide molecules in average 
experience 2 hits if all the energy is absorbed by 
the leucocyanide molecules, and that the maxi-
mum obtainable optical density theoretically 
should be achieved. If the energy is 
homogeneously distributed on both leucocyanide 
•MØ J W H w o i «t at 
und n\k<n molecules calculations show thai only 
yn of the existing kucocyanioe molecules arc hit 
once at a dose of 2 MGy. If this n the case no 
vjturation in dye formation would be observed in 
the investigated dose range. 
SuMincarity in the dose response can be due to 
vtvera! reaction mechanism* one of which is the 
destruction of latent colour centers.' * ^ Another 
possible explanation is that a reduction in radiation 
induced radical yield is due to annealing effect."*' 
In a previous section it has been shown that the 
reaction leading to the dye formation takes place 
in at least two steps, the latter being fairly slow. 
The intermediate product may react with the pri-
mary radicals and ions in a way annealing the 
other« ise formed coloured carbonium ion. 
The shape of the curves in Fig. S are almost 
identical showing that the same reaction 
mechanisms take place independent of whether 
the energy is deposited homogeneously as from 
"Co y-rays and lOMeV electrons or highly in-
homogeneous as from the heavy charged particles. 
Bleaching effects 
From the dose-response characteristic in Fig. 8 
it is seen that irradiating the film into doses above 
saturation causes a bleaching effect. This destruc-
tion of the formed dye at high doses is not un-
expected because radiation in addition to produc-
ing colour centers also can destroy colour centers. 
The nylon matrix may be seriously deformed at 
the high doses employed, and if this deformation 
takes place at the same time as irradiation pro-
ceeds the effectiveness of the radiation may 
change as well. At doses above saturation the 
shape of the spectrum changes (Fig. 2) and the 
peak at 604 nm starts to decrease before the opti-
cal density at 510 nm decreases. 
Attempts"" to explain the sublinearity as due to 
a bleaching effect and trials to accomplish linearity 
by adding a dose response curve for bleaching to 
the dose response curve for colour formation fail. 
This is because the saturation optical density and 
bleaching as a function of dose are not constant 
for different radiation qualities (Fig. 8). We have 
irradiated the dye film (55 fim) into saturation with 
UV-light of different wavelength and with sunlight 
(broad UV-spectrum). The maximum optical den-
sity was dependent on the wavelength of the UV-
light and on whether the film was irradiated from 
one or two sides. Two-sided irradiation with 254 
and 340 nm UV-light gave a saturation optical 
density of AOD/mm ~ 25 and - 40, respectively. 
Irradiation with sunlight gave a AOD/mm ~ 50. By 
subsequent irradiation with 10 MeV electrons the 
optical density at frit increased to the same level 
as if the film was irradiated with electrons from 
Mane. AOD/mm - 6 2 . and then decreased as 
shown m Fig. t. 
Dose rale dependence 
Previous investigations'*** have shown the film 
to be dose rate independent at low to medium 
doses except at very k»w dose rates. < 
I Gy s '.'" '" The difference in saturation optical 
density (Fig. *) may however, be due to dose rate 
effects at high doses. At doses below 50 kGy the 
curves for ""Co -»-rays *oJ 10 MeV electrons are 
identical, but the maximum optical density is con-
siderably higher for the It MeV electrons than for 
T o y-rays. The dose rate for "Co y-rays is 
l4Gy s '. but 5x 10'Gys ' for the lOMeV elec-
trons. The average dose rate for the ions is approx. 
10*Gys '. Taking, however, the higHy in-
homogeneous dose distribution for lugh-Lr T par-
ticles into account by considering an average dose 
rate in microvohimes around the path of the mov-
ing ion."'"'" a more appropriate dose rate is 
obtained. A 64 MeV ''O-ion penetrating the film 
has an average dose rate in the track of 10" Gy s~' 
if the energy is absorbed within 4 »is correspond-
ing to the length of the 10 MeV linac electron 
pulse. This dose rate is comparable to the dose 
rate of the 10 MeV electrons. Similar calculations 
for the 16 MeV protons give an effective average 
dose rate of approximately 500 Gy s~\ which is an 
order of magnitude higher than for MCo y-rays. 
These considerations are in agreement with the 
experimental observations, which show the 
saturation optical density to be an increasing 
function of the dose rate (Fig. 9). 
Temperature dependence 
In the present work the temperature dependency 
of the dye film has been monitored at the photo-
spectrometer wavelength of 510 nm. The effect 
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FlG. 10. Temperature effect on dose-response measured 
al absorbed doses of 10 and 100 kGy 
of increased temperature during irradiation with 
lOMeV electrons on dose response was in-
vestigated without preconditioning of the film 
samples. The film samples were placed in the 
irradiation chamber, which was flushed with 
heated air. the temperature \>t which was moni-
tored by means of a thermistor placed close to the 
film. The dose response dependence on tem-
perature was measured in the temperature range of 
20-MTC and at dose levels of 10 and 100 kGy (Fig. 
10). The increase in dose response with tempera-
ture was in average 0.f» and O.rø/'C for the dose 
levels of 10 and 100 kGy. respectively. The tem-
perature effect on dose response is thus dependent 
on dose, which makes corrections for irradiation 
temperature complicated. A previous investigation 
at a dose of 20 kGy1'' has shown dose response to 
be dependent on temperature with an average of 
0 . W C in the temperature range of 20-50*C. 
CONCLUSION 
The experiments described in the present work 
show that great care must be taken when using 
radiochromic dye films for more exact (< i IfW 
dose measurements. Careful measurements of the 
thickness is important, because film thickness 
varies within a batch of films, and small surface 
irregularities can change the final dose reading 
drastically. The rati of build-up of colour after 
irradiation is dose- and dose-rate-dependent and 
depend« further on the content of oxygen and 
water in (he film during irradiation. At doses cor-
responding to a change in optical density per mil-
limeter film thickness > 10 at A = ,M0 nm. the dose 
response is strongly dose rate dependent The dose 
response is temperature dependent, the rate of 
which is a function of absorbed dose. Readings of 
optical density at high doses can with advantage 
he made at an isosbestic point of wavelength, thus 
avoiding build-up of coiouf. This point, however, 
must be measured for the individual batch of film 
because the rsosbestic point changes from batch to 
batch, as does the wavelength for maximum light 
absorption in the region of ACOnm. 
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Relative radialion effectiveness. RE. of 21 MeV 'Li and 64 MeV 'N) ions being completely slopped in a tissue equivalent film 
dose meter has been measured as a function of penetration depth and energy, and the- result nave been compared with calculations 
based on a Æ-ray theory for heavy charged particles developed by Kat/ et al. The experiment was designed to test calculations 
particularly in the Bragg-peak region of the slowing down particles where significant deviation between theory and experiment was 
found. Fitting of the characteristic D37 tlose and the size of the radiation sensitive clement in the detector, which are important 
parameters in the theoretical model, doc- not improve the overall correlation between theory and experiment. It is concluded that 
disagreement between theoretical and experimental KF.-values below I 5 McV/aniu is partly due to lack of equivalence between the 
i-ray spectrum and the slowing down spectrum of electrons from low-l.l-T radiation, and partly from approximations in the 
calculated distribution of energy deposition of the (5-rays 
I. Introduction 
The dose-response characteristics of physical detec-
tors exposed to beams of heavy charged particles change 
considerably wiih the linear energy transfer (LET) of 
the particles. The only theory at present which allows a 
prediction of this change is the fi-ray theory of track 
structure developed by Kat7 et al. |1). This iheory 
considers a detector to be made of sensitive elements, 
which are activated through interaction processes with 
j-rays (secondary electrons) ejected from the path of the 
heavy ion. The size of the radiation sensitive element is 
characteristic for the detector, which is assumed to 
respond with equal effectiveness for a given end-point 
to this spectrum of fi-rays as to the slowing down 
spectrum of electrons from a beam of fast electrons or 
y-ray photons (low-LET radiation). The difference in 
dose-response characteristics between low- and high-
LKT irradiation of the detector is in the theory ascribed 
to the very inhomogeneous dose distribution around the 
path of a high-LBT partkic 
The inhomogeneour dose distribution may be calcu-
lated from a knowledge of the 5-ray distribution, dif 
ferential in angle and energy [2]. and from [he primary 
excitation energy deposited very close to the ion path 
|.l). It has been shown (4) that the radial distribution of 
dose due to ionizing interactions as calculated from the 
Bclhe Iheory |S] is in good agreement wiih experimen-
CI6K-5H3X/84/$0.V(K) «:> Llsevier Science Publishers H.V. 
(Norih-Molland Physics Publishing Division) 
tally obtained data [6,7] and data obtained from Monte 
Carlo calculations in continuous slowing down ap-
proximation [6,7|. The Bclhe formulation of the energy 
spectrum of o-rays generated by a heavy ion of velocity 
P relative to the velocity of light and effective charge : 
is expressed as N( u ) = C( ; '/fi1 )d u/u2, where /V( u ) is 
the number of 5-rays per unit pathlength having en-
ergies between u and u + d u , and C is a constant 
proportional to the number of electrons per unit volume 
of the penetrated medium. The maximum energy, which 
can be transferred to an electron from a heavy ion, is 
obtained from kinematics as «„,„, = 2 wu2/)2(l - /?2) '• 
where m is ihe electron rest mass and c the velocity of 
light. The S-ray dose distribution may now be calculated 
from the energy distribution, angular distribution, and 
slopping power of the 5-rays. For ease of calculation of 
dose in track segments the angular distribution has been 
approximated by assuming ejection of 6-rays perpendic-
ular to the track. The range and a subsequent effective 
slopping power of the Æ-rays have been obtained from 
fitting io experimental (8,9) and theoretical [10.1«J 
range-energy data, from which a power-law range en-
ergy relation of r= 5.22 x 1 0 " u" ' 7 g/cm2 has been 
obtained, where r is the range and u ihc energy of 'he 
electrons in eV This relation yields improved dose 
distribution daia as compared with a linear relation 
r = 10 " u g / c n r proposed by Katz. 
According to ihe fi-ray iheory ihe radiation sensitive 
4 W kJ (flu-n. J li //t/Hven / Effmirencw of ti rtitlwt hnwm i/u hl»t 
elements grouped around the path of the ion will re-
spond lo the local dose deposited there bv the generated 
8-ravs. as if the elements were part of a larger system 
uniformly irradiated with low-1.1-1 radiation to the same 
dose Thus, the dose-response characteri.Mie. which is 
experimentally obtained for the detector irradiated with 
low-LET radiation, is used lo correlate the calculated 
dose in the elements with a produced effect. The proba-
bility that a sensitive element is activated by an ion is 
given by the Poisson distribution function as 
P{z.fi.i.u„.D}1) = 1 - exp( -Z>(.-./?./.u„)//>,7). where 
/*(;./«./.u„.Di7) represents the fraction of sensitive ele-
ments of radius u„ activated by the incoming ion of 
relative velocity fi. and which are lying at a distance i 
from the (rack axis. D(z.p.t,aa) is the average dose 
deposited ir. the sensitive element at a di .lance / from 
the track axis, and is found from i calculation of dose 
distribution around the ion path. D„ is the dose of 
low-LF.T radiation at which Vl% or e~' of the sensitive 
elements are not activated by the radiation. The total 
effect produced by a single ion or a beam of ions is 
found from an integration of P{:.p.t.a„.Dxl) over all 
distances l from the axis of the ion's path to the 
maximum range of the 6-ray s This integration yields 
the total activation cross section o(;./3,a0,£17). 
Relative effectiveness, RE, of high-LET radialion to 
low-LET radiation is defined as the ratio of the doses of 
the radiations being compared, which produce the same 
response under identical conditions. RE may as well be 
derived from the ratio between the radiation sensitivities 
of the medium towards the radiations involved. The 
sensitivity of a detector towards low-LET radiation is 
given by 1/D37, and the sensitivity towards high-LET 
radiation is defined [12] as <J(Z,/?,U0 ,D3 7)/LET, which 
is the ratio of the total cross section to the average 
energy deposited by the moving ion per unit pathlength 
in a unit density medium. The relative effectiveness can 
then be expressed as RE = ha(z,fi,aa,Dyl)/LK\. For 
Dy, in Gy and LET in MeVcm2g~l the conversion 
constant k equals 6.24 x 10* MeVGy"'g~'. 
Knowing the relative effectiveness, RE, of the ion in 
the detector as a function of energy (velocity /3), the 
high-LET dose-response characteristic may be calcu-
lated. The size of the sensitive clement is a parameter in 
this calculation, which may eithei he appro* mately 
calculated by means of classical target theory [12-14] or 
by fitting to experimental high-LET data for the detec-
tor. For the radiochromic dye film a sensitive element 
size, a0. ol 10"7 cm has been used 
The 8- ray theory is proposed to be applicable to 
"ideal" detectors, which for most physico-chemical de-
tectors means a one-hit response, i.e. only interaction 
energies above a certain threshold lead to the end-point, 
whereas accumulation of interaction energies below the 
threshold cannot take place. An ideal one-hit detector 
has the following properties (12): 1) a linear dose-re-
sponse up lo closes comparable to /^i7. 2) absciue of 
dose rate effect >incc the sensitive element max he 
activated bv a single electron, ami lading or recombina-
tion of formed radicals is disregarded. }) en a double 
logarithmic plot all dose-response curves will be 45° 
linos independent of the radialion quality, and 4) the 
effectiveness, i.e. the response per unit dose for a given 
end-point will decrease monotonicallv as a function of 
LET and the particle velocity. 
In our previous study |4) of the response of the 
radiochromic dye film. FWT-60. to beams of ions rang-
ing from 16 MeV protons (initial LET = 2K 
MeVcnVg ') to 64 MeV oxygen ions (initial LET = 5434 
MeVcm2g~') we found very good agreement between 
theoretical predictions of the dose response curves and 
experiments except in the case of 42 MeV nitrogen ions, 
which were completely stopped in the film. For the 
nitrogen ions the difference between theory and experi-
ment was greater than the experimental uncertainty at 
95% confidence level. 
The results indicated that the theory might not in-
applicable at low specific ion energies. We thus decided 
to investigate the energy range for application of the 
5-ray theory by using a stack of very thin radiochromic 
dye films (nominally 5 urn thick) of the same composi-
tion as the nominally 55 um thick ones as used previ-
ously. This work should indicate the specific ion energy 
below which the vanoi approximations in the fi-ray 
theory break do*".. 
2. Experimental 
The radiochromic FWT-60 dye film consists of a 
form of nylon (C^HJJNJO^), , . which contains ap-
proximately 10% of a colourless radiochromic dye pre-
cursor hexahydroxyethyl pararosaniline leucocyanide 
(CAH4N(C2H4OH)2),C-CN which attains a blue col-
our upon irradiation with exciting or ionizing radiation 
[15]. The dye formed has a broad optical absorption 
band with a maximum at 604 nm. The dose meter 
response is expressed as increase in optical density per 
unit film thickness. dOD/mm, measured at 604 nm. 
The actual film thickness varied from 4-8 pm. but in 
the case of 21 MeV 7Li ions a 53 fim thick film was 
used in the stack due to the longer penetration depth of 
this ion. The thicknesses were measured individually 
with an electronic transducer gauge unit, and the optical 
densities were obtained in a recording spectrophotome-
ter designed to read spatial variations in optical density 
across the field. 
The slopping power of the ions in (he film was 
ca culated from published slopping power data for pr-
ions [16] as S(r,„./8)-Si.rp./8X*«rrAp)3. S{z,„.ft) is 
the stopping power of the ion with atomic number Z 
moving at a velocity /? relative to the velocity of light 
kJ i Uwi. ./ II /Ai/Mi'r fffi-int t-'/i-n >>} «i rtitiit'tlir»inH »ivr /f/»» 4>('l 
.S'( - ,/f) is ihe stopping power of .1 proton moving at 
the same velocity, and srll aiul - are the cflcctivc 
charges of the 101) and the proton, respectively, calcu-
lated from the formula* of / ••g.ler | |7 | . In order, how-
ever, to fit with experimental stopping power data 
[Ifi.l9|. ;cll for 7Li ions in hvdrogen «.h calculated bv 
means of the specialized expression for lithium ions as 
proposed by Ziegler |17| only at energies above 0.15 
MeV/amu. whereas the general expression for Jtlr for 
all ions was used below ibis energy. The slopping power 
for the ions ;n the film material was calculated by 
Bragg's additivity rule |20| from the weight fractions of 
the atoms (H. C. N. and O) constituting the detector. 
The reference low-LF.T radiations were y-rays from a 
N ,Co source with a dose rate of 14 Gy s ' and 10 MeV 
electrons from a linear accelerator with an average dose 
rale in the pulse of 5 x 107 Gys '. while the high-LET 
radiations were beams from a tandem Van de Graaff 
accelerator with dose rate of approximately 11)' G\s '. 
By calculating an average dose rate in the trick of :he 
moving ion in the 55 /im film, a dose rate of approxi-
mately 107 Gys" ' and 10" Gys ' is obtained for the 
Li- and '*0 ions, respectively. Defiled description of 
the irradiation technique for low- and high-LET radia-
tions ha., already been published 14]. 
The determination of dose of tlv low-LET radiations 
has an uncertainty within 2%, and the precision of the 
low-LET dose-response measurements is 14.3% (total 
random uncertainty at 95% confidence level [21]) de-
termined from the uncertainty associated with the indi-
vidual measurements involved in an experimental data 
point. The precision of the dose-response measurement:, 
for ions is ±15.1% (determined -is for the low-LET 
dose-response measurements). The uncertainty in the 
proton slopping power is less than 1% for energies 
above 400 keV and approximately + 10% for lower 
energies [16], and the method of calculating the slop-
ping power for the ions in a compound material may 
introduce an error of about 10% [22). While the expres-
sion for the effective charge of the ions is an empirical 
fit relating stopping power of protons to experimental 
stopping power data of heavy ions of the same velocity, 
the expression is used as well in the {-ray energy distri-
bution formula for which we do not really know its 
applicability. With reference 10 calculated and measured 
ranges of the ions (see next section), the uncertainty of 
the a!solute energy of the ion as a function of residual 
range is considered to be less than the stated error on 
stopping power. Based on these considerations the over-
all uncertainty at 95% confidercc level of experimental 
RE values is ± 18.7? calculated as 
V = ( £ . < , ' + I U L « . ' ) 
mated maximum systematic error of the individual data 
points 
i. Results 
The dose-response characteristics of the 5 jim thick 
dye film to low-LET radiations of "'Co >-rays and 10 
MeV electrons are shown in fig 1 The end-point con-
sidered is the colouration of the film measured as change 
in optical density per unit film thickness at 604 nm. 
which is the wavelength at maximum absorption. At 
doses below .10 kGy the response is identical for the two 
radiation qualities, while at higher doses the response to 
10 MeV electrons is higher than to w,C'o 7-rays. This is 
in correspondence with observations made for the 55 
/tm thick EWT-60 film measured at 510 nm and the 
effect is ascribed 10 the difference in dose rate [15] The 
low-LET dose-response curves of the 5 pm and 55 (ira 
thick films measured at 604 nm are parallel up to doses 
that cause optical densities above ihe measuring range 
of the phoiospectromcter. For the 55 /im thick films the 
wu.elength at 510 nm was chosen to allow studies of the 
film at very high absorbed doses [15]. 
For calculation of the activation cross-sections of 
colour formation in the film the curves in fig. 1 rrw be 
described by the expression uOD/mra = ( i l O D / 
mm)n)d,(l -- exp( - 0/£>J7))o<M. which does not corre-
spond to an ideal one-hit detector as described by the 
classical target theory. The exponent of 0.94 does not 
reflect the hit-number, which must be an integer, but is 
rather a parameter which lakes into account nonlinear-
:ty of the detector due to fading or recombination 
a 00/mm 
H=6cHnrr! 
10l 
• ^ t o " 
1 Cov-roy» 
2 K M»V <lrc Iron« 
Gy 
10* 105 10° 
where v, is the random uncertainty and .\, is the est. 
i-'ig. 1 Dosc-responsc curves for a thin (nominally 5 /im) 
radiochromic dye film IWT W)-20 irradiated with ""Co yravs 
and 10 MeV electron* will) a dose rale of 14 and 5x l o ' Civ 
s '. respectively The optical density is measured at the wave-
length of MM nm 
kJltlwn.Jn IIIMM-H /.'//IIJM- ../ ,/ f.iJi... Ar..»iu ,/n- hl» 
eltcels or possible radiation damage of latent leuco 
centers. I he observed M,7-valuc and m.iMiiium response 
ssere 110 k(i\ and 165. repspectivcls. f or '" (o y-rays. 
and " 0 kdv and 45(1 lor Id MeV electrons I he /•>, -
value measured al 604 nm f«ir llie .S /mi thick filtll 
irradiated with w'("o y-rays is identical to the value for 
the 55 jim thick film measured al 51(1 urn 
The average absorbed dose in (ne thin dvc films 
irradiated in stacks with 3 MeV/anui 7l.i and 4 
MeV/amu l f ,() ions is shown in figs. 2a and b is a 
function of depth and ion energy. Curve number I 
shows the do.se determined from the measured optical 
density and the low-LUT calibration curve in fig. 1. lor 
comparison curve number 2 shows the dose calculated 
from the stopping power and particle fluence. The error 
bars indicate 951 confidence level of experimental val-
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Fig. 2. (a) Average absorbed dose in the f'WT W)-2<) film 
segments as a function of penetration depth and encsj) of la 
ions with an initial energy of 21 MeV. curve 1: measured from 
film response and low-LET dose-response calibration curve: 
curve 2: calculated from LKT,. and particle fluence. Bar«, 
indicate VJT confidence level, (b) Average absorbed dose in the 
f'WT 60.20 film segments as a funchon of penetration depth 
and energy of "•<) u>ns wiih an initial energv of 64 MeV. curve 
1 measured from film response and low-l.l-1' dose-response 
calibration curve, curve 2; calculated from I l.lT ami particle 
fluciice. liars indicate sVSTi confidence level 
lies The penetration depth calculated liom the continu-
ous, slowing down ot the ion taking unclear slopping 
into account is lt)7 and 77 iim lor > MeV. ainii l.i and 
4 Mc-V .'iiinu '"() ions, respectively. I lie measured range 
taken as the depth at the center of the List fihr. in the 
slack giving .i response significaiitls different from zero 
is I0K and 73 /mi for 7Li and ""() ions, respectivelv. 
Theoretical values of the relative effectiveness (Kl ) 
of the two ion beams relative lo 10 MeV electrons have 
been calculated using l)x- - 330 k(iv .ind a radius of tl»' 
radiation sensitise cleiiicnl. «„. ecju.il to 10 7 cm. In llur 
calculations the calibration curve for 10 MeV electrons 
is used since the dose rales for the high-I.UT beams and 
the electron beam are comparable |4|. A difference in 
response at saturation doses for the film irradiated with 
*"Co y-rays and 10 MeV electrons is ascribed to the 
dose rate, since an intermediate product is formed upon 
inidiation |I5|. This intermediate is over a time scale of 
some iiours transformed into the coloured dye and mav 
participate in back reactions, if the exposure is pro-
longed as for w ,('o y-irradialions, where several hours of 
expos ire are needed at the highest dose level. The value 
of o„ is chosen as it already has been shown [4| to give a 
good fit to experimental data for the 55 um films 
exposed to 3 and 16 MeV protons, 10 MeV a-particles. 
21 MeV 7Li, and 64 MeV '"O ions. Experimental and 
theoretical values are shown in figs. 3a and b for the 
two ions as a function of the average t.KT in the stacked 
dye films and indicate deviations between experimental 
and theoretical RH values at low ion energies For ease 
of comparison the ratio of calculated to experimental 
RE values is given in fig. 4 both for 7Li and '*() ions as 
function of the specific energy of the ions. Also indi-
cated is the SJ% confidence level for a ratio of unity 
independent of the energy. 
Due to the longer penetration range of the 7Li ions a 
similar 53 urn thick dye film was interspersed in the 
beginning of the dye film stack irradiated with 3 
McV/amu 7Li ions. The measured and calculated RE 
value for this film agreed with previous work [4| within 
51 taking a slight change of RE into account as due to 
a difference in stopping power values used in the two 
investigations. Similarly for the first 53 jim of the '"() 
stack the experimental and theoretical RU agreed both 
with previous data and with each other within S%. 
The radial dose distribution used in the present 
investigation is given by 
/>(.-. /»./)-f ^ J U i - '• 
for a„ = 0. This is the expression for the point-target 
dose distribution, where / is the distance from the ion 
path, while ihe other parameters have been discussed 
above. The average value of dose to the sensitive ele-
ments is found from averaging the poinl-UTgcl dose 
expression over Ihe si/e of Ihe sensitive element A 
K .' Otwn.J II hanun . I ftt\intn\\\ »t u nntunhr,>mu J\t ftlm Mil 
^05 
c 
« 
E 0 4 
ft 
\A 
«• 
£ 0 3 
C UJ 
*o2 
a 
1° ' 
a 
» 
~^ "* - . 
' » 
• T hew y 
* . » f- *perrrr»*»nt 
1000 2000 3000 (.000 
Average L FT in the segments [MeVcm^gl 
12 
10-
OH 
06 
04-
02-
. u 2ft: w f jV i . : ' ' . 
Ois!ar>c» [ml 
Kig. 5. Kalio of experimental [12] to calculated dose as a 
function of ihc distance from the particle (rack c>( a 24 
M e V / a m u ' " ( ) ion and a I).262 M e V / a m u , : ' l ion. 
6000 8000 10COO 12000 
Average LET in the segments \MeVcm'/qi 
Fig. 3. (a) Average relative effectiveness <KT.) in the f-WT 60-20 
film segments as a function of average L I T , , of 7 L i inns with 
an initial energy of 21 MeV. curve I: calculated from (henry; 
curve 2: measured from film response and low-LLT calibration 
curve, (b) Average relative effectiveness (K I . ) in ihe r W T 60-20 
film segments as a function of average L I T ^ of " ' O ions wiih 
an initial energy of 64 MeV. curve I: calculated from theory; 
curve 2: measured from film response and low-LET calibration 
curve. 
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Fig. 4. Ratio of calculated to experimental HI values as a 
function of the specific energy of l.i and "'() urns. Solid lines 
indicate (he 9if confidence level of (he data for a ratio of 
unity independent of the energy. 
detailed description may be found elsewhere [4|. 
The accuracy of the point-target dose expression has 
hiv .iivestigated hy calculating radial dose distribu-
tions in tissue-equivalent unit-density gases for 0.262 
MeV/amu , : 7 I and 2.4 M e V / a m u ""<) ions and coin-
paring (he calculations to experimental data of Baum et 
ul. [6]. This comparison has as well been made for 0.53 
MeV/amu Br ions of Varma et al. f/|. 
The ratio of experimental to calculated doses as a 
function of the distance from the particle track is shown 
in fig. 5. In the experiments the effective charge was 
calculated from the formula of Nikolaev and Dmilriev 
[23). The formula given by Ziegler [17] gives almost 
identical :cll Sot 2.4 M e V / a m u , f tO ions but about 101 
lower zcll for | : 7 1 . This difference has been corrected for 
in the calculations shown in fig. 5. 
The two parameters in the theory D,? and au have 
been varied from the slated values of 330 kGy and 10 ~7 
cm, respectively. A reduction of D,7 will lead to a 
decrease in calculated RE values. The decrease in RE 
will be slightly lower at high specific energies ( > 2 
MeV/amu) than at low energies ( < 1 MeV/amu) . but 
the difference was not sufficient to obtain a significantly 
better correlation between experiment and theory than 
shown in fig. 4. The effect of changing the size of the 
sensitive element a„ is more complicated since it de-
pends on the slopping power, and it has not been 
possible to obtain better agreement between theory and 
the present experimental results by varying au 
4. Discussion 
The experimental technique used in the present in-
vestigation is very similar u> lhat used with 55 um thick 
films |4|. but there are differences which may be of 
importance The films are irradiated in stacks, the opti-
cal densitv is measured al the absorption maximum al 
604 nm instead of 510 nm as used with the 55 pm films, 
and the dye content of the thin and thick films might be 
slightly different The various tests reported for com-
MC KJ (>/»i'#l. J H Ilanu-H Life* t'ii-nt-M •>! i l r.utuH hr^ntu J\,lil>n 
p.iri>on show lli.il the linn ami thick films give identical 
results ami thai conclusions drawn from experiment*, 
with thick films mav be used on (lun films .IN well 
In the previous work |4| loo high calculated Kl . 
values were found for the stopping 3 M c V / a m u M N 
ions corresponding u> a ratio of calculated to experi-
mental R l values above unity. I he data shown in fig 4 
give an explanation of this finding since this ratio is 
considerable above unity at energies below 1.5 
MeV/amu. 1.5 M c V / a m u is just the rcsidral energy of 
4 M e V / a m u " O ions after passage of a S3 j im thick 
dye film, and thus the effect was' not observed for 4 
MeV /amu ' * 0 ions in our previous work. It must be 
mentioned here that the calculation of R I:-values arc-
only valid for the linear part of the dose-response 
characteristic where overlap of the tracks is negligible. 
The leveling-off of the response at high doses is due lo 
overlapping tracks. 
As outlined in the introduction the relative effective-
ness is calculated from a convolution of a probability 
function into a radial dose distribution. This dose distri-
bution is in good agreement with experimental data for 
0.262 M e V / a m u , 2 7 l and 2.4 M e V / a m u " 'O ions as 
shown in fig. 5. The larger discrepancy for 2.4 M e V / a m u 
' * 0 data is partly due to the experimental data being 
appro« imately 20% too high due to a too high assumed 
value for W as discussed by Baum et al. (6|. Below I nm 
experimental data are too low due to lack of charge 
equilibrium. Previous calculations of radial dose distri-
butions using the present method [4] have shown to he 
in good agreement with experimental and theoretical 
data for 0.5.1 M e V / a m u 7 , Br ions |7) and theoretical 
calculations for 2 M c V / a m u l 2 C ions |24|. 
The good agreement between calculated and experi-
mental radial dose distributions for 0.262 M e V / a m u 
ml ions. 0.53 M e V / a m u " B r ions, and 2 4 M e V / a m u 
' * 0 ions indicates that in spite of simplified assump-
tions mentioned in (he introduction, the procedure yields 
reasonable results in the energy range considered in the 
present work. 
The present 8-ray theory assumes that all 5-rays are 
ejected perpendicular to the ion path. The angular dis-
tribution has been observed |2.25J to be nearly isotropic 
for low-energy 6-rays, while higher-energy tf-rays are 
ejected at an angle of approximately 4 5 - 6 0 ° to the ion 
path. This observation is equivalent to an increase in 
dose close lo the ion path relative to calculations. The 
deviation of the energy distribution from the Bethe 
5-ray energy distribution formula becomes important at 
4-ray energies below 30 eV according to Wilson and 
Toburen |25|. In this energy region the chemical com-
position of the target material also plays a role. This 
effect will have a big impact on dose distribution only 
al verv low specific ion energies. 
The range-energy relation used. r = Au>". under-
estimates (he range of low-energy ri-rays al energies 
below -(HI c \ according to W;ubel .nui (irosswciidl |2(>| 
and Ashlcs |27|. I his implies .i too high calculated »lose 
close in ih«.- ip.uk I'he good agreement between calcu-
lated and experimental close distributions inJic.itcs thai 
the various approximations involve«! in our calculations 
only have a minor influence and that these three effects 
taken together lo some extent cancel each other 
Ihe effective charge of the ion has a strong influence 
on the dose distribution since the dose is proportional 
to the square of r.,f. r .„ may be calculated front differ-
ent formulas (11.2?.28.29) giving wn'ely varying results 
below 2 M e V / a m u . The zrf, used in the present work in 
combination with stopping power for protons yields ion 
slopping p«>wer data which are in gimd agreement with 
experimental stopping power data for ' l . i ions down to 
NO keV/amu and for "•<> ions down lo 2IX) keV/amu in 
soli«! media. Despite its frequent application, ilie proce-
dure of using the effective charge is rather problematic, 
since there are several effective charges u> be dis-
criminated i.mi ng in this context, e.g. effective charge 
for stopping p«iwer calculatit>ns. charge distribution aflcr 
passage of the ion through the medium, and effective 
charge for emission of secondary electrons. The empiri-
cal expressuin used in this work is a versatile description 
of effective charge independent of the kind of slopping 
medium. The expression, however, has been developed 
in order to des.'ibe stopping power of a penctraling ion 
and may not necessarily describe accurately the effec-
tive charge t<> be used in Ihe expression fur dose deposi-
tion from 5-rays ejected by the ion. 
The gixxl agreement between calculated and mea-
sured range of the ions implies that no large errors are 
present in the LF.T calculations though the Bragg addi-
tivity rule is used for determination of the l.HT of the 
compound material. Above 80 keV/amu for 7Li ions 
and 200 keV /amu for " O ions. LKT of Ihe individual 
material components is stated lo be accurate within 5rt 
(17-19). A larger uncertainty below 200 keV/amu will 
have little influence on the total range, hut will have a 
large effect on the calculated and experimental Rl-
values. A shift in position of I urn for a 5 um f;lm 
placed wilh the center corresponding u> ISO keV/amu 
of a 7 Li ion will change ihe calculated RIL by 2Urt Such 
a shift may be introduced both by the LFT calculations 
and by measurements of the film thicknesses. 
Fig. 4 shows that deviation between theory and 
experiments above what may be ascribed lo the experi-
mental uncertainly is observed both for 7l.i and '"(> 
ions below approximately 1.5 MeV/amu. Since the 
calculaleil radial dose distribution appears lo give rea-
sonabk' fits to experimental data al both high and low-
specific energies, this deviation points io ih.il the effect 
is due lo (he crucial assumption in the theory that 1 lie-
response of the -.(elector lo (he r'-rav spectrum is equiva-
lent to (he response from (he slowing-down spectrum of 
high-ciii-rgv elections from low-l.l I radiations of either 
KJ tthf'l. .1 II Htin\t'n • l.tfeitli cnt-w W
 (J nu'ii>i hti'nut J i r htm 
fast electrons or N'('o y-ravs Filinger |3()| reported .1 RefiTc-iices 
RI- of (l.XX and ().<J2 for 'il ami MC /r-ravs 111 sucrose 
comptred lo "'Co y-rays. while the low energy Auger 
electrons from tlie I isotope hail an even lower KF of 
0.66. At low energies H increases |2(>j »Inch will lead to 
a decrease in effectiveness for a detector more sensitive 
to ionizations than to excitations. Variations of the two 
parameters //, , anil «„ are not able to reconcile the 
calculations with the experimental data. RI at km ion 
energies |«- 1.5 MeV/amu) cannot he decreased by 
choosing appropriate values of 0„ ami a, without 
decreasing Rti at higher ion energies where theory and 
experiments are in very good agreement. 
D,7 has previously |31] been observed to vary with 
the dose rate. This is due to various competing reactions 
occurring only at very high absorbed doses |15) as has 
also been observed in seme amino acids [32|. In a 
previous study (151 o! the 55 uni thick dye film the 
saturation op'ival density has been found to be depen-
dent on the average dose rate in the track of the heavy 
charged particles as well as on dose rate in low-LHT 
irradiations. At doses below the saturation range no 
dose rate dependency has been observed. A change in 
response at saturation doses changes the D 17 value 
accordingly and leads to P„ values of 300 and 310 kGy 
to be used in the calculations of relative effectiveness 
for the 7Li and "O ions, respectively. Better agreement. 
however, between theory and experiment cannot he 
obtained using other values of £>,7 
5. Conclusion 
The results of the present investigation show consid-
erable deviation between predictons based on the {-ray 
theory for track structure and experimental data for 7Li 
and l 6 0 ions in the radiochromic dye film at energies 
below 1.5 MeV/amu. Above 1.5 MeV/amu theoretical 
and experimental data agree within the experimental 
uncertainty over a large range in LET as has been found 
previously (4j for the radiochromic dye film, 
The observations made point to that deviation be-
tween theoretical and experimental data for relative 
effectiveness is not associated with t!ie LET of the 
particles or with calculations of radial dose distribution 
around the ion path, but should merely be found in the 
assumption of equivalence in radiation effect of the 
S-tay spectra and the spectra from the low-LKT M,C'o 
y-rays. The usefulness of the 5-ray theory in predicting 
the dose-response of physical detectors irradiated with 
heavy charged panicles could be improved by including 
the dose-response from low-energy electrons in ths ac-
tual detector. 
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